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Synopsis

A procedure for measuring micro-volumes of solids with irregular and complex 

boundaries of both concave and convex forms has been developed. Advantages, 

limitations and potential applications of the developed procedure are identified and 

discussed. The precision of this procedure is demonstrated in the case of a con

vex form. In the light of the key role of metrology in the current trend toward 

product miniaturisation, the need for dedicating resources and effort to assessing 

quantitatively the performances of measuring processes is most apparent.

The developed procedure is based on white light interferometric microscopy. In order 

to enable the deployment of this measuring system in the developed procedure and 

in agreement with the centrality of metrology mentioned above, an investigation of 

white light interferometric microscopy has been carried out from a user perspective. 

In particular, two sources of variability were identified and experimentally quantified 

and the precision in repeatability conditions was estimated when measuring length 

along the z-axis in a pre-specified micro-metric range. A critical analysis of the 

calibration procedure built in the investigated microscope has also been conducted. 

In order to overcome the pitfalls discovered in such an analysis, a spline-based cal

ibration procedure has been developed and demonstrated. In addition, the control 

methods needed for the practical usage of the proposed calibration procedure have 

been developed. Calibration studies are made possible by the provision of traceable 

reference materials. Therefore, a cost-effective and versatile procedure for the build

ing of traceable reference samples of length in the micrometric range was developed. 

The proposed method used standard gauge blocks commonly found in metrology 

laboratories.
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Chapter 1

Introduction

1.1 M otivation

There is a significant consensus in the scientific community for the existence of a 

trend towards miniaturisation, both in the consumer and in the industrial product 

market (cf. Leach et al., 2006, Dowling et al., 2004 and Masuzawa, 2000). On the 

one hand, smaller sizes allow the consumers to have products with lighter weight, 

more functionality in the same space and with less energy consumption. On the 

other hand, the properties of the matter on a small scale can start changing due 

to larger surface area per unit of mass and due to the fact that quantum effects 

can begin to dominate the behaviour of the m atter (cf. Dowling et al., 2004). This 

allows the possibility of developing completely new applications.

Metrology has been recognised by the Royal Society as one of the key enabling tech

nologies to support successfully these current efforts in micro- and nano-manufacturing 

(cf. Dowling et al., 2004). In fact, the science of measurement underpins the char

acterisation of materials in terms of their physical properties (mechanical, electrical, 

magnetic and optical). This is relevant when considering the trend towards minia

turisation.

For example, from a dimensional point of view, when reducing the size of a product 

it is desirable that the size of the dimensional error is also proportionally reduced (cf.

1



1.1 M otivation 2

Masuzawa, 2000 and Table 1 in BS EN 20286-1 for a relationship between dimensions 

and standard tolerance grades in the dimensional specifications of products). The 

specifications in terms of precision and true ness (cf. BS ISO 5725-1) associated with 

the manufacturing equipment have therefore of necessity to be at the centre of the 

research effort. Masuzawa (2000) stresses this concept by describing the equipment 

precision as a ‘necessary condition for micro machining’.

Consequently, measuring and inspection methods with an even higher level of preci

sion should be available to characterise both products and manufacturing processes 

in the micrometric and the nanometric ranges (cf. Montgomery and Runger, 1993). 

From this perspective, it is believed tha t effort and resources spent on quantifying 

precision and trueness of commercially available measuring equipment, on critically 

analysing the existing procedures for instrument calibration and on proposing in

novative approaches to calibration and precision assessment are unavoidable and 

essential if the trend towards miniaturisation is to be sustained. In fact, on the one 

hand, precision studies aim to evaluate the variability of a measuring process, and 

on the other hand, calibration studies aim to assess the central tendency or location 

of a measuring process by comparing it with a trusted reference system.

In the light of this framework of ideas, this investigation could not therefore avoid 

analysing both the precision and the calibration issues of the deployed measurement 

system, while proposing a novel procedure for measuring volumes on the micrometric 

scale.

In particular, while investigating the micro-electric discharge machining process, 

strong evidence supporting the fundamental role of the electrode tool wear was 

found. Even so, little investigation has concerned the assessment of the presently 

available methods of measuring such a volumetric wear which, ultimately, hinges on 

measurements of micro-volumes. Even less interest has been shown in proposing new 

approaches aimed at overcoming the pitfalls of the currently available procedures 

for measuring small volumes of solid parts. In particular, the difficulties connected 

with the fact tha t the measuring systems are very often separated from the mi

cro manufacturing equipment, have to be addressed when proposing a measuring
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procedure.

Some form of quantitative assessment of a proposed measuring procedure in terms of 

variability has also to be provided. This is essential in order to identify the capability 

of the measuring process and, ultimately, which measurement tasks can be assigned 

to the developed measuring process (about the concept of process capability cf. 

chapter 9 in Montgomery, 1996 and Montgomery and Runger, 1993).

In addition, the study of micro-fabrication processes apart from electric discharge 

machining would also benefit from the availability of a novel procedure for measur

ing micro-volumes. For example, the investigation of wear phenomena in the micro 

milling process and, more generally, in micro-machining could progress further by 

the availability of a procedure for measuring micro-volumes. More insight into wear 

phenomena means better evaluation of the expected tool life, with two main conse

quences. The first is the reduced risk of breaking the tool while machining, with the 

consequent irreversible damage of the part. The second is an increased efficiency in 

the exploitation of the tools. These can then be deployed with lower safety factors, 

commonly introduced for avoiding breakage during machining.

Such a method can also be beneficial to the study of manufacturing processes on 

a larger dimensional scale, where influential elements of the process cause localised 

phenomena on a micro scale. For example, a measuring procedure tha t has similari

ties with th a t presented in this study is proposed by Dawson and Kurfess (2005) for 

the investigation of the flank and crater wear of two types of polycrystalline cubic 

boron nitrate tools (not coated and TiAlN-coated) in machining operations (turn

ing) of a hardened steel (AISI 52100). Incidentally, it is inferred from the definitions 

and examples provided by Dowling et al. (2004) tha t the investigation of Dawson 

and Kurfess (2005) can rightly be named micro- or nano-technological, although the 

authors do not do so.

More generally, all the micro fabrication processes that are affected by wear phenom

ena can benefit from the availability of a procedure for measuring small volumes. 

For instance, in replication techniques such as micro injection moulding and hot
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embossing, this procedure for measuring small volumes could be beneficial in eval

uating the amount of volumetric wear in functional localised areas of the moulds 

(corners and edges, for instance) as a function of the number of parts produced.

In the study of replication techniques on a micro scale, such as micro injection 

moulding and hot embossing, the proposed procedure for measuring small volumes 

with complex and/or irregular shapes could also have other usages. For instance, 

such a method could be deployed by the process designers to compute the exact 

volumetric thermal shrinkage of the parts, or elements on the parts. In this way they 

could build an experimental base of knowledge tha t they could use to improve the 

designing process of future moulds or to validate theoretical models of the process.

An analysis of the replicated parts for defects could also be carried out based on 

measurements of micro-volumes. This could include a quantitative assessment of 

the mechanism of formation of defects due to poor filling of micro-cavities. In fact, 

it would be possible to measure the micro-volume of the cavity on the mould and 

compare it to the corresponding volume on the replicated part.

A procedure for measuring small volumes can also be of help in the assessment of the 

efficiency of competing micro-manufacturing processes. Among them, it could, for 

example, be interesting to compare and contrast focused ion beam machining, laser 

machining, electro-chemical machining and electron beam machining. By directly 

measuring the micro-volumes removed by competing processes in the same unit of 

time, the material removal rate of these processes can, in fact, be seamlessly and 

directly evaluated.

Finally, it is envisaged that not only manufacturing process designers but also prod

uct designers, such as designers of microfluidic devices (micro-pumps, micro-valves, 

micro-flowmeters and micro-mixers) could benefit from a procedure for measuring 

small volumes. In fact, they could inspect the parts delivered to them by manufac

turers in order to assess the compliance to the specifications of tolerances th a t they 

have prescribed, where these specifications could be in volumetric terms rather then 

dimensional. In this way, the process of tolerance specifications might be facilitated
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by being expressed in volumetric units, closer to the functional requirements of the 

part.

In order to keep the investigation focussed, the benefits of a procedure for measuring 

small volumes have been extensively supported by a literature survey in the sole case 

of the micro-electric discharge machining process.

1.2 Aims and Objectives

The remit of this investigation was to:

• provide a procedure for measuring volumes of solid material with irregular 

and/or complex boundary form, both of convex and concave shape, without 

the need of any reference system external to the measurand part itself;

• assess quantitatively the precision of the developed procedure for measuring 

volumes and to highlight its limitations;

•  identify the sources of variability of the measuring system upon which the 

procedure for measuring volumes is based and to quantify their effects on the 

measurement results. Namely, to identify the sources of variability of mea

surement results of lengths taken by a white light interferometric microscope 

along the z axis;

• investigate the calibration procedure deployed in the measuring instrument 

upon which the procedure for measuring volumes is based. Namely, to identify 

the weaknesses of the current calibration procedure of a white light interfero

metric microscope and to propose improvements;

• develop a cost-effective and versatile procedure for making available traceable 

reference materials for calibration purposes in the micrometric range.
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1.3 Outline of this thesis

This study has seven chapters, of which Chapters 3 to 6 encompass the main inves

tigations, whereas Chapters 2 and 7 are a literature review and a summary of the 

contributions of this work, respectively.

In Chapter 2, the context of this investigation is set by making provision of back

ground knowledge for Chapters 3 to 6. This chapter consists of three interconnected 

sections. In the first section, evidence of the critical nature of wear in micro-electric 

discharge machining are provided and the need for a new procedure for measure

ments of small volumes is highlighted. An approach based on the white light in- 

terferometric microscope is also identified as a viable approach to wear evaluation. 

In the second section, therefore, the main characteristics and fundamental princi

ples of white light interferometric microscopy are presented and critically analysed. 

In the third section, the metrological concepts used in describing this measuring 

system and also employed throughout this study are presented and comparatively 

scrutinised.

In Chapter 3, the tools for a correct use and for a performance assessment of the 

white light interferometric microscope are introduced. In particular, a cost-effective 

and versatile procedure for building traceable reference samples of length in the 

micrometric range is presented and analysed in terms of its uncertainty. A study 

of the effects of discretionary setup parameters on the measurement results is then 

described.

In Chapter 4, by deploying and building upon the findings of Chapter 3, the precision 

of the white light interferometric microscope in repeatability conditions is assessed 

in a pre-specified micrometric range. In this investigation, a dependence of the 

measurement results on the sequence of the tests was revealed and gave rise to a 

subsequent quantitative study also presented in this chapter.

In Chapter 5 the calibration procedure of the white light interferometric microscope 

is addressed. This chapter is divided into four main sections. In the first section,
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the calibration procedure built in the measuring system is examined and interpreted 

in the light of the International Standards. In the second section, the bias induced 

by the built-in calibration procedure is experimentally highlighted. In the third 

section, in order to overcome the problems generated by the built-in procedure, a 

novel alternative calibration procedure is described and implemented. In the fourth 

section, two control methods necessary for the practical use of every calibration 

procedure are introduced.

In Chapter 6 a procedure for measuring volumes with complex and irregular bound

aries on a micro scale is developed. First, the overall procedure, with the pertinent 

set of implemented computer programs is described. The algorithm developed and 

implemented for measuring volumes is then illustrated and its performance is as

sessed. The entire procedure is then demonstrated in the case of micro-volumes with 

both a convex and a concave boundary. An assessment of the precision of the proce

dure is then carried out in the case of a convex micro form (a shaped micro-electrode 

tool of the micro-electric discharge machining process). Finally, the limitations of 

the procedure in term of biasing factors and the potential further developments are 

presented.

In Chapter 7 the main contributions and conclusions of this study are summarised. 

Some possible directions for further investigations in this area are also suggested.



Chapter 2

Literature review

The first section of this chapter is dedicated to the centrality of the concept of 

volumetric wear ratio in micro-electric discharge machining (fi — E D M ) operations. 

A white light interferometer (WLI) approach to measuring micro-volumes is also 

proposed as a viable possibility to improve the accuracy of the volumetric wear 

ratio measurement.

In the second section, fundamental principles in the field of microscopic interferome- 

try have been surveyed. They are, in fact, most relevant to the use of this measuring 

instrument.

The proposal of a volume measuring method and a critical analysis of a measurement 

instrument, the white light interferometer microscope, rely on some general metrol

ogy concepts such as accuracy, precision, trueness, bias, uncertainty and calibration. 

These concepts are considered in the third section.

This volume measuring method is also based on fitting surface elements to cloud 

of points whose coordinates are experimentally measured. A number of fundamen

tal concepts in the domain of geometrical modelling and reverse engineering are 

therefore briefly mentioned in the fourth section.

8
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2.1 The necessity of measuring micro-volumes

In electric discharge machining the reduction of the discharge energy during each 

breakdown of the dielectric liquid is a necessary condition for such a process to be 

considered a micromachining technology (cf. Masuzawa, 2000 and Tsai and Ma

suzawa, 2004).

In working conditions providing low discharge energy, the ratio of the volume re

moved from the tool electrode to the volume removed from the work piece electrode, 

also known as volumetric wear ratio (6), increases significantly. This is shown in 

Dibitonto et al. (1989) and in Patel et al. (1989) via experimental data for a copper- 

made anode tool and a steel-made cathode work piece. The range of data for low 

discharge energies, although still large for \i — E D M  operations, has been rearranged 

in Table 2.1, where energy and wear ratio values have also been derived.

In manufacturing micro through-holes with cylindrical electrodes and with constant 

low discharge energy settings, there is experimental evidence that the smaller the 

electrode diameter, the larger the volumetric wear ratio becomes (cf. table 1 and 

figure 1 in Tsai and Masuzawa, 2004).

The main consequence of a high volumetric wear ratio is a quick change in the shape 

of the tool electrode (cf. Yu et al., 1998).

Several authors have proposed different techniques aimed at overcoming the accuracy 

problems caused by the rapidly changing shape of the tool electrode during the die- 

sinking micro-electric discharge machining of complex 3D cavities (for instance, cf. 

Yu et al., 1998, Yu et al., 2003 and Pham et al., 2004).

These techniques, however, apart from the method presented in Pham et al. (2004), 

have relied on an a priori perfect knowledge of the volumetric wear ratio, which has 

been considered a deterministic constant quantity. In order for those approaches to 

represent viable methods, a measurement procedure of the micro-volumes removed 

from the tool and from the workpiece is therefore needed. Such a procedure must
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Current 

I [A]

Pause 
tim e  

P [fis]

Pulse 
tim e 

T  [fis]

Discharge
Voltage,

V M

Pulse
Energy
E M

Cathode Anode  
Material removal rate 
M .R.R. [mm3/  min]

Wear
ratio
G[%]

3.67 2.4 13 25 1192.75 3.1 0.026 0.84
2.85 1.3 7.5 25 534.38 1.6 0.024 1.5
2.34 1.0 5.6 25 327.60 0.3 0.009 3

Table 2.1: Rearrangement of the Experimental data from Dibitonto et al. (1989) 
and Patel et al. (1989). 9 has been derived from M.R.R., E from I, V and T.
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also have trueness and precision adequate to the usage in operations on a micro 

scale (cf. BS ISO 5725-1, for the definitions of trueness and precision).

On the one hand, Pham et al. (2004) pointed out the need for more accurate mea

surement procedures for the volumetric wear ratio. In particular, these procedures 

should address the issue of estimating not only the reduction in length of the tool 

electrode, but also the changes in the shape of the tool electrode that has occurred 

during machining. On the other hand, by proposing an estimation of the volume re

moved from the tool electrode th a t is based only on measurements of length, Pham 

et al. (2004) did not directly address the issue they themselves raised.

Tsai and Masuzawa (2004) introduced a method for assessing the micro-volumes 

removed from rotating cylindrical tool electrodes and from workpiece electrodes in 

machining micro through-holes. On the tool electrode, the removed micro volume 

was divided in two parts, corresponding to the reduction in the tool length and to the 

corner rounding. This approach was based on three different instruments. Firstly, 

an optical microscope with a resolution of 0.1 [im was used for measuring the original 

diameter of the tool electrode. Secondly, on board the EDM machine, the electrical 

contact system enabled the measurement of the difference in the end-of-tool position 

before and after machining. It was in this way to estimate the reduction in length 

of the tool electrode. Thirdly, scanning electron microscope (SEM) pictures were 

used to estimate the micro-volume removed from the corner of the tool electrode. 

In particular, this volume was evaluated on the basis of an interpolating polynomial 

function passing through two points of the rounded corner in the SEM picture of the 

tool longitudinal profile. The micro-volume removed from the work piece electrode 

was estimated by considering the micro through-hole as a conical frustum with a 

height equal to the thickness of the workpiece. No further details are provided on 

how the radii of the frustum were measured.

In this thesis, a volume measurement procedure that is based on white light interfer- 

ometry is proposed. WLI has already been proved a valuable means for investigating 

the fi — E D M  process. In fact, WLI was utilised for characterising the lateral surface 

of micro-tool electrodes grounded by fi — E D M , in terms of roughness, waviness and
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form profiles (Vallance et al., 2004). Nevertheless, the usage of white-light interfero

metric techniques for measuring micro volumes removed both from the tool and the 

work piece electrodes in order to assess the volumetric wear ratio, does not appear 

to have been investigated yet.

WLI techniques make possible the description of a surface by a cloud of three- 

dimensional points P ( x , y , z )  with their projectionPo(#> y) evenly spaced on the 

plane z = 0. This characteristic makes WLI, in contrast to other techniques, po

tentially suitable for the seamless measurement of the overall volume removed from 

an electrode, accounting for variations both in its length and in its shape. This 

advantage over other measuring techniques holds as long as the shape of the part to 

be measured allows the light coming from the instrument to be reflected back into 

it.

More insight into white light interferometric microscopy is provided in the next 

section.

2.2 W hite Light Interferometer microscopy

2.2.1 General principles

White light interferometry, also known as vertical scanning interferometry (VSI), is 

one of the interferometric techniques suitable for shape measurements of microscopic 

features (O’Mahony et al., 2003 and Schmit and Olszak, 2002).

A beam of light emitted by a spatially and temporally incoherent1 source is split into 

two separated beams: the object beam, which is reflected by the part to be measured, 

and the reference beam, which is reflected by a reference mirror. The separation into 

two beams is carried out by an optical component called a beam splitter. After being

1On the concept of coherent sources see , for instance,COHER and pp. 860, 861 in Alonso and 
Finn (1967).
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reflected, the beams combine, undergoing constructive and destructive interference 

and producing bright and dark bands named fringes (see O’Mahony et al., 2003 

and, for more details on constructive and destructive interference, see for instance 

pp. 857 - 862 in Alonso and Finn, 1967).

The image containing the fringes, also known as the interference pattern of the two 

beams, is called interferogram (O’Mahony et al., 2003). A detector, usually a charge- 

coupled device (CCD), records changes of the light intensity in a predefined number 

of interferograms, while the optical path difference (OPD) between the object and 

the reference beams is modified according to a pre-specified setting (Schmit and 

Olszak, 2002). The optical path  or optical path length is defined as the distance 

travelled in an optical system by light (Weisstein, 2006e). In this context, the path 

length travelled by the object beam is the distance between the beam splitter and the 

point on the surface of the part to be measured where it is reflected. In contrast, the 

path length travelled by the reference beam is the distance between the beam splitter 

and the point on the reference surface where the beam is reflected. Schemata of the 

white light interferometer in Michelson and in Mirau configurations are illustrated 

in Pavlicek and Soubusta (2003) and in Chim and Kino (1991), respectively.

These changes in OPD can be obtained by moving the object or the scanning head 

or the reference mirror at a constant speed (Schmit and Olszak, 2002). A moving 

scanning head in the vertical direction is only considered here due to the fact that 

this is the typology of equipment used in the experimental activity carried out. The 

intensity of the light reaching the detector, namely g ( x , y , z ), can be described by 

the following equation (cf. Larkin, 1996):

g {x, y , z )  = a (x , y) +  b (x, y ) c \ z -  2h (x, y)\ cos [2kuqz -  a WLI (x, y)) (2.1)

In equation (2.1), x  and y are the coordinates of the generic point in the interfero

gram, whereas 2  is the location of the scanning element for that particular interfero

gram whose light intensity is recorded. The coordinate z  is also called axial location 

or defocus of the object. The quantity a (x, y) depends on the intensities of both the



2.2 W hite Light Interferometer microscopy 14

object and the reference beam, whereas the quantity b (x , y) is only determined by 

the intensity of the reference beam. The function c [z — 2h (x, y)\ is called the inter- 

ferogram envelope function, or simply envelope, and depends on the spectral profile 

of the utilised source of light. The exact shape of the envelope is considered as not 

critical by some authors and is commonly approximated by a Gaussian function (for 

instance, cf. Larkin, 1996).

The mean wavelength of the source of light influences cjo, the spatial frequency of the 

intensity g (x ,y ,z )  in the z direction. The parameter a w u  {x ,y) called the phase 

change on reflection. It can be used to take into account the fact that the variation of 

phase on reflection of a broadband light beam on certain type of test materials, e.g. 

metals, is not constant for all the wavelengths of the beam. A detailed investigation 

of the dispersion of the phase change on reflection has been proposed by Harasaki 

et al. (2001). The function g{z), that describes the interference intensity distribution 

at a particular point (x ,y)  of the interferogram/test part when the scanner element 

is at the generic axial location 2  =  z(time),  is commonly referred to as correlogram 

(Larkin, 1996). Usually, the WLI is used to determine the profile of a surface, h(x , y). 

The profile can be defined as the graphic of the function h(x,y)  representing the 

signed distance of the surface under investigation at its generic point P ( x , y) from 

a pre-specified reference plan (Larkin, 1996).

In WLI, an oscillating correlogram g(z), which unveils the presence of interference 

fringes in the axial direction 2  , appears only in a small area around the local fo

cus on the test object (Schmit and Olszak, 2002). In fact, the wide spectrum of 

the white light source results in a short coherence length th a t provides interference 

fringes in g(z) when the OPD is about zero (Harasaki et al., 2001). Further support 

for this can be found in the definition of coherence length reproduced verbatim from 

(cf. COHER): ‘If a wave is combined with a delayed copy of itself (as in a Michelson 

interferometer), the duration of the delay over which it produces visible interference 

is known as the coherence time of the wave, A tc. From this, a corresponding co

herence length can be calculated: A x c = c A tc\  For example, in order to give a 

quantitative measure, common light bulbs have a coherence length of about 1 pm,



2.2 W hite Light Interferometer microscopy 15

whereas laser sources can have coherence length of some metres (cf. COHER).

The peak of the envelope c =  c{z) = c[z — 2h (a;, y)\, corresponding to the maximum 

contrast between the fringes, and the phase of the fringes, i.e. (27tcjo2  — a ( x ,  y)), 

give the height h(x,y)  of the point P (x ,y )  on the object surface, provided that the 

OPD change rate is known (Larkin, 1996 and Schmit and Olszak, 2002).

Many algorithms have been developed in order to find the maximum of the envelope 

c(z) from the finite and discrete set of intensity data points that a measurement 

yields (cf. Harasaki et al., 2000). Their analysis is, however, beyond the pur

poses of this research, due to the fact that the WLI microscope and the associated 

software utilised in the experimental activity carried out are based on inaccessible 

algorithms2. In addition, it should be noted that steps between two surfaces as 

high as a few millimetres are commonly measured with resolution of a few nanome

ters by commercially available WLI microscopes (for instance, cf. MICRO). On a 

macro scale, this corresponds to an instrument which would be able to distinguish 

between two points separated by a few millimetres while measuring length on a scale 

of kilometres.

2.2.2 Open research issues

The rate of change in the OPD is usually referred to as the phase step (Schmit and 

Olszak, 2002). Due to the fact that the knowledge of the phase step is essential 

for the assessment of h(x,y) ,  the motion characteristics of the scanner element are 

particularly critical. The most common method used to assess the phase step is to 

set the rate of change in the OPD to a nominal value by a calibration procedure 

(Schmit and Olszak, 2002). This is achieved by measuring a traceable length sample 

via the WLI microscope and by using a correction factor to match the measured 

and the nominal length. The correction factor is also often referred to as height 

correction (ADEP2). It is only after completing this calibration procedure th a t the

2Nor the source code neither a detailed documentation of the used algorithms has been provided 
by the manufacturer of the instrument.
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instrument can be used for a measurement task (MICRO; ADEP2; NANOT). If 

the part to be measured is significantly different from the calibration sample used, 

the scanner element is travelling for a scan length different from that used during 

calibration. The implicit assumption that is made in this procedure is that the phase 

step is constant along a generic scan length (Schmit and Olszak, 2002). However, 

as Schmit and Olszak (2002). pointed out, this hypothesis is not always correct.

Improved technological solutions tha t reduce or eliminate the centrality of this as

sumption have been recently proposed (Schmit and Olszak, 2002). The white light 

interferometric microscope used in this experimental investigation does, however, 

require the type of calibration just mentioned. Consequently, the following inter

connected issues need addressing:

• Firstly, a calibration sample with a feature of known length traceable to a 

national standard of length is necessary. The knowledge of the uncertainty 

of the traceable length sample is also a necessary prerequisite to the calibra

tion procedure. The official national sample of length in the United Kingdom 

is the responsibility of the National Physical Laboratory (NPL). However, 

commercially available samples purpose built for calibrating white light inter

ferometric microscope are most commonly traced to the United States official 

national sample, which is produced at the National Institute of Standards and 

Technology (NIST). It is anticipated that the availability of a large set of cal

ibration samples covering a broad range of lengths, has a paramount role in 

the calibration procedures of measuring instruments (cf. BS ISO 11095).

•  Secondly, in order to determine the range of measurement tasks that can be 

performed by the white light interferometric microscope in terms of variabil

ity, a gauge capability analysis is required (for instance cf. Montgomery and 

Runger, 1993).

•  Thirdly, after calibrating the interferometric microscope using a specific trace

able length, an assessment of the potential bias induced on the WLI mea

surements of a generic length is necessary. If a bias in the measurements
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is quantitatively proven, then an alternative calibration procedure has to be 

developed in order to avoid obtaining distorted measurements.

In Chapter 3, an answer to the first need is given together with an analysis of the 

effects of two discretionary setup parameters on the variability of the measurement 

results. An answer to the second need is provided in Chapter 4, whereas calibration 

and bias related issues are investigated in Chapter 5.

In this section, focused on WLI microscopy, concepts in the domain of metrology 

have been deployed without a pertinent critical analysis. This is provided in the 

next section.

2.3 Metrological concepts deployed in assessing the 

WLI process

In order to deploy a measurement instrument or a measurement method, their per

formances have first to be assessed quantitatively (for instance cf. Montgomery and 

Runger, 1993). Although many might argue about the unavoidable necessity of ded

icating resources to this sort of activity, strong evidence supporting such a need has 

been found in the literature (for instance cf. Feynman, 2000).

The analysis of the measurement instrument and of the volume measuring method 

developed in this investigation demands the introduction of some concepts tha t are 

outlined in this section.

The terminology used in this thesis relies on the ‘International vocabulary of ba

sic and general terms in metrology’ (VIM) , published by ISO, the ‘International 

Organisation for Standardisation’ , and reproduced verbatim in BSI PD 6461-1 , a 

‘Published Document’ (PD) issued by the ‘British Standard Institution’ (BSI) .
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2.3.1 Uncertainty

The internationally recognised fundamental reference about uncertainty is the ‘Guide 

to the expression of uncertainty in measurement’ published by ISO. This guide is 

referred to as the GUM and it has been reproduced verbatim in BSI PD 6461-3 , a 

PD issued by the BSI.

In the GUM, the term ‘uncertainty of measurement’ is used in two different mean

ings. On one hand, it expresses the general concept of doubt about the validity of the 

result of a measurement. On the other hand, it denotes all the specific quantitative 

measures of this concept.

The formal definition of uncertainty from the GUM is as follows: ‘uncertainty of 

measurement is a parameter, associated with the result of a measurement, that 

characterises the dispersion of the values that could reasonably be attributed to the 

measurand’.

Examples of such a parameter are the following:

• the standard deviation of the result of a measurement. This parameter is 

called standard uncertainty.

• half-width of an interval about the measurement result that is expected to 

encompass a pre-specified large fraction (level of confidence) of the distribu

tion of values tha t could reasonably be attributed to the measurand. This 

half-width is called expanded uncertainty. The level of confidence associated 

with the interval defined by the expanded uncertainty is very sensitive to the 

probability distribution of the measurement result. Such distribution has to 

be explicitly or implicitly assumed (cf. note 2 of section 2.3.5 in BSI PD 6461- 

3). Consequently, whenever it is possible, it appears sensible first to test the 

distributional hypothesis and then to calculate the expanded uncertainty.

This formal definition has given rise to some controversy among the experts (cf. the 

National forefront section in BSI PD 6461-3). These, however, are beyond the scope
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of this investigation. In addition, in the GUM, section 2.2.4, it is stated tha t all 

the available concepts of uncertainty lead to the same manner of using the data  and 

pertinent information.

Two main approaches to the evaluation of the uncertainty of measurement are pro

posed in the GUM: the type A and the Type B evaluation. Type A evaluation is 

defined as a ‘method of evaluation of uncertainty by the statistical analysis of series 

of observations’. Type B is defined as a ‘method of evaluation of uncertainty by 

means other than the statistical analysis of series of observations’. Prom a practical 

point of view, such definitions appear quite generic. They fail, in fact, to provide 

any specification of the conditions in which the series of measurement are meant

to be taken. For example, neither reproducibility nor repeatability conditions are

mentioned (cf. sections B.2.15 and B.2.16 in BSI PD 6461-3).

Whereas in the VIM and in the GUM the term uncertainty is applied solely to 

measurements, a phrase such as ‘uncertainty of an instrum ent’ has been found in 

common use (cf. page 14 in Cheok, 2005).

2.3.2 Error and accuracy

In the GUM, the term measurand means a ‘particular quantity subject to measure

ment’. The definition of a measurand is in terms of specifying some physical states 

and conditions. Nevertheless, a measurand cannot be thoroughly described without 

providing an infinite amount of information. Thus, the provision of information 

is expected to be commensurate with the purpose of the measurement and its re

quested uncertainty. In fact, the less information present in the definition of the 

measurand, the larger the need for interpretation. A component of uncertainty is, 

therefore, added to the measurement result.

For example, ‘the length of a nominally one-metre long steel bar’ can be a suitable 

definition of measurand if a standard uncertainty in the millimetres range is toler

ated. On the other hand, it cannot be accepted if a standard uncertainty in the
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range of micrometres is demanded for the measurement result. In this case, ‘the 

length of a nominally one-metre long steel bar at 25°C, and 101325 Pa, between the 

two centre points of the two side surfaces’ can be a more appropriate definition of 

the measurand.

Once provided with the definition of measurand, a measurement procedure is per

formed on a quantity that physically materialises the definition of measurand. This 

is called the realised quantity of the measurand (cf. sections D.2 inBSI PD 6461-3). 

The consistency between the definition and the realised quantity of the measurand 

is only ideally complete. A further component of uncertainty of the measurement 

result has, therefore, to be considered.

The value of the quantity intended to be measured, that is the value of the mea

surand, can be logically postulated, but, ultimately, it can never be known (cf. 

section D inBSI PD 6461-3). In the VIM, the value of a measurand is called a ‘true 

value of a quantity’, whereas in the GUM the attribute ‘true’ is omitted because is 

considered redundant (cf. note in section 3.1.1 and the section D.3.5 both in BSI 

PD 6461-3). Furthermore, the value of the measurand is an ideal concept, that 

cannot be uniquely determined due to the aforementioned uncertainties connected 

with the always partial information of the measurand definition and with the always 

imperfect measurand realisation.

In this investigation, the attribute ‘true’ referred to the value of a measurand is used 

when it is thought th a t clarity benefits from its introduction.

Dissatisfaction and controversy have been surveyed concerning the expression ‘value’ 

contrasted to ‘true value’ of a measurand (cf. the National forefront section in BSI 

PD 6461-3). On the one hand, it is believed that these arguments might appear 

more of a metaphysical rather than a practical nature. On the other hand, they 

highlight the effort made by the scientific community to clarify those widespread 

practical concepts that lean on the concept of ‘value’ or, equivalently, ‘true value’ 

of a measurand. These are the concepts of error and accuracy.

In the VIM, error of measurement, or error of the result of a measurement, is defined
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as the ‘result of a measurement minus a true value of the measurand’. The indefinite 

article in front of ‘true value’ underlines the previously mentioned multiplicity of 

values consistent with a given measurand. From its definition, it follows that the 

error of measurement cannot be known, so as the value of the measurand. Hence, 

it can only be estimated. The error of measurement is traditionally viewed as the 

sum of two additive components, namely a random error and a systematic error.

Random error is the ‘result of a measurement minus the mean that would result 

from an infinite number of measurements of the same measurand carried out under 

repeatability conditions’ (cf. section B.2.21 in BSI PD 6461-3). Due to the fact 

that only a finite number of measurements can be performed, the random error 

can never be known. It is thus modelled as a random variable (cf. section 5.1 in 

BS ISO 5725-1). Random error originates from unpredictable temporal and spatial 

variations of influence quantities, where an influence quantity is ‘a quantity that 

is not the measurand but th a t affects the result of the measurement’ (cf. section 

B.2.10 in BSI PD 6461-3). The random error component of a measurement result 

can never,therefore, be eliminated. Following the above definition, the expected 

value of a random error variate3 is zero.

Systematic error is the ‘mean that would result from an infinite number of measure

ments of the same measurand carried out under repeatability conditions minus a 

true value of the measurand’ (cf. section B.2.22 in BSI PD 6461-3). Similarly to the 

random error, the systematic error cannot be known. If the effect of an influence 

quantity is recognised as the originator of an estimated systematic error, then the 

effect can be quantified and a correction or a correction factor can be applied to 

the measurement result so as to compensate for the effect. In this manner, after 

compensating, the expected value of the systematic error is zero (cf. section B.3.2.3 

in BSI PD 6461-3). Due to the fact that explicit reference to the concept of expected 

value is made, it is argued that also the systematic error is modelled as a random 

variable. The systematic error is also called bias in connection with the measuring 

instruments (cf. section 5.25 in BSI PD 6461-1). and with the properties of point

3variate is a synonym of random variable (cf. section C.2.2 in BSI PD 6461-3).
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estimators in statistics (cf. page 293 in Mood et al., 1974).

In the GUM, the conceptual difference between the terms ‘uncertainty’ and ‘error’ 

is emphasised. The experimental standard deviation or sample standard deviation 

of the average of a series of observations is the uncertainty of the average due to 

unpredictable variations of influence quantities 4. On the other hand, the random 

error in the average cannot be known. Nevertheless, according to its definition, the 

random error can be estimated for each average in a number of series of observations, 

by subtracting from each average the grand average of all the series. Similarly, the 

partial knowledge of a correction factor introduced to compensate a systematic error 

in a measurement result gives rise to an uncertainty component called “uncertainty of 

the correction”. An explanatory graphical representation of the relationship between 

error and uncertainty is presented in Figure D.l and D.2 in BSI PD 6461-3.

In BS ISO 5725-1, accuracy of measurement methods and results is defined as ‘the 

closeness of agreement between a test result and the accepted reference value’. The 

term ‘test result’ appears to be the same concept as the ‘measurement result’ used 

in the GUM. Similarly, ‘accepted reference value’ seems to correspond to the ‘true 

value (of a quantity)’ used in the VIM and eschewed in the GUM. The difference in 

terminology might be due to the fact that BS ISO 5725-1 bases its vocabulary on 

BS ISO 3534-1 5, rather than  on the VIM and the GUM.

Furthermore, in BS ISO 5725-1, it is pointed out that accuracy for measurement 

methods and results, when applied to a set of measurement results, accounts both 

for random and systematic error (of each measurement result). This can also be 

inferred from the definitions provided above. In addition, it seems that the term  

‘error’ is used in connection with a measurement result, whereas the term ‘accuracy’ 

is utilised to characterise a measurement method or procedure (cf. section 2.4 and 2.5 

in BSI PD 6461-1 for the difference between measurement method and measurement 

procedure).

4These variations are also referred to as ‘random effects’.
5At the present time, July 2006, BS ISO 3534-1 is a current standard, i.e. valid, upon which 

BSI signals some work in progress.
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In BS ISO 5725-1, precision (of a measurement method) is defined as ‘the closeness of 

agreement between independent test results obtained under stipulated conditions’. 

Thus, ‘precision depends only on the distribution of random errors’ (note 9 in BSI 

PD 6461-1) of the test results and not on the true value of the measurand. Precision 

is measured as the experimental (sample) standard deviation of the independent 

test results mentioned in its definition (note 10 in BSI PD 6461-1).

Although in the GUM the distinction between uncertainty and error is emphasised, 

the relationship between uncertainty and precision seems to be more difficult to 

describe. In fact, the experimental (sample) standard deviation of a series of in

dependent measurement results taken in stipulated condition, estimates both the 

precision of the measurement method and the uncertainty of each measurement re

sult. Hence, it is believed tha t the main difference between uncertainty and precision 

is the fact tha t uncertainty is referred to a measurement result, whereas precision is 

referred to a measurement method.

In BS ISO 5725-1, trueness (of a measurement method and results) is defined as 

‘the closeness of agreement between a test result and the accepted reference value’. 

The term ‘trueness’ has been invented in BS ISO 5725-1 in order to substitute the 

term ‘bias’, which originates from statistics, due to some controversies among some 

practitioners (medical and legal practitioners). Furthermore, in the same standard, 

it is pointed out that ‘accuracy’ was once used to express only the ‘trueness’ rather 

than both ‘trueness’ and the ‘precision’ of a measurement method, as it is proposed 

in the standard.

In addition, as a consequence of their definitions, it is believed that the distinction 

between ‘trueness’ (of a measurement method and results) and ‘systematic error’ (of 

measurement) is not completely clear. ‘Trueness’ is defined in more generic terms 

than the systematic error. Nevertheless, some degree of overlapping between the 

two concepts is apparent.
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2.3.3 Calibration

The issues raised in section 2.2.2 about the WLI microscope calibration, lead to 

further insight into the concept of calibration.

BS ISO 11095 introduces a general framework for carrying out calibration of a generic 

measurement system. In fact, this standard provides general principles and a basic 

method for establishing calibration functions. Furthermore, it provides also a control 

method for assessing if a calibration function needs updating and for estimating the 

uncertainty of a measurement result due to the transformation using the calibration 

function. In addition, two further calibration methods are described for use when 

some specified particular conditions hold.

In BS ISO 11095, calibration is defined as a ‘set of operations which establish, 

under specified conditions, the relationship between values of quantities indicated 

by a measurement system and the corresponding accepted values of some standards’.

In such a definition, the words ‘values realised by standards’ refer to the accepted 

values of reference materials. A reference material (RM) is defined in BS ISO 11095 

as ‘a substance or artifact for which one or more properties are established sufficiently 

well to be used to validate a measurement system’ . The term ‘system’ describes 

not only a measuring instrument but also the measuring procedure, the operators 

and the environmental conditions connected with an instrument.

The focus of BS ISO 11095 is only on measurement systems for which not only 

RM’s are available, but also whose accepted values are without error. However, an 

accepted value of an RM have an uncertainty. Hence, an error can always be present. 

Nevertheless, these uncertain accepted values of RM are still considered valid if their 

uncertainties are small compared with the uncertainty of their measured values.

The main result of a calibration procedure is a calibration function. In BS ISO 

11095, the term ‘calibration function’ is not explicitly defined, although it is used. 

However, from the aforesaid definition and from the whole contents of BS ISO 11095,
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it appears that ‘calibration function’ is a regression model fitted between the depen

dent variable measurement result and the independent variable accepted values of 

reference materials. More details about regression analysis can be found in Drapper 

and Smith (1966), which is also quoted in BS ISO 11095, in Sen and Srivastava 

(1990), which provides a detailed theoretical content, and in Faraway (2002), which 

also provides some practical guidance to the usage of R, a free statistical environment 

for statistical computing and graphics (cf. R Development Core Team, 2006).

In BS ISO 11095, the sole regression models investigated are those that lead to 

a linear relationship between measurement results and accepted values. In other 

words, only linear calibration functions are taken into account. On the other hand, 

if such a linearity is incompatible with the data, the same standard quite generically 

mentions the polynomial regression and gives some reference to Drapper and Smith 

(1966) (cf. note 2 in BS ISO 11095).

In setting up the experimental conditions to determine a calibration function, BS 

ISO 11095 advises the use of at least three RMs spanning the range of values that the 

system is to encounter during its normal operation. The larger the number of RM’s, 

the easier the detection of departure from the assumed linearity of the calibration 

function.

In contrast, the calibration procedure described in section 2.2.2 for the WLI mi

croscope, relies on a single RM. In chapter 5, it is shown that this procedure is 

a particular case of a one-point calibration method as described in section 8.2 of 

BS ISO 11095. In reality, the one-point calibration method is based on two points: 

the first provided by the RM and the second provided by requiring the calibration 

function to pass through the origin. Furthermore, it has to be noticed that BS ISO 

11095 recommends not to use this procedure for calibration purposes, but only for 

the quick testing of an already existing linear calibration function.

Once a calibration function has been experimentally derived, i.e. once a regression 

model has been fitted to the experimental data, observed future measurement results 

are inserted in the regression model in place of the dependent variable and the
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corresponding independent variable (regressor) is so determined. The calculated 

regressor constitutes the calibrated measurement result or the measurement result 

corrected for calibration.

2.4 Geometrical modelling in fitting clouds of points

The result of a measurement task performed using a WLI microscope can be rep

resented by a text file containing the Cartesian orthogonal coordinates of the cloud 

of points describing the acquired profile of the measurand. A number of techniques, 

used not only in metrology but also in reverse engineering to obtain computer aided 

design (CAD) models of physical parts, have been developed to fit a digital model 

of the measurand to this cloud of points. An exhaustive overview and discussion of 

these techniques is presented in Varady et al. (1997). In particular, these authors 

first point out the distinction between three dimensional copiers and three dimen

sional scanners, then they identify the elements and the main problems encountered 

in each of the phases of a generic reverse engineering process. These encompasses:

• data acquisition;

• selection of data structures for representing shape from a hierarchy of shape 

models;

• segmentation of the cloud of points and surface fitting to each of the segments;

• combination of multiple scans (views) of the measurand, when they are needed 

to describe it completely;

• creation of a three dimensional geometric model (CAD model) of the measur

and.

Varady et al. (1997) highlight also that the large number of decisions needed in a 

reverse engineering process is driven by the planned use of the model. For example,
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the same cloud of points could be fitted by a set of surface patches (planar facets, 

quadrics, or higher order) each fitting a portion (segment) of the cloud or by a single 

parametric simple surface (plane, cylinder, sphere or others), where the parameters 

are estimated by some criterion of optimality such as least squares function, mini

mum deviation zone function or others (Nassef and ElMaraghy, 1999).

Moreover, Varady et al. (1997) point out the extreme importance of the avail

ability of a priori information about the object, the measurand in this context, 

when performing reverse engineering tasks. The terms ‘a priori information’ or pre- 

experimental information is referred to the availability of geometrical knowledge 

about the measurand prior to the acquisition of the cloud of points. This knowledge 

assists and influences the decisions to be taken before and/or during the reverse en

gineering process, which can be either fully automatic or with some user interaction.

When performing a measuring task, sometimes also called an inspection task, most 

of the times the aim is to assess the compliance of some functional quality char

acteristic of a manufactured part (e.g. linear dimension, form, surface waviness, 

surface texture,etc.) to the specifications limits prescribed by the part designer. A 

priori information is therefore usually available in the form of drawings or in the 

form of a digital three dimensional geometrical model describing the ‘nominal p art’. 

A description of a procedure for assessing the compliance of these quality charac

teristics to their designed tolerances starting from the selection of the points to be 

measured on the actual part (inspection plan) is described in Capello and Semeraro 

(2001).[fig:5.4.2 Competing canditate calibration functions] These authors show how 

an obtained cloud of points is utilised in order to produce a ‘substitute geometry’. 

A substitute geometry is the joint result of both the identification of a parametric 

family of elements (circle, plane, cylinder, etc.) from the available a priori knowl

edge of the part and of the estimation of the family parameters obtained by using 

some optimisation criterion (least squares method, minimum zone, etc.) with the 

experimental cloud of points. The evaluation of the deviation of the quality charac

teristics of interest from its nominal values is then performed on the basis of such a 

substitute geometry, thus enabling the comparison with the prescribed tolerances.
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An acceptance or a rejection of the part can be therefore recommended. Some ex

amples of this general framework can be found in the case of form error evaluations 

(cf. for instance Zhu et al., 2004 and Yang and Jackman, 2000) and in the case of 

angular error between two lines (cf. Huang, 2003). A specific applicative case is then 

presented in Shin and Kurfess (2004), where an alternative algorithm for identifying 

surfaces starting from a cloud of points is demonstrated on printed circuit boards. In 

a broader perspective, algorithms and methods used in inspection procedures based 

on computer vision are described in Marshall and Martin (1992).

On the other hand, when a measuring task is performed in order to gain an in

sight on the nature of some manufacturing process or on some natural object and 

phenomenon, the use of a priori knowledge in assisting the decision making process 

inherent in the reverse engineering procedure appears more questionable. For in

stance, if the aim of a measurement task is to evaluate the volume of a chip from 

a milling or turning operation, while fitting surfaces to the clouds of points the as

sumption of a particular measurand shape or of regions on the measurand should 

be supported by some pre-existent scientific evidence. Others examples where this 

situation is believed to hold are the measurement of the volume of craters of a single 

pulse during a laser operation, the measurement of the volume of a red cell in the 

blood of different animals, the measurement of the minimum and maximum cross 

section of a given tornado.

The main thrust of the method for measuring small volumes described in chapter 

6 is to provide an investigative tool that matches both the needs mentioned above. 

However, priority has been given to the case where the shape of the measurand is 

irregular or complex and where pre-experimental information about the measurand 

is not available. In fact, if a method is provided for such a volume measuring task, 

then it is believed that it can also be applied if the measurand has boundaries of 

a simple shape (plane, sphere, cylinder, etc). In fact, in such cases, the deviation 

of this measurement results from those obtainable by using such pre-experimental 

information is negligible relatively to the estimate of repeatability standard deviation 

of the method itself. In Chapter 6, quantitative supporting evidence of this belief
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and of the above statement is provided. The proposed method therefore, when 

fitting a surface to the cloud of points associated with a measurand, makes use of 

the simplest possibility which is the introduction of planar facets every three points. 

In this way, the method also benefit of the regular organisation in a grid of the 

projection of the data points on the z = 0 plane. However, it also makes use of a 

priori knowledge, although in a limited way, when the operator is asked to identify 

a segment in the cloud of points as a reference element and to select a parametric 

surface family (plane, sphere, etc.) for fitting it to such a segment. This use of pre- 

experimental knowledge is solely necessary to establish a reference element, so it 

affects the performances of the method in the same way as a selection of a reference 

element performed without using a priori knowledge would do.

2.5 Compendium

In the first section of this chapter, the practical utility of a more accurate measuring 

method of micro-volumes and of the volumetric wear ratio in \i — E D M  has been 

shown. A measuring method based on the WLI microscope is considered as one 

promising approach to this issue.

Thus, in the second section, fundamental general concepts about the WLI micro

scope have been introduced. In addition, some particularly critical aspects in the 

deployment of the WLI microscope have been highlighted. Among them there is the 

calibration.

Hence, in the third section, some metrology concepts used in this chapter and 

throughout this study, have been introduced and critically analysed.

Finally, a number of fundamental concepts in the domain of reverse engineering and 

geometrical modelling are considered in order to put into a context the decisions 

taken when developing the proposed method for measuring small volumes.



Chapter 3

Building a traceable sample of length 

and investigating the effects of 

discretionary setup parameters

In this chapter fundamental issues connected with the practical usage of the WLI 

microscope are considered. In section one, a method for the realisation of traceable 

reference materials for measurements of lengths in the micrometre range is proposed. 

In section two, an estimate for the uncertainty associated with these reference ma

terials is computed. In section three, the effects on the measurement results due to 

the scan length and to the initial position of the scanner element associated with a 

pre-specified stage orientation are investigated.

3.1 Building traceable reference samples of length

The most trusted sample of length available for this experimental study was a set 

of grade 1 (for the meaning of grade 1 and further details about the geometrical 

specifications of the blocks cf. BS EN ISO 3650) rectangular steel gauge blocks. 

The set had been previously provided with a certificate of calibration which testifies 

the compliance of each single block in the used set with the tolerances specified in

30
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the standard BS 4311-3. The certificate of calibration is attached in Appendix A. 

This certificate shows the actual figures of the deviations of the central length from 

the nominal value. In addition, this document gives the values of uncertainty and 

the coefficient of thermal expansion that are utilised in this study. Particularly, 

for the gauge blocks that are used, i.e. for gauge blocks with nominal lengths, 

Znji, less than or equal to 10mm, the deviation, A*, of the central length ZC)jfrom 

the nominal length is in the limits of ±0.25 fim prescribed by the standard BS 

4311-3 (cf. ibidem table 1). The variation in length1, v , is also smaller than the 

prescribed limit of 0.16 \im. It must be noted that the limit for deviation of the 

central length from the nominal length quoted from BS 4311-3, i.e. ±0.25//m, 

might appear somehow in contradiction with the ‘limit deviation of length at any 

point from nominal length’, te. In fact, from table 5 of BS EN ISO 3650, it results 

±Ze =  ±0.2 fim. The reason could be that te is expressed with two figures, thus 

it represents the interval [0.16; 0.25]. Instead the limits for ZCijare given by three 

figures, therefore they represents the intervals [0.246; 0.255] and [—0.246; —0.255]. 

Both of them still comply with the more general prescriptions of BS EN ISO 3650.

In order to have a reference length that can vary from micrometres up to a few 

hundred micrometres, the following procedure is proposed.

• Firstly, an auxiliary plate with a planar surface of the same texture as the 

measuring faces of the gauge blocks 2 is necessary to meet the definition of 

length of a gauge block (cf. BS EN ISO 3650). For this purpose, similarly 

to Malinosvsky et al. (1998), Malinovsky et al. (1999) and Decker and Pekel- 

sky (1997), a quartz circular optical parallel of either 12.25mm or 12.37mm 

thickness with diameter of 30 mm, was used. The manufacturer claims that 

the measuring faces of the parallel were produced in compliance with paral

lelism and flatness tolerance specifications of 0.2 (im and 0.1 /xm, respectively. 

These tolerances appear to be of the same order of those imposed on the gauge

Tor the definition of central length and of variation in length, cf. the standard BS EN ISO 
3650.

Tor more information on measuring faces cf. section 3.1 in BS EN ISO 3650.
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blocks. In fact, for nominal lengths, lnti, in the range [0.5 mm; 150mm], which 

are to be used, BS EN ISO 3650 prescribes for grade 1 blocks a flatness toler

ance 0.15\im  (cf. table 3, in the mentioned standard). In addition, BS 4311-3 

does not specify any larger tolerance for the flatness of gauge blocks in use (cf. 

section 7.3, ibidem).

• Secondly, two gauge blocks of nominal length ln<\ and ln$ , respectively, were 

wrung to the same auxiliary plate one beside the other, so they were in contact 

along one of the two long side surfaces. It can be argued, however, that the side 

faces were in contact in a limited number of points. In fact, For the side faces, 

BS EN ISO 3650 prescribes a flatness tolerance of 40 fim  for nominal length 

ln,i < 1 0 0  mm and a perpendicularity tolerance of a side face with a measuring 

face as a datum of 50 \im  for 10 mm < ln^ < 100 mm. For the reference sample 

of length a nominal value lUiS can be established by the following equation:

^n,s In, 1 In,2 {w % th ln \̂ ln ,2 ) ( ^ ’l )

A photograph of a generic artefact obtained using the proposed method is shown 

in Figure 3.1. Moreover, a schematic representation of the arrangement for defining 

the reference sample of length is outlined in part (a) of Figure 3.2.

The nominal length of the step is just a conventional value. Let L* be the actual 

length of the i — th  gauge block in a generic point on the unwrung measuring face 

(with i = 1 ,2). It follows tha t the actual length of the step relative to two generic 

points on the two unwrung measuring faces of the two blocks, L s, is given by the 

following equation:

Ls = L\ — Z/2 (3-2)

The actual length of the step, Ls, is changing when being calculated relatively to 

different points on the two blocks. In fact, the length Li (i = 1 ,2) is expected to 

vary from point to point on the unwrung measuring face of the i — th  gauge block.
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Figure 3.1: Photograph of a generic artefact obtained by means of the proposed 
method.
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This circumstance is illustrated in part (b) of Figure 3.2, which has been adapted 

from Figure 3 in BS EN ISO 3650.

However, from the tolerance limits specified in BS EN ISO 3650, it is possible to 

derive the range of lengths in which L s is expected to lie. Namely, the tolerance 

zone for L* is completely defined by the following equation:

L S L Li < L i <  U SLLi (3.3)

Where L S L q and U S L q are, respectively, the lower specification limit and the 

upper specification lim it  of the generic quantity ‘Q ’. For Q =  Li, BS EN ISO 3650 

prescribes (Figure 3.3):

L S L U =  lnji -  te (w ith i = 1, 2) (3.4)

U SL li = ln>i + te (w ithi = 1,2) (3.5)

Therefore, it follows:

L S L Ll -  U SLL2 < L s < U SLLi -  L S L l2 (3.6)

From equations (3.5), (3.5) and (3.6) it results:

Ifi, 1 — In,2 ~  2 • te < Ls < lUt 1 — ln 2 +  2 • te (3-7)

Equations (3.6) and (3.7) define, indirectly, specification limits for Ls- More for

mally, it holds:

L S L l s  — L S L l 1 — U S L l 2 — In,  1 ~  In,2 — 2  • t e (3.8)
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U SLLs = U SLLx -  L S L l2 = /„,! -  ln,2 +  2 -te (3.9)

Equation (3.7) has to satisfy the physical constraint of non-negativity for a length. 

This results in the following inequality:

Due to the fact that m in  (2 • te) =  0.4 /zm (cf. BS EN ISO 3650) and that m in  

{In,i —ln,2 ) =  0.5 fim  (see the certificate of calibration in Appendix A), equation

(3.10) is always satisfied.

A schema of the two blocks with the main quantities is illustrated in Figure 3.3.

handling the gauge blocks and to the wringing process. In fact, touching the block 

with bare hands puts them in contact with a body at a temperature between 34 and 

35 °C3. Thus, in the very worst case of a long lasting contact with a bare hand, a 

gauge block of actual length L  , expressed in mm, can present a bias given by the 

following equation

A l = a th ■ L ■ A T  =  1 0 . 8  • 10- 6  • 106 • L ■ (34.5 -  20) nm  = 156.6 ■ L nm  (3.11)

where the coefficient of linear thermal expansion, a th, is provided by the calibra

tion certificate (cf. Appendix A) and where it has been assumed an average hand 

temperature of 34.5 °C. The gauge blocks were, therefore, handled wearing ther

mal insulating gloves and they were measured after waiting for some time in order

3The human body is only approximately isotherm. In fact, different parts have different tem
peratures, owing to different local blood flow. For instance, the knees has a temperature in the 
range [34 ; 35] °C, the cheek in the range [33 ; 34] °C, the ear in [31 ; 32] °C and the axilla in 
[36 ; 37] °C (cf. CIRDU).

(3.10)

In order to avoid significant bias affecting Ls, particular attention must be paid to
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(a)
Gauge block 1

ln, 1 
t \  Gauge block 2 ln>s

. \  ------------------------ L  In,2

i • i /  i f - i

Gauge block i

\
]

Quartz optical flat

(b)

Li,maxln,i Li,minlc,i

Quartz optical flat

Figure 3.2: (a) Reference sample of length, (b) Main lengths and tolerances for the 
i — th gauge block (After BS EN ISO 3650, with adjustments).

Quartz op tica l flat

Figure 3.3: Exhaustive range of values for the length L s of the reference step.
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to allow the measurand blocks to reach a temperature close to that of the air (cf. 

section A.3 in BS 4311-3). Decker and Pekelsky (1997) advised leaving the blocks 

untouched overnight in order to stabilize them thermally. However, this research 

is constrained by time limits and, in addition, the particular aim of the measuring 

task under investigation is less demanding than in Decker and Pekelsky (1997). It is 

suggested, therefore, that fifteen minutes of thermal stabilisation time is sufficient. 

In fact, not only were the blocks stored in the same room as the interferometric 

microscope used for measuring them, but meticulous care was put in the thermal 

insulation of the hands while handling them in order to prevent the potential pitfalls 

of a relatively short thermal stabilisation time. The study from Scarr (1967)4, in 

which it is shown the cooling curve for a 25.4 mm slip gauge that was held in the 

hand for three minutes and then put in a stable ambient temperature5, supports 

the fifteen minutes of thermal stabilisation. In particular, this cooling curve showed 

that the deviation from the nominal length went from 2.032 fim  to about 0.254 fim  

after fifteen minutes and to about 0.127 fim  after thirty minutes.

Wringing is the procedure by which a gauge block is made to adhere tightly to the 

surface of the auxiliary plate, so that the block is fixed firmly in position. The 

two units, the block and the plate, when wrung, can also be handled as a single 

part (Decker and Pekelsky, 1997). Although Decker and Pekelsky (1997) suggested 

putting a very small amount of light textured oil on the surface of the plate and 

then cleaning it with a lint-free cloth, Malinovsky et al. (1999) showed that the 

interposition of oil between the plate and the block had the effect of increasing 

the deviation from the nominal length of the block by about 2 nm. They also 

showed that the space between the plate and the block increases with time due to 

the presence of oil. In addition, neither BS 4311-3 in section 8 . 2  nor BS EN ISO 

3650 in section A.4 mentioned the usage of oil. Thus, no oil or any other substance 

was used in the wringing of the gauge blocks on the optical parallel surface. First 

the anti-oxidant liquid film that protects the blocks was removed using an alcoholic 

solution, then the blocks and the parallel were wiped free from dust as prescribed

4Cf. ibidem pages 11 and 12.
5 No actual value for the temperature of the air was given.
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in section A.4 of BS 4311-36.

The use of the quartz optical parallel, although with flatness tolerance insufficient 

for calibration of gauge blocks (cf. section 8 . 2  in BS EN ISO 3650), allows an 

assessment of the quality of the wringing by observing the wrung measuring face 

through the optical flat (cf. section 8 . 2  in BS EN ISO 3650 and section 4.1 in 

Decker and Pekelsky, 1997). A wringing is good if the look of the measuring face 

is uniformly wet. This indicates uniform contact between the gauge block and the 

parallel. Another sign of uniform contact is if interference bands, colours and bright 

spots are not visible (cf. section 8 . 2  in BS EN ISO 3650 and section 4.1 in Decker 

and Pekelsky, 1997). For blocks of grade one, BS EN ISO 3650 specifies that a 

wringing is still considered valid even if some bright spots or shades are visible. 

According to Decker and Pekelsky (1997), the space between the parallel and the 

gauge block, also known as wringing film, is ‘very reproducible’ and its thickness 

when the wringing is judged good is 10 ±  5 nm  (cf. ibidem, section 4.1). 7

An analysis of the uncertainty which characterises the reference length Ls is needed. 

In fact, unavoidable randomness affects both the WLI measurement process and 

the preparation of the reference sample of length. It is anticipated that the WLI 

measurements will not be a perfect match to Ls. Thus, the aforementioned analysis 

of uncertainty is required in order to establish to which of the following factors these 

deviations can be ascribed:

• the randomness affecting the measurement process;

• the nuisance random factors in the preparation of the reference sample of 

length;

• the lack of calibration of the instrument.

The analysis is presented in the next section.

6After usage the anti-oxidation film layer is restored as prescribed in section A.6 of BS EN ISO 
3650.

7Neither the confidence level nor the coverage factor k is provided for such expanded uncertainty 
(cf. BSI PD 6461-4 for the definitions of the used terminology).
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3.2 Investigating the uncertainty of the proposed 

reference length

The fact that the sample of length is used as a trusted length for the calibration of 

the white light interferometer microscope prevents an analysis of the uncertainty of 

the sample of length via a series of measurements taken by the same instrument. 

Furthermore, a measurement instrument significantly more accurate than that un

der investigation is not available for this investigation. In this context, the word 

‘accurate’ is used with the meaning both of precision, i.e. variability between re

peated measurements, and trueness, i.e. difference between the unknown true value 

or a reference value and the level of the measures given by the instrument (cf. sec

tions from 0.4 to 0.6 in BS ISO 5725-1). The specification of the precision required 

to a measuring process in order for it to be considered adequate in an uncertainty 

study can be quantitatively set. In particular, similarly to Montgomery and Runger 

(1993), the ratio between the standard deviation of repeated measurements of the 

sample length in predefined experimental conditions and the expected standard de

viation of the measuring process can be investigated. The standard deviation of 

the measuring process in the predefined experimental conditions must be known 

by previous studies. In analogy with the precision-to-tolerance ratio, a threshold 

for this ratio could be set to a lower limit of ten, which is frequently encountered 

(cf.Montgomery and Runger, 1993). Thus, on the basis of these considerations, this 

experimental approach to the assessment of the uncertainty, also known as type 

A evaluation of uncertainty (cf. BSI PD 6461-4 in section 8.1 and 8 .2 ), does not 

appear to represent a practical viable solution for the particular case under study. 

As a consequence, the uncertainty assessment was based on information surveyed 

in published studies. This second approach is referred to as Type B uncertainty 

evaluation (cf. section 8.3 in BSI PD 6461-4).

The main sources of uncertainty that have been identified and tha t it has been 

possible to evaluate quantitatively are the following:

• the environmental conditions (air temperature, humidity and pressure);



3.2 Investigating the uncertainty of the proposed reference length 40

• the wringing procedure, including the flatness deviation both of the auxiliary 

plate and of the gauge block surfaces.

3.2.1 Environmental conditions

The contribution to the uncertainty of L s given by variations of the barometric 

pressure and humidity from the standard conditions8, were not taken into account. 

In fact, they are considered relevant only in the calibration of gauge blocks (cf. page 

11 in Scarr, 1967, together with sections 5.3 and 8.3.3 in BS EN ISO 3650 ).

The room where the measurement tasks were carried out was thermostatically con

trolled at reference temperature of 20 °C. Nevertheless, variations in the air tem

perature are expected. In fact, a temperature sensor with a data logger was placed 

close to the white-light interferometric microscope. The time series of temperature 

values were automatically recorded every three minutes and they showed deviations 

from the set point temperature. Such deviations together with a potential residual 

thermal effect from the handling procedure on the temperature of the gauge blocks, 

represent a source of uncertainty for L\ and L 2 . In addition, as a precautionary

measure, it has been preferred to potentially overestimate rather than underesti

mate the uncertainty of L s. Therefore, it has been assumed th a t the temperature of 

a gauge block lies in the range [a, b] = [18.5, 21.5] °C with a probability of 1 0 0 % 

and that this temperature is distributed according to a triangular distribution of 

mode c =  20 °C.9. From Weisstein (2005), and from the coincidence of the second 

central moment with the variance, it follows10:

^  (a2 +  b2 +  c2 -  ab -  ac -  be) = 2.5981 °C  (3 .1 2 )

8In section 5.3, BS EN ISO 3650 specifies only the reference temperature of 20 °Cand the
reference pressure of 101 325 Pa.

9 The assumptions made are consistent with the methodology in sections 8.3.4 and 8.3.6 of BSI 
PD 6461-4.

10 BSI PD 6461-4 presents analytically only the particular case a =  —A, b — A, c — 0 with 
A > 0 and constant.
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^ T a c t u a l  “  3  (a +  b +  c) -  2 0  °C  (3.13)

Where <JTactual is the standard deviation of the air temperature under the assump

tions previously set and [iTactual is its mean. Similarly to the method, the terminol

ogy and the symbols illustrated in BSI PD 6461-4, it holds:

A l = lt h - L  (3.14)

The expression (3.14) defines the quantity lth ,which is the length in a generic point 

of the block after a thermal expansion has taken place due to the deviation of the 

block temperature from its set reference (20 °C). Prom equation (3.11), therefore it 

follows:

l th  T  T  O tth L  (T a c tu a l  ^ r e / e r e n c e )  ( 3 . 1 5 )

u ( T a c tu a l )  = <rTactual =  2.5981 (3.16)

In equation (3.16), u (Tactual) Is the standard uncertainty associated with the input 

estimate Tactual, which is the actual temperature of the block under the hypotheses 

previously introduced.

cT =  — =  aL  =  10.8• 10_6L [Lin  m m ) (3-17)
EsTactua[ l\

Dl
uTactUai (Li) =  th • u (Tactual) =  2.8059 • 1 0 " %  m m  (i =  1 , 2; L in m m )

a c t u a l

(3.18)
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In equation (3.18), the quantity uTactual (Li), is the component of the combined stan

dard uncertainty uc (Li), of the output estimate Li, due to the standard uncertainty 

u (Tactual) of the temperature Tactual» the input estimate.

Another contribution to the uncertainty of Li , uc (Li), is connected with variations 

in temperature of the gauge blocks and is given by the uncertainty of a th in equation 

(3.15). In fact, in the calibration certificate the measure of a th is reported with an 

uncertainty of 0.5 • 10- 6  K -1 , without further details. According to BSI PD 6461-4, 

a Normal distribution is commonly assumed in such circumstances (cf. ibidem on 

page 11). The coverage factor reported in the calibration certificate is k =  2 , which 

corresponds to a level of confidence of 95.45% (cf. Appendix A). Thus, it follows:

In equations (3.20) and (3.21) Tactual is expressed in degrees Celsius and lath, is 

the length of the block in a generic point after a variation in a th has taken place. 

In equation (3.19), U ( . . . ) ,  is the expanded uncertainty of the generic estimate in 

parentheses.

3.2.2 Wringing procedure

The possibility of assessing the quality of the wringing and of repeating the procedure 

when finding it unsatisfactory, can significantly increase the precision of the wringing

U (ath) = =  0.25 • 10- 6 K - 1 (3.19)

m m
T r e f c r e n c e )  —  L  T a c t u a l  2 0  La c t u a l (3.20)

5-10 6L, mm (i =  1,2) (3.21)actual
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itself. 11 In detail, it is believed that factors affecting the variability of repeated 

measurements of Li both in repeatability and reproducibility conditions are the 

following:

• The modification of the surface roughness of the blocks of a few nanometers 

in repeated wringing (Malinovsky et al., 1999).

• The position of the gauge block on the plate (cf. Malinovsky et al., 1999 and 

Decker and Pekelsky, 1997). This could be explained by the different local 

conditions caused by roughness, waviness and flatness of both the auxiliary 

plate and the blocks.

• The necessary cleaning operation after each measurements (Malinovsky et al., 

1999).

• The wringing film is reported as an influential factor by different authors. 

Nevertheless, according to Malinovsky et al. (1999) the wringing layer is much 

more reproducible than in Decker and Pekelsky (1997).

In order to be conservative, the highest value of uncertainty found in the literature 

has been selected as indicative of the experimental conditions under investigation, 

namely:

uw (Li) =  8  • 1CT6 m m  (w ith i = 1 , 2 )  (3.22)

The figure in equation (3.22) is obtained by combining the contributions to the 

combined standard uncertainty uc (Li) due to the factors ‘wringing’ and ‘gauge block 

flatness and parallelism’ so as they appear in table 2 of Decker and Pekelsky (1997). 

In fact, both factors seem to be necessary fully to cover the list above and not the 

sole factor ‘wringing film’. In order to be on the conservative side, the combination 

has been made under the assumption of perfect positive correlation between the two

11 Cf. page 1 in BS ISO 5725-1 for the meaning of ‘predskm’ in this context.
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factors rather than under the hypothesis of independence. In fact, under such a 

hypothesis, uw (Li) is given by the sum of the contributing uncertainties rather than 

by the square root of the sum of the squared contributing uncertainties (cf. sections

10.2 and 10.3 in BSI PD 6461-4).12

3.2.3 Results of the investigation

The calculations of the combined standard uncertainty uc (Li) of the length L*, with 

i — 1,2, are summarised in table (3.1) . Table (3.1) is based on the layout named 

‘The uncertainty budget table’ proposed in section B.2 of BSI PD 6461-4.

In order to be on the conservative side, so as the estimate of the uncertainty is 

larger rather than smaller than the true unknown uncertainty value, the temperature 

and the coefficient of thermal expansion have been assumed perfectly positively 

correlated, namely with correlation coefficient equal to one. The contribution of 

Tactual and a th to the squared uncertainty is, therefore, equal to the square of the 

sum of their contribution to the uncertainty (cf. Mood et al., 1974 page 178). 

Furthermore, it is not possible to assess the degree of correlation between ‘wringing’ 

and the group of ‘tem perature’ and ‘coefficient of thermal expansion’. Therefore, 

the two extreme cases of non-correlation and perfect positive correlation have been 

analysed in table (3.1) as it is suggested in section 10.4 of BSI PD 6461-4. In the 

case of non-correlation, the contribution of the two aforementioned components to 

the squared uncertainty is the sum of their squared contribution to uncertainty (cf. 

Mood et al., 1974 page 178 and BSI PD 6461-4 section 10.2). Whereas, in the case 

of perfect correlation, their contribution to the combined standard uncertainty is the 

sum of their contribution to uncertainty (cf. Mood et al., 1974 page 178 and BSI PD 

6461-4 section 10.3). The expression of the combined standard uncertainty, both in

12 With the terminology of the theory of probability, the variance of a sum of two random variables 
with correlation coefficient of one is equal to the square of the sum of the standard deviations (cf. 
pages 155 and 179 in Mood et al., 1974). Such sum is bigger than the sum of the variances of the 
two random variables, i.e. it is bigger than the variance of the sum of random variables under the 
hypothesis of Independence.
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Input quantitv, x /

Temperature Coefficient 
of thermal 
expansion

Wringing

Expanded
uncertainty,
U(x/) 0.5 • 10- 6  K " 1

Probability
distribution Triangular Normal Normal
Divisor, k 2

Standard
uncertainty,
u(xi)

2.5981 °C 0.25-10“6 K - 1 8  nm

Sensitivity
coefficient,
C X i

10.8 • 10- 6  mmK- 1 L ■ Tactual - 2 0  ■ L  mmK - 1 1

Contribution
to
uncertainty, 
cXi -u(xi) / nm

28.059 -L 0.25 • L  • T a c t u a l  —  5 • L 8

independent
group
contribution,
(cXi -u(xi))2 /n m 2

64

Correlated
group
contribution

i 2 - (0.0625-T 2iuaJ + 11.530 - T a c t u a l  + 531.72)

Squared uncertainty (case ‘uncorrelated’),u2 (L/) /n m 2 

L2 - (0.0625 -T 2W  + 11.530 ' Tactual +  531.72) +  64

Combined standard uncertainty (case ‘uncorrelated’), uc (L,) /n m  

V L 2 • ( 0 .0 6 2 5 - 7 ^  +  11.530 ’ Tactual +  531.72) +  64 

Simplified combined standard uncertainty (case ‘uncorrelated’), uc (L{) / n m

V808.51 -L2 + 64 

Combined standard uncertainty (case ‘correlated’), uc (Li) j nm  

L- (23.059 + 0.25 ■ T a c t t u d )  + 8

Simplified combined standard uncertanty (case ‘correlated’),uc (L/) /nm

28.434 • L +  8

Table 3.1: Uncertainty budget table for Li(with i = 1,2). L is in millimetres, Tactual 
in degrees Celsius.
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the case of correlation and of non-correlation 13, results a function of 7 ) ^ ^ .  Thus, 

a more conservative and simpler expression has been proposed in table (3.1), where 

Tactual has been given its anticipated maximum value, i.e. 21.5 °C. It can be verified 

that the simplified combined standard uncertainty in the case of perfect correlation 

is always larger than in the case of uncorrelation, given that L > 0. Thus, following 

a conservative approach, in the following sections the sole expression of combined 

standard uncertainty that is utilised is one that is simplified and derived under the 

hypothesis of perfect correlation, that is:

uc {Li) — 28.434 • L +  8  nm  (i =  1,2; L in mm)  (3.23)

From equation (3.2) and adopting a conservative approach which leads to the con

sideration of L\  and L 2 as independent random variables 14, it follows:

uc (Ls) = y ^ ( L i )  +  «2(L2) nm  (L in mm)  (3.24)

uc (Ls) =  Y (28.434 • L\  +  8 ) 2 +  (28.434 • L 2 +  8 ) 2 n m  (L in mm)  (3.25)

In this investigation, the calculations of uc (Ls) have been made by neglecting the 

differences between the infinite number of lengths realised by a single reference 

sample. Li(i = 1,2) in equation 3.25, has therefore been approximated by the 

corresponding nominal length adjusted with the deviations from the nominal at the 

centre of each block. These deviations are provided by the certificate of calibration 

(cf. Appendix A).

13Non-correlation is less constraining than independence. In fact, independence implies non- 
correlation, but the contrary is not true (cf. Mood et al., 1974 page 161).

14In fact, excluding the possibility of negative correlation, which is not expected for physical 
reasons, the independence is the situation in which the difference of two random variable has 
maximum variance (cf. Mood et al., 1974 page 179 equation (10)).
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3.3 Studying the effects of discretionary setup pa

rameters

In the actual usage of the WLI microscope, the length of the distance covered by 

the scanner element, also called scan length, and the initial position of the scanner 

element together with the orientation of the stage, have to be set before starting the 

measurement process.

On the one hand, in appendix D of ADEP1 on page D-18, it is stated that the 

scan length should be set at a value between 10  % and 2 0  % larger than the nominal 

length of the reference material. On the other hand, in ADEP2  on page D-17, it is 

stated that the scan length should be set at a value approximately 30 % larger than 

the aforementioned nominal length. Although only ADEP2  is consistent with the 

actual version of the software installed on the instrument, such differences in the 

prescribed scan lengths appear unjustified on the basis of the software and hardware 

configuration. Thus, an experimental investigation was carried out to shed some 

light on the relationship between the scan length and the measurement result.

Once the orientation of the stage supporting the part to be measured has been 

set, a range of positions of the scanning element gives rise to a different number of 

fringes on the part to be measured. On the one hand, on page D-17 of ADEP1, 

it is prescribed an adjustment of the initial scanner element position and the stage 

orientation so as the number of fringes in the field of view of the instrument is no 

more than three. On the other hand, on page D-17 of ADEP2 , it is stated tha t the 

scanner element position and the stage orientation should be set up so as the same 

number of fringes is three. In general, once the stage orientation has been set, a 

degree of freedom appears to be left to the operator while setting the initial scanner 

element position. Hence, an experimental investigation was carried out in order to 

assess the effect, if any, of the initial scanner element position on the measurement 

result.



3.3 Studying the effects of discretionary setup parameters 48

3.3.1 Scan length effect

In order to investigate the relationship between the scan length and the measurement 

results, two reference lengths of nominal 40 fim  and 200 fim  were prepared according 

to the method described in section 3.1. For each of them, scan lengths exceeding 

the nominal reference length of 10%, 15%, 20%, 25% and 30% were experimentally 

investigated experimentally. The designed experiment was replicated eight times. 

Furthermore, the sequence in which the tests were carried out was randomly selected 

as suggested on page 61 of Montgomery (2001). In addition, each measurement was 

taken in the same area of the reference length sample, without any repositioning of 

the stage. The resulting experimental data are illustrated in Figure 3.4.

The measurements were carried out with the same setting parameters. In particular, 

the height correction was conventionally set to one. In fact, under investigation is 

the sole effect of the scan length on the measurement results, while keeping all the 

other setting parameters constant, regardless of the potential systematic error that 

may arise in adopting this experimental strategy. This resulted in measurement 

results always smaller than the corresponding nominal values for both the reference 

lengths. Thus, the deviations and the percentage deviations from the nominal were 

always negative. Hence, in Figure 3.4 the absolute value of the percentage deviations 

has been shown so as to make them easy to read.

In Figure 3.4, it can be seen qualitatively that, by increasing the scan length, the 

measurement results tend also to increase. Although it might be suspected that 

the measurement results would be different for the different scan lengths under 

investigation, such a conclusion could be due to randomness in the data  rather 

than to the fact that the measurement results are indeed different for different scan 

lengths. In order to support quantitatively such a qualitative conclusion, an analysis 

of variance model, ANOVA , has been fitted to the data.
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Figure 3.4: Measurement results for scan lengths varying in the range [10%, 30%]. 
(a) and (b) Nominal length 40 fim. (c) and (d) Nominal length 200 (im.
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3.3.1.1 Analysis of the results

The percentage deviation of the j  — th  measurement result from the nominal length 

of the reference sample, when measuring with the i — th  scan length, was set as the 

response variable, , of the ANOVA model. The scan lengths investigated were 

considered a random sample from a population of infinitive potential scan lengths 

that can be drawn in the interval [10%, 30%]. It is suggested that the validity of 

the conclusions that can be drawn from such a sample should not be limited to the 

specific five scan lengths investigated. In fact, in the case under study, it is preferable 

that the conclusions apply to the whole range [10%, 30%]. These considerations led 

to the selection of a one factor random effects ANOVA model for the analysis of the 

data (cf. Montgomery, 2001, chapter 12 for more details). Formally, it holds:

The model parameter \is is called the overall mean. The symbol t s^ denotes the 

random variable representing the effect of the i-th level of the factor scan length. The 

{G,i} are assumed to be normally and independently distributed random variables 

with mean zero and constant variance a2s , shortly {G,i} N I I D  (0 ,a2s ĵ . The 

quantities ê - are called the random error components. These quantities are random 

variables which account for all the sources of variability in Sij tha t are not due to 

the scan length, if any variability due to the scan length is present. It is assumed 

that {ei:?} N I I D  (0, cr2) . This last assumption implicitly encompasses E  (e^) =  0, 

E  (e^) =  cr2 and E  (eij • e^y) =  0 , which in the literature are referred to as Gauss- 

Markov conditions (cf. section 2.5 in Sen and Srivastava, 1990). It is also required 

that {G,i} and {e^} are independent.

On the basis of this independence, from equation (3.26) it results (cf. also the 

corollary on page 178 in Mood et al., 1974 ) :

Sij = Vs +  ta,i +  eij w ith  i =  1 , . . .  , a ; j  =  1 , . . .  , n (3.26)

V ( S i j )  = a l + a2 (3.27)
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The symbol V  (...) indicates the variance of the random variable in parentheses. 

The quantities of and a2 are called variance components (Montgomery, 2001, page 

518). The numerical calculations in the analysis of variance are the same as in the 

fixed effect model. Particularly, the following equations hold (cf. Montgomery, 2001, 

pages 66-69 and page 513 ):

M S b  = - S S e =   - -----  (3.28)
a • (n — 1 ) a ■ (n — 1 )

n
a

-  \  2

M S/octor =  = ........^  ,--------  (3.29)
(s<. -  s.)'

i — 1

a — 1 a — 1

E  {MS b ) = a3 (3.30)

E (M S jact„) =  a3 +  naft (3.31)

In equation (3.30) and (3.31), s .̂is the average of the observations at the i-th level of 

the factor, i.e. i-th  cell, whereas s.. is the grand average of all the observations. The 

ANOVA method of estimation of a 2and a2s consists in equating the mean squares 

to their expected values so as to have a set of equations that are linear in respect 

of the unknown parameters. In the case under investigation, they are the equations 

(3.30) and (3.31). The ANOVA method of estimation of the variance components, 

can therefore be considered as a particular case of the method of the moments (cf.

Mood et al., 1974, section 2.1). Consequently, from equation (3.30) and (3.31), it

follows:

<t2 =  M S e (3.32)

. 2  M S  fa c to r  ~  M S e

n
r 15

(3.33)

where the symbol ‘£’ denotes an estimate of the unknown parameter £ . A more 

formal and complete description of this model is presented in chapter 1 and chapter

15In this study, Greek characters indicates unknown parameters, whereas Roman characters 
random variables.
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3 of Searle and Casella (1992).

If the variance component of is zero, then it can be argued that there is no effect 

of the scan length on the measurement results. In the analysis of variance, a test of

the experimental evidence.

The test procedure is as follows (more details are in Montgomery, 2001, Chapter

Equation (3.34) describes the test statistic, whose interpretation is clarified by equa

tions (3.30) and (3.31). In fact, according to these equations, Fo is expected to be 

large when Ho is not true. In equation (3.35), the probability density function of Fq 

when H0 is true, is displayed with the appropriate degrees of freedom.

The analysis conducted for the reference sample of nominal length 200 fim  and 40 /xra 

resulted in Fo =  10.331 with a corresponding p-value 1 .2 -10-5 , and in Fo =  11.592 

with a corresponding p-value 4.253-10-6, respectively. The p-value can be defined 

as the smallest significance level, or equivalently the smallest first type error, that 

would lead to a rejection of Hq (cf. page 37 in Montgomery, 2001). In this case, Ho 

is rejected for any reasonable pre-specified first type error, such as 1%, 5% and 10%. 

Although the mentioned levels are the most widespread in the community both of 

the academics and the practitioners, it appears appealing to select the first type 

error by minimising a function of the costs involved with the test. However, such 

kind of approaches are out of the scope of this investigation. A mention of them 

was, however, believed necessary for the sake of completeness. More detail about 

them, in the context of a practical application, can be found in Tagaras (1994) and 

in Tagaras (1996).

hypothesis is carried out in order to draw some conclusion about of in the light of

12 ):

Ho : a 2ta = 0  H, : <  >  0 ;

M S  factor (3.34)

* 0  *  2— 1, o (fl—1) * (3.35)
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The analysis of variance supports the conclusion tha t varying the scan length of 

an amount included in [10%, 30%] in excess of the nominal length, leads to mea

surement results that are significantly different. That is, the differences between 

measurement results of the same part obtained by setting different scan lengths in 

the investigated interval cannot be accounted for only by random variations of some 

uncontrollable influence factor.

The application of the ANOVA method presented in equation (3.32) and (3.33), 

resulted in a 2 =  0.3232, a 2a = 0.4279, Vi s # )  = 0.7511 and &2 = 0.02991, &2a = 

0.03488, V  (Sij) =  0.06479 for the nominal length 40 fim  and 200 //m, respectively.

These results are connected with the variability of the absolute percentage deviation 

from the nominal of the measurement results. Thus, by considering the definition 

of the estimates and the fact that all the deviations from the nominal are nega

tive, the relevant estimates of variance for the measurement results, in fim 2 , are 

derived by multiplying the aforementioned estimates by the square of the correspon

dent nominal length. This gives to St„ 40 =  0.2616/xm, S3terror,40 =  0.2274 /zra and 

Sts ,200 =  0.3735 /im, S's,error,200 =  0.3459/4771 , for the nominal length 40 \im  and 

200 fim, respectively.

The results from the analysis of variance fully holds if the assumptions of the ANOVA 

model are all satisfied. A discussion about the validity of the assumptions is, there

fore, needed (cf. section 3.4 in Montgomery, 2001, chapter 3 in Drapper and Smith, 

1966) and it is presented in the next section.

3.3.1.2 Checking the adequacy of the model

An analysis of the assumptions underlying the random effect ANOVA model is 

carried out in this section by considering the residuals. In this study, residuals 

are the predicted realisations of the random error component in equation 3.26. In 

particular, the random error component can be expressed as the difference between 

the response variable and its expected value for a given level of scan length t3fi. 

The given level tS)i is a realisation of a random variable. In fact, it represents one of
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the five scan lengths drawn from the infinite population associated with the range 

[10%, 30%]. More formally, it holds:

E  (Sij |^ (i) =  \ia +  tSti (3.36)

Then, from equation 3.36, it follows:

&ij — S{j E  (3.37)

Thus, from equation 3.37 and the definition of residual, it follows:

G-ij — Sij E  (Sjj|^S)j) (3.38)

In equation 3.38, the estimated expected value can be derived by applying the 

method of the moments to the i — th  sample, s<i, Si2 , . . . ,  s*n, thus obtaining :

E  (sij\tSti) = s{. (3.39)

Alternatively, an estimate of the ANOVA model parameter jis and a prediction for 

the unobservable random effects tSti, can be obtained via the associated linear model 

16 with four indicator variables, whose parameters are estimated by means of the 

ordinary least squares method (cf. chapter 4 in Sen and Srivastava, 1990). This 

more general second method leads to the same residuals given by equation 3.38 and 

equation 3.39. In particular, in section 2.3 of Sen and Srivastava (1990) the following 

equation is derived:

e = (I -  H) • e (3.40)

In equation 3.40, e is the vector of the residuals, e is the vector of the errors, I is the 

identity matrix and H is the hat matrix, which transforms the vector of the data

16The adjective linear refers to the parameters of the model and not to the dependent variables, 
that in this case are even not continuous.
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Sjj into the vector of the values predicted by the model (also called fitted values). 

Prom equation 3.40, it follows that if the Gauss-Markov conditions hold, then the 

covariance matrix of e, namely, var (e), is given by the following equation:

var (e) =  (I — H) • cr2 (3.41)

The derivation of equation 3.41 is presented in Appendix B. Prom equation 3.41 it 

can be seen that although the errors are uncorrelated and with the same variance, 

the residuals are correlated and have different variances if the diagonal elements of 

H , called leverages, are not all equal (cf. section 7.1 in Faraway, 2002). However, 

in Anscombe and Tukey (1963), it is pointed out that while on the one hand, the 

correlation affects the distribution of functions of the residuals, on the other hand 

the effects of the correlation of the residuals on diagnostic graphical procedures are 

usually negligible.

The k-th component of the residuals vector in equation 3.40, can be expressed as:

ek = ek -  h ^e  (3.42)

where is the k-th row of the hat matrix, e^and ek are the generic k-th compo

nents of the vector of the residuals and of the errors, respectively. Equation 3.42 

is important because in section 5.2 of Sen and Srivastava (1990) it is shown tha t if 

the leverages go to zero, then h je  converges to zero in probability. Therefore, the 

smaller the leverages, the less the approximation in using the residuals in the place 

of the errors. It is shown in Appendix A. 11 of Sen and Srivastava (1990) th a t the 

sum of the leverages equals the number of the indicator or dummy regression vari

ables plus one, namely Y^kn hkk = a. Thus, the average leverage is h.. =  a /an , where 

an denotes the total number of cases s -̂. In addition, in section 8 .2 . 1  of Sen and 

Srivastava (1990), it is derived that ^  < hkk < 1 . Therefore, it is argued that this 

relationship permits the consideration of the leverages as always sufficiently close to 

zero to accept the approximation ek = ekin 3.42. Consequently, “the residuals can

be seen as the observed errors if the model is correct” (cf. section 3.0 in Drapper
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and Smith, 1966). If the model is correct, therefore, the residuals should display 

properties that do not contradict the assumptions about the errors. Hence, it cannot 

be concluded that these assumptions are correct but only that the available exper

imental data do not support their denial. Therefore, this approach has similarities 

to the test of hypotheses when rejecting or failing to reject the null hypothesis.

The assumptions about the errors are described by {e^} N I I D  (0, cr2). In section

3 .1  of Drapper and Smith (1966), from the first normal equation of the least squares 

estimation, it is derived that the mean of the residuals is always zero. In addition, in 

section 7.1 of Sen and Srivastava (1990), it is highlighted the importance of collecting 

the data so as the error can be considered uncorrelated17. In fact, not only are data 

taken over a short time period most likely to be correlated (serial correlation), but 

also observations taken in the same zone of space are usually more similar to each 

other than to observations taken in other zones (spatial correlation).

In the light of these considerations, a plot of the e^’s versus the sequence order should 

display a central tendency equal to zero and should contain no relevant pattern if 

no serial correlation is present. The plot of the realisations of the residuals against 

sequence order is illustrated in Figure 3.5. It can be noticed that the realisations of 

the residuals appear quite structureless, although a vague pattern decreasing with 

the test order sequence seems present, particularly for the nominal length 2 0 0  fim. 

This suggests that, at least for the case 200 /xm, the fitted model should include a 

dependent variable accounting for this run order influence. However, this pattern  is 

believed to be too vague in order for its exclusion from the model to affect greatly 

the conclusions of this particular investigation. Consequently, at this stage, for the 

sake of simplicity, no further models have been fitted to the data.

If the model is correct and the assumptions hold, the errors should account for 

the variability due to all the uncontrolled and unidentified sources. Therefore, the 

residuals, which are considered as realisations of the errors within the above limits,

17Uncorrelation between random variables implies independence only if the random variables 
are normally distributed. If they are not, uncorrelation is just a necessary condition for the 
independence (more details are in Mood et al., 1974).
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(a) Residuals versus test sequence -  40 microns
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Figure 3.5: Residuals versus test sequence, (a) Nominal length 40 fim  (b) Nominal 
length 2 0 0  //m.
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should not exhibit any relationship with any possible quantity, including the fitted 

values. If this were not the case, such a quantity should be included in the indepen

dent variables of the model. In particular, a plot of the residuals against the fitted 

values displays patterns that indicate the need for adjusting the functional relation

ship between the dependent and the independent variables, perhaps involving also a 

pre-analysis transformation of the response. In addition, this plot can also highlight 

a violation of the assumption of equal variance of the errors (for more details cf. 

section 3.3 in Drapper and Smith, 1966 and section 3.4.3 in Montgomery, 2001). In 

fact, from equation 3.42, the variance of the generic k-th residual is given by:

V  (dfc) =  (1 — hkk) • (3.43)

In the ANOVA model under investigation, the leverage are constants. Thus, the 

plot of the residuals against the fitted values provides a particularly good insight 

into the variance of the errors. In fact, as already pointed out and shown in equation 

3.43, only if the leverages are constant do the residuals then have constant variance 

under the assumption that the errors are homoscedastic. Therefore, if the plot of 

the residuals against the fitted values exhibits the variability of the residuals as 

a function of the fitted values, then this circumstance can only be ascribed to a 

violation of the assumed homoschedasticity of the errors.

In part (a) and (c) of Figure 3.6, the plot of the residuals against the fitted values is 

presented for the 40 fim  and 200 /.im  nominal lengths, respectively. In both  cases, no 

significant patterns in the variability of the errors are apparent. In addition, it can 

be pointed out that in both cases there is a fitted value whose correspondent group 

of residuals displays a relatively larger variability. However, this observation does 

not appear sufficient to draw further conclusions. Therefore, there is no significant 

graphical evidence supporting the rejection of the errors’ homoscedasticity.

Following the suggestions in section 3.4.3 of Montgomery (2001), a Levene’s test 

was also conducted in order to assess the assumption of constant variance of the 

errors. In particular, this Levene’s procedure tests the hypothesis of equal variance 

between each group of residuals (cell) identified by the same levels of the independent



3.3 Studying the effects of discretionary setup parameters 59

(a) Residuals versus fitted values 
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(c) Residuals versus fitted values 
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Figure 3.6: Residuals versus predicted values and versus scan length for 40 fim, (a) 
and (b), and for 200//m, (c) and (d).
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parameters (treatment or treatment combination). If the errors are homoschedastic, 

then these variances should be the same. Formally, the hypotheses are Hq : =

a2 =  . . .  =  aa and H\ : lHo : is not true for at least one . The test statistic 

deployed in this procedure is the absolute deviation of the observations s^-in each 

cell from the cell median, S{., more formally: dij = |si7- — 5*. |, with i = 1 . . .  a and 

j  =  1. . .  72. Then, in Montgomery (2001), it is stated that if the a cell means of 

are the same, the investigated variances are the same. Thus, the equality of 

means of these absolute deviations was tested by means of an ANOVA model and 

the corresponding F test. The test resulted in Fo = 2.34 with Pvaiue = 0.074 for 

the 40 fim  nominal length and Fo =  1.26 with Pvaiue — 0.30 for the 200 fim  nominal 

length. Thus, for both the lengths H0 cannot be rejected. Hence, the test does 

not display any evidence for rejecting the assumed constant variance of the errors. 

Nonetheless, the 40 fim  nominal length case appears to be more problematic, due 

to the fact that the Pvaiue is close to rejection values. The same conclusion is 

qualitatively provided by the graphical analysis of part (b) and (d) of Figure 3.6. In 

fact, variations in the interquantile ranges of the residuals are more evident for the 

40/2772 nominal length than for the 200[im  nominal length. However, the Levene’s 

test does ensure that such variations are in both cases due to uncontrollable random 

influence factors affecting the data and not to differences in the residuals’ variance 

for different scan lengths.

If the Gauss-Markov conditions hold, then equations 3.41 and 3.42 hold. From these 

equations and from what has been mentioned above in this section, it is argued 

that the residuals can be used, with some approximation18, as a random sample ex

tracted from the errors’ population when assessing violations of the errors’ normality 

assumption.

The graphical procedure adopted for assessing violations of the hypothesis of nor

mality of the errors is as follows. The ordered residuals’ realisations, e\k\ , are 

deployed in evaluating the corresponding empirical cumulative distribution func

18 The approximation are due to neglecting the effect of the hkk'm 3.42 and the correlations 
between the residuals in 3.41, so as they can be considered as random sample.
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tion, Ffc. Slightly different methods have been found in the literature for such a 

purpose, but the principle is the same ( for more details cf. section 5.2.1 in Sen and 

Srivastava, 1990 and section 2.4.1 in Montgomery, 2001). Then, Zk, the quantile of 

the normal standard distribution corresponding to the evaluated empirical cumula

tive distribution function, is calculated using tables or some statistical software. If 

the errors are normal, the residuals’ realisations should not exhibit any non-normal 

tendency. Thus, when plotted, the computed theoretical quantiles and the cor

responding residual realisations, e^], should approximately lie along a straight line, 

if the distributional hypothesis is correct. In fact, it holds:

n . f ( a < a|ll) . p ( i ^ < i H ^ )  ( 3 . « )

Hence, if the assumed distributional hypothesis is correct, from equation 3.44 it 

follows that:
e{k]- E ( e )

‘ '  ( 1

Equation 3.45 represents a straight line with intercept —E(e) /y /V(e)  and slope 

1 / y/V{e). This procedure is often identified in the literature with the names ‘Normal 

probability plot’ ( cf. Montgomery, 2001), ‘quantile-quantile plot’ and ‘Q-Q plot’ ( 

cf. Faraway, 2002 and R Development Core Team, 2006). More generally, it can be 

used to assess violations of any distributional assumption of a sample, and not only 

of normality.

In this study, the normality plot of the residuals are presented in Figure 3.7, where 

the straight line is generated so as to pass through the first and the third quartiles. 

The residuals’ realisations do not appear to violate dramatically the assumption 

of normality of the errors. In fact, apart from some departures on the tails, the 

residuals are quite close to the straight line. Although the deviations from a linear 

pattern near the tails may affect the levels of significance of the F  test in the ANOVA 

procedure, they do not appear so large as to reject the assumption of normality of 

the errors.

In addition, a formal Anderson-Darling test of hypotheses has been also run on
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Figure 3.7: Normal probability plot for the residuals, (a) 40 f i m  nominal length (b) 
2 0 0  f i m .
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the residuals’ realisations. In this procedure, the null hypothesis of normality was 

tested by making use of the Anderson-Darling test statistic. This test is one sided. 

This means that values of the test statistics larger than the critical value lead to the 

rejection of the null hypothesis of normality. Alternatively to specify a critical value, 

a Pvaiue approach can be used in rejecting or failing to reject the null hypothesis (for 

more details about the Anderson-Darling test cf. 1.3.5.14 in NISTS). In the case 

under investigation, the values of test statistic A  and of the p-values, calculated 

using a software package ( R Development Core Team, 2006). , were A = 0.2777 

with PVaiue =  0.6338 and A = 0.2857 with P v a iu e =  0.6078 for the 40 fim  and 200 fim  

nominal lengths, respectively. There is no experimental evidence, therefore, for 

rejecting the normality of the residuals, hence of the errors.

3.3.2 Effect of the initial position of the scanner element

Once the stage orientation has been set, a degree of freedom in setting the initial 

scanner position appears to be left to the operator. Hence, an experimental inves

tigation was carried out in order to assess the effect, if any, of the scanner initial 

position on the measurement results. This section describes the experimental study 

undertaken.

After determining the stage orientation, two slightly different initial positions of the 

scanner element were considered. Each of them allowed some fringes to be visible. 

The first position was selected at the top of the range of positions of the scanning 

element so as to make some fringes appear. In contrast, the second was selected at 

the middle of the same range.

As already observed, Figure 3.5 suggests that the measurement results may be af

fected by the sequence order of the experiments. The run order of the tests was 

therefore not randomly selected. In fact, if the sequence order has an effect on the 

measurement results, then the randomisation, by increasing the variability of the 

data, would make it more difficult to identify the potential effect on the measure

ment results due to the initial scanner position. Differently stated, it would be more
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difficult to establish if differences in the measurement results are due to the factor 

under investigation, the initial scanner position, or to the potential nuisance due to 

the run order. Hence, the two scanner positions were tested in a sequence of pairs, 

where each pair contains both of them (for more details cf. chapter 4 in Box et al., 

1978 and section 2.5 in Montgomery, 2001).

Seven and five pairs of measurement results were considered for the 40 f i m  and the 

200 f i m  nominal lengths, respectively. The experimental data are displayed in Figure 

3.8. From this figure, it can be noticed qualitatively that the initial positions of 

the scanner element further apart from the measurand (top) produce measurement 

results that are in general smaller than those obtained by scanner positions closer 

to the measurand (mid). In fact, in Figure 3.8, the ordinate represents the response 

variable, namely the absolute values of the deviations from the nominal lengths. 

W ithout the absolute value operator, these deviations are all negative.

In order to establish whether this behaviour is substantial or is due only to exper

imental variability, a randomisation test was run. In this procedure, the 14 and 10 

response variable data are grouped in all the possible subsets of cardinality 7 and 

5, for the two nominal lengths investigated respectively. This procedure resulted in

/  14 \  /  10 \
examining I 1 =  3432 and in ( =  525 pairs of subsets for the 40 f i m

\  7 /  V 5 /
and the 200 f i m  nominal lengths respectively. For each of these pairs of subsets, the 

differences between their response variable means, alias average values, were com

puted. This allowed the building of an empirical density function of these differences 

(cf. Figure 3.9). In the literature, this density function is often referred to as the 

reference distribution (for more details cf. part I in Box et al., 1978 ). If the initial 

position of the scanner element does not have any effect on the response variable, 

then the actual value of the differences in the mean response variable for the two 

investigated positions, does not have to appear extreme when compared with the 

reference distribution. Alternatively, it can be concluded th a t the experimental data 

lead to the rejection of the hypothesis of no effect of the initial scanner position. 

It is worth noticing that this permutation method does not require any underlying 

hypothesis. More information about permutation methods can be found in Ernst
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Figure 3.8: Effect of the initial position of the scanner, (a) 40 fim  nominal length 
(b) 200 /im  nominal length.



3.3 Studying the effects of discretionary setup parameters 66

(2004) and Byrne (1993).

In this study, the computations were carried out by developing two programs in the 

interpreted software R (cf. R Development Core Team, 2006 ). The R source code 

of the programs is listed in Appendix C.

For the 40 f i m  nominal length, the actual mean difference in the response variable

due to the two different initial scanner positions investigated resulted in 0.4539%.

/  14 \
However, in the reference distribution, only 11 cases out of I 1 =  3432 provided

V 7 /
a larger difference. Thus, the hypothesis of no effect of the scanner initial position 

can be rejected, due to the fact that PvaiUe — 11/3432 =  0.0032.

Similarly, for the 200 f i m  nominal length, the actual difference resulted in 0.1553.

/ 10 \
However, in the reference distribution, only 3 cases out of I I =  252 provided

V 5 J
a larger difference. PvaiUe =  3/252 =  0.0119 and the hypothesis of no effect of the 

scanner initial position can therefore also be rejected.

The sample standard deviation of the differences of the measurement results when 

considering the two initial scanner positions under investigation, provides an esti

mate of the contribution to the overall measurement process variability tha t can be 

accounted for by different initial scanner positions. In particular, this sample stan

dard deviation resulted in SiP>40 =  0.1574 f i m  and SiPt200 =  0.1882^ra, for nominal 

scan length 40 f i m  and 200 f i m  , respectively.

3.3.3 Interpretation

After setting up the scan length and the initial scanner position, it was noticed 

that the scanner element always moved vertically upwards by an amount that does 

not appear to vary significantly for different scan lengths. Furthermore, it was also 

observed that increments or reductions in the scan lengths result solely in increments 

or reductions of the non-initial part of the scanner’s travel. These facts have two 

implications.
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Figure 3.9: Calculated reference distribution of the differences of the means.
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Firstly, the scanner element has to accelerate upwards, then it has to decelerate, stop 

and reverse the direction of the motion downwards, approaching the measurand. 

Therefore, these transient states of motion are potentially capable of perturbing 

the necessary condition of constant scanner speed while measuring. In fact, as 

Schmit and Olszak (2002) highlighted, the assumption of constant rate of change of 

the optical path difference is an extremely critical point in all the interferometric 

techniques for shape measurement. In the instrument used in this investigation, the 

rate of change of the optical path difference is solely connected with the speed of 

the scanner element.

Hence, it is argued that the initial scanner’s position farther away from the measur

and, but still allowing a few fringes to be visible, appears to be the most appropriate 

configuration. In fact, in this manner the accelerations and decelerations of the scan

ner element are likely to be kept farther away from the measurand, where the actual 

measurement data are collected. Consequently, it seems that the number of fringes 

that characterise the correct initial configuration of the stage orientation and the 

scanner’s initial position according to ADEP1 and ADEP2 has to be considered with 

some flexibility rather than as a strict prescription.

Secondly, varying the scan length in the range [10%, 30%] in excess of the measur- 

and’s nominal length, has an effect on the measuring results, as has been experi

mentally proved. Notwithstanding, while measuring the same part with increasing 

scan lengths, the transient of motion associated with the final point of the scanner’s 

travelling distance is farther away from the measurand. Hence, the larger the scan 

length, the less the potential effect on the measurement results due to transients 

in the motion status close to the end of the scanner’s travel. Consequently, if the 

effects of the scan length on the measurement results are solely due to the decelera

tion of the scanner near the end of its scanning travel, then it may be expected that 

by increasing the scan length, the measurement results will display an asymptotic 

behaviour.

A broader range of scan lengths has, therefore, been experimentally investigated. In 

particular, for both the 40 fim  and the 200 fim  nominal lengths, scan distances in the
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range [5%, 100%] were experimentally tested. Twenty evenly spaced levels inside 

this interval were considered in steps of 5%. For each level, three measurements 

were carried out. The results are displayed in Figure 3.10. In this figure, it can be 

noticed that there is a very visible increasing pattern 19. There is, however, no trace 

of the predicted asymptotic behaviour.

It can be concluded, therefore, that transients in the scanner motion at the beginning 

and at the end of the scanning distance do not account for the effect of the scan 

length on the measurement results. Further investigation is needed in order to 

establish the origin of the scan length effect, that has been highlighted in this study.

A further conclusion that can be drawn from the analysis carried out is connected 

with the manner of establishing the scan length on the WLI microscope under inves

tigation. While using the instrument, it was observed that the minimum scan length 

that can be set on the instrument is 3 pm. Consequently, when measuring lengths 

less than 2 pm, it is not possible to set the scan length as a percentage in excess of 

the length of the measurand. It is therefore not possible to follow the prescription 

of ADEP1 and ADEP2.

This circumstance induces the suspicion that the scan length should perhaps be set 

as a constant excess of the length of the measurand rather than an excess percentage 

of this. From the point of view of the laws of the motion, it is difficult to imagine 

how the length of the measurand can affect the part of the scanner’s travelling 

distance that has to be added to the length of the measurand in order to obtain 

the scan length. The scan length should perhaps be calculated as the length of 

the measurand added to a fixed extra length necessary for the scanner’s motion 

transients rather than added to a length variable with the measurand. Nonetheless, 

the calculation of a suitable fixed extra length does not seem a viable possibility 

without the provision of further technological information th a t was not possible to 

obtain from the instrument’s manufacturer. The suggestions listed in ADEP1 and

19The variable on the y axis is an absolute value of the percentage deviations from the nominal 
lengths. The deviations from the nominal, i.e. the measurement results minus the nominal lengths, 
are all negative.
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(a) Measurement Results -  40 Microns
Absolute percentage deviations 

from the nominal value

n

o

O)

co

5 10 20 30 40 50 60 70 80 10090

Scan length [ % ]

(b) Measurement Results -  200 Microns
Absolute percentage deviations 

from the nominal value

oin

in

o

5 10 10020 30 9040 50 70 8060

Scan length [ % ]

Figure 3.10: Measurement results for scan lengths varying in the range [5%, 100%]. 
(a) Nominal length 40 fim  (b) Nominal length 200 fim.
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ADEP2 have, therefore, been followed.

Conventionally, it has been decided to set scan lengths in a range of [10%, 30%] 

in excess of the nominal length. In doing so, it has been implicitly accepted that 

there is a source of variability of the measurement results accounted for by the 

variation of the scan length. This contribution to the variability of the overall 

measurement process has been estimated in section 3.3.1.1 as S tay4o = 0.2616 fim  

and S ta>200 =  0.3735 fim  , for the nominal length 40 fim  and 200 fim, respectively.

Similarly, as reported in section 3.3.2, neglecting the effect of the initial scanner 

position corresponds to a contribution to the variability of the measurement results 

in the order of SiP)4o =  0.1574 fim  and SiPi200 =  0.1882 fim  , for the nominal lengths 

40 fim  and 200 fim, respectively.

Therefore, further investigation of the scan length determination can contribute to a 

reduction in the variability of measurement results up to about 70% and 73%, when 

measuring nominal lengths of 40 fim  and 200 fim, respectively. These figures high

light how critical is the set up configuration when using interferometric techniques.

3.4 Compendium

In this chapter, an affordable and versatile method for building traceable reference 

samples of length in the micrometric range has been proposed. The method is based 

on the usage of gauge blocks. In addition, a method for estimating the uncertainty 

of the resulting samples has been provided by following a “type B” approach to the 

expression of the uncertainty in measurement.

The effect on the measurement results due to discretionary set up parameters, such 

as the scan length and the initial scanner position for a given stage orientation, has 

been experimentally investigated. The main findings were the following:

• Variations of the scan length in the interval suggested by the instrument’s 

manual result in significant differences in the measurement results;
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• The effect of the scan length on the measurement result is not due to the 

transients of the scanner motion near the beginning and the end of the scan 

length. Additional technological information is necessary in order to carry out 

further investigations in this direction;

• The contribution to the overall variability of the measurement results due to 

the setup parameters scan length and initial scanner element position, given 

a stage orientation appears to be remarkably significant. These contributions 

have been quantitatively estimated when measuring reference samples of nom

inal lengths 40 //m and 200 fim.



Chapter 4

Assessing the repeatability of the 

white light interferometric 

microscope

Precision is defined as ‘closeness of agreement between independent test results ob

tained under stipulated conditions’ (BS ISO 5725-1, section 3.12). In this section 

the repeatability, that is the precision of the results of WLI measurements under 

repeatability conditions (cf. BS ISO 5725-1, section 3.14), is quantitatively assessed. 

Although repeatability conditions constitute a lower bound for precision, they rep

resent the conditions closest to those in which the WLI measurement method has 

been used in the evaluation of micro-volumes. In fact, all the measurements were 

taken by the same operator, using the same equipment and within short intervals 

of time.

As Montgomery and Runger (1993) highlight, the necessity of quantifying the preci

sion of a measurement process, as defined in (BS 5233, section 2.08), emerges from 

the need to distinguish its contribution from the overall variability of the quality 

characteristic under investigation. In this case, the quality characteristic is the un

known length Ls  of the reference length, the unknown step height (cf. section3.1). 

The identification and the quantification of the sources of variability of a measure

73
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ment process are one of the goals of a gauge capability analysis (Montgomery and 

Runger, 1993).

In order to achieve these goals, a design of experiment is introduced in section 1, 

whereas the experimental set-up is described in section 2. The estimate of the re

peatability standard deviation and the examination of the residuals are presented in 

section 3. This study of the precision has highlighted a dependence of the measure

ment results on the sequence order. This dependence has been referred to as drift. 

Therefore, a further investigation of this drift is carried out in section 4. Finally, a 

discussion of the results is presented in section 5.

4.1 Design of the experiment

The quantification of the precision was carried out according to the ANOVA method 

of estimation of the variance components (see Montgomery, 2001, chapter 12, Mont

gomery and Runger, 1993, BS ISO 5725-1 and BS ISO 5725-2). In the case under 

investigation, the level of the test is associated with the different nominal lengths 

of the selected reference samples. Furthermore, the nominal lengths were chosen 

so that they approximately span the region of lengths entailed in the successive 

measurements of micro volumes. Just one level for the factor laboratory was con

sidered, however, due to the fact that the quantification of the reproducibility was 

outside the scope of this analysis (for the definition of reproducibility see sections 

3.17 and 3.18 in BS ISO 5725-1). In this study, potential sources of variability of the 

measurement process in the specific measurement task have been identified in the 

nominal length of the reference samples. Thus, ‘nominal length’ has been defined 

as the sole factor in the analysis of variance model.

In the analysis of the difference between test results of a measurement method, the 

bias of the measurement method has no influence and can be neglected (cf. sections

5.1.1.2 in BS ISO 5725-1 ). A calibration procedure is not, therefore, needed in order 

to carry out a gauge capability analysis. Hence, the value of the height correction 

factor has been conventionally set at one.
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The j-th measurement result of the i-th step height has been set as the response 

variable , of a random effect ANOVA model with one factor.

In fact, the deviation A hij = — fih of the measurement result from its overall

mean /^ , is modelled as two independent random variables th,i and e -̂. The overall 

mean is relative to all the measurements taken and to all the randomly selected 

levels of the factor.

The first variable th,i, represents the contribution to A d u e  to the fact that 

is a measurement of the i-th step height. This contribution is referred to as a 

random effect. The second variable eij, represents the contribution to A t h a t  is 

due to all these sources of variability that are difficult or expensive to identify and 

thus to control (for instance, small vibrations and local small fluctuations of the 

air temperature). This second variable e -̂, is the ‘random error occurring in every 

measurement under repeatability conditions’ (cf. section 5.1 in BS ISO 5725-1 ). 

Therefore, it holds:

hij -  ph = th,i +  £ij with i = 1, . . .  , a ; j  — 1, . . .  , n  (4.1)

Equation (4.1), is formally and conceptually identical to equation (3.26). In addi

tion, the hypotheses laid out in section 3.3.1.1 also apply to this case. In particular, 

it is assumed that {th,i} ~  N I I D  (0, crjjj , and that {e^} ~  N I I D  (0, cr2). It is 

also required that {th,i} and {e^} are independent. Therefore, the discussion devel

oped in section 3.3.1.1, holds also in this study. As a consequence of all the above 

circumstances, the procedure detailed in section 3.3.1.2 for assessing the adequacy 

of the model using the analysis of the residuals, has to be carried out also in this in

vestigation. Further details about this experimental investigation can also be found 

in Ferri et al. (2006).

The main purpose of this ANOVA is to estimate the repeatability standard deviation 

cr, which in BS ISO 5725-1 is also indicated by the symbol crr . In fact, it represents 

the component of variability of the response variable which is not originated from 

varying the nominal length of the part. This second contribution is given by ath.
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Therefore, ar can solely account for the variability due to measuring the same parts 

using the same equipment, by the same operator in a short time interval, which is 

the definition of repeatability in BS ISO 5725-1. Thus, the number of the levels for 

the factor ‘nominal length’, a, and the number of replicates, n, were not selected on 

the basis of the operating characteristic curves as is common practice in experiments 

with random factors ( see Montgomery, 2001, section 12.4 ). The design parameters 

a and n  were selected instead in order to have the narrowest confidence interval 

for crr, subject to the constraints provided by an affordable level of experimental 

burden (Montgomery and Runger, 1993). Furthermore, the number of levels should 

be representative of the range of lengths associated with the measuring tasks to be 

performed (Montgomery and Runger, 1993).

In this research, the precision of the WLI microscope while measuring steps in the 

range [150 , 250] \im  is investigated. Thus, a minimum of a =  4 steps was considered 

in order to span that interval. Independently of its cardinality, the set of the step 

heights was selected so that they span almost evenly the investigated interval and are 

a representative selection of the infinite number of possible step heights belonging 

to it. In fact, this sample has the same probability of being drawn from this interval 

as any other potential sample. In this sense, the selected set of step heights qualifies 

as a random sample.

For each potential number of levels a the number of replicates n  is changed and 

the effects on the confidence interval for ar and on the experimental burden are 

considered.

If the hypotheses of normality of the random effect ANOVA model are satisfied, 

then it holds (cf. Montgomery, 2001, page 516, 543):

JuT Q f?
0 . ( n - l ) . - 2 L -  ~ x2 ( a - ( n - l ) )  (4.2)

The notation x 2 (a ’ {n ~  1)) indicates a chi-square distribution with (a - (n — 1)) 

degrees of freedom.



4.2 The experimental set-up 77

Prom equations (4.2) and (3.32) it follows, after a few passages:

P
x \  (a- ( n -  1)) <

a • (n — 1)
< a < s •

(a - (n — 1))
a • (n — 1)

=  1 -  a  (4.3)

where Xa C71) *s the percentage point of the chi-square distribution with n degrees 

of freedom that has a% of the probability to the right of (n )- The amplitude

of the confidence interval in equation (4.3) for a unit of the estimated repeatability 

standard deviation, is given by the following equation:

The effect of the design parameters a and n on the performance parameter P  and 

on the experimental effort measured by the total number of tests a • n, is given in 

Table 4.1 for a pre-specified value of a = 0.05.

Montgomery and Runger (1993) recommended limiting the consumption of resources

this suggestion led to the setting of the maximum number of measurements for the 

planned experiment in the range of [60, 70] tests. The calculations shown in Table

4.1 do not highlight relevant differences between the alternative designs th a t lead to 

an experimental burden in the pre-specified range. Nevertheless, the design a = 4 

and n = 16 appears optimum and it was, therefore, selected.

4.2 The experimental set-up

The experimental activity was carried out with a 20x Mirau interferometric objec

tive, a magnification lens 0.62x and a noise threshold of 0.0241. The choice of such

1 During the motion of the scanner, the intensity of the light incident on any pixel has an 
amplitude. For each pixel, if this amplitude is less than the parameter noise threshold, then the 
pixel is labelled as a bad data point. Otherwise, the pixel contains a data value (cf. section 4.5 of

(4.4)

for initial studies of this kind to no more than 25% of the total resources. Following

ADEP2).
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a
Number 
of levels

n
Replicates

P
Amplitude of 

the confidence interval

a • n 
Experimental 

effort
4 10 0.486 40

11 0.458 44
12 0.435 48
13 0.415 52
14 0.398 56
15 0.382 60
16 0.369 64

5 9 0.458 45
10 0.430 50
11 0.406 55
12 0.386 60
13 0.369 65

6 8
9
10 
11

0.446
0.415
0.390
0.369

48
54
60
66

Table 4.1: Design of the precision experiment for a  =  0.05.
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a low magnification originates from the need to broaden the field of view. In this 

manner, it encompasses a region of the gauge blocks with as many points as possi

ble located away from the edges. In fact, the edges of the blocks are inadequate for 

establishing a standard of length, due to the presence of a round or a chamfer (cf. 

BS EN ISO 3650, section 7.3). Nevertheless, the drawback of a low magnification is 

poor lateral resolution. Therefore, it is suggested that the magnification should be 

as large as possible while accomplishing a measuring task.

As pointed out by Montgomery and Runger (1993), a complete replication of the 

measurement process must be performed while obtaining each test result. Otherwise, 

there is likelihood of neglecting significant sources of variability and of underesti

mating the variability of the measurement method.

In this study, varying the scan length in the range [10%, 30%] and setting slightly 

different initial scanner positions contributed to the overall spread of the results. 

In fact, these two sources of variability were not explicitly identified as factors in 

the proposed ANOVA model. Furthermore, their effects on the measurement results 

were approximately evenly distributed among the different step heights investigated. 

In fact, the manner in which the tests were carried out resulted in a de facto ran

domisation of these two influential factors.

When replicating the tests, the measuring position on each of the gauge blocks should 

not be changed. In fact, the variability of the WLI measurement procedure would be 

unduly increased by measuring different lengths Ls- Therefore, for each of the 4 steps 

16 measurements were taken at ‘virtually’ the same x , y position on the steps. Every 

single measurement started and ended in the origin of the instrument coordinate 

system. The measuring position was reached automatically by programming the 

instrument. The word ‘virtually’ highlights the fact th a t the positioning system of 

the instrument was considered perfect and thus the contribution to the variability 

of the measurement results due to the positioning system has not been investigated. 

Notwithstanding, it is believed that this contribution is negligible relatively to the 

others.

Once a profile has been acquired, first it is ‘levelled’ and then the difference between
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Wrongly measured step height

Figure 4.1: The rationale of levelling before measuring.
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the averages of the measured 2  coordinates associated with the pixels in two areas 

of the field of view farthest from the edge is taken. Care has been taken in always 

selecting the same areas for calculating these averages when performing each mea

surement task. The word ‘levelled’ means that a software transformation is applied 

to the acquired profile so that all the pixels connected with a selected area on one 

block display the same measured 2  coordinates. The area for levelling was conven

tionally always chosen on the highest block. Figure 4.1 illustrates the reason why 

the levelling procedure was introduced.

The four levels of the factor nominal length, have been selected to cover, with some 

excess, the range of lengths [150; 250] fim. This yields the values 150 fim, 183 (im, 

217 \im  and 250 \im. The gauge blocks chosen for establishing each of these lengths 

had nominal lengths given by 1.30 mm and 1.15 mm, 1.19 mm and 1.007 mm, 1.22 

mm and 1.003 mm, 1.50 mm and 1.25 mm, respectively.

Variations in the laboratory air temperature of about ±1 °C around the set point 

20 °C are expected. The potential effects on the measurement results of these vari

ations and of other uncontrollable potential nuisance factors are dealt with by ran

domising the sequence of the tests. In particular, to each measurement of the four 

steps an integer number was assigned from 1 to 64. The order of the measuring 

tests was then determined by selecting one of the possible 64! permutations. This 

strategy usually allows avoidance of serial correlation between the random errors 

and also between the random effects. Therefore, it usually allows the errors and the 

random effects to be treated as independently distributed random variables.

4.3 An estimate of repeatability and the analysis of 

the residuals

On the basis of the 64 measurement results, the point estimates of the standard 

deviation of the errors, <7 , and of the sample standard deviation of the response 

variable given the i-th step height, <jj with i = 1 , . . . ,  4, were computed in order to
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assess the repeatability of the measurement method. The results are summarised in 

Table 4.2.

The variations of the interquantile ranges shown in Figure 4.2 lead to a suspicion 

that a dependence of the variability of the residuals on the nominal step height may 

be present. Thus a Levene’s test was performed on the measurement results in order 

to reveal if the null hypothesis of constant variance of the errors should be rejected. 

More details about this procedure are provided in section 3.3.1.2. The results are 

Fo = 1.15 and PvaiUe =  0.3345. This indicates that the effect of the nominal step 

heights on the precision under repeatability conditions is not significant. The differ

ences between the <Vs are, therefore, solely due to randomness. Consequently, the 

ANOVA estimate of the precision given by a  is preferable to each of the four d^’s. 

In fact, the estimator a  is proved to be equal to a weighted average of the dVs. Thus 

it has less variability than each single (cf. Montgomery, 2001, section 3.3.1).

From the normal probability plot2 displayed in Figure 4.3, it appears that the hy

pothesis of Gaussian distribution of the residuals is not supported by the experi

mental evidence. In addition, an Anderson-Darling test (see section 3.3.1.2) was 

performed and resulted in a test statistic value A q =  1.59 and a corresponding 

Pvaiue = 3.813 • 10-4 . Hence, the assumption of Normality of the residuals has to be 

rejected. Departures from normality usually result in differences from the stated val

ues both of the true significance level and of the power of the F test in the ANOVA 

procedure (cf. Montgomery, 2001, section 3.4.1).

In this investigation, the rejection of the normality assumption does not seem to 

have any consequence apart from the procedure for deriving a confidence interval 

for the repeatability standard deviation. In fact, due to the fact tha t the errors 

are not Gaussian, a confidence interval based on a chi-squared distribution does not 

appear appropriate.

Consequently, in this study, a Jackknife procedure was adopted for computing a 

confidence interval for a. This procedure is robust to departures of the residuals from

2More details about normal probability plots are in section 3.3.1.2.
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Jackknife confidence interval (95%)
<7 [fim] 5.5- 1CT1 (0.33; 0.79)
<7i [fim] 4.6 • 10-1
<72 [fim] 3.7 -1CT1
<r3 [/mi] 6.9 • 10-1
<r4 \nm\ 6.3-10"1

Table 4.2: ANOVA estimate of the repeatability standard deviation

Residuals versus nominal length
Residuals [microns]

o  10

o  7

0.5 -

0.0 -

-0 .5  -

- 1.0 -

150 183 217 250

Nominal length of the s teps

Figure 4.2: Boxplot of the residuals versus random sample of nominal lengths.
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Theoretical Normal probability plot
quantiles

-2  -

- 1.0 0.0-0 .5 0.5 1.0 1.5

Residuals

Figure 4.3: Normal probability plot of the ANOVA model residuals.



4.3 An estim ate of repeatability and the analysis of the residuals 85

the normality hypothesis and consists in computing four ‘partial estimates’, <T_i? by 

leaving out the i-th factor level, with i =  1, . . . ,  4. Subsequently, four ‘pseudovalues’ 

a-. = a a — (a — 1) are computed and their sample mean, standardised by the 

sample standard deviation, results asymptotically distributed as a Student’s t due 

to the central limit theorem. Therefore, not only is this average used as a point 

estimator of the unknown parameter to be estimated, but it is also deployed in 

the construction of confidence intervals for the unknown parameter. More about 

jackknifing can be found in section 3.6.3 of Miller (1997). The confidence interval 

obtained, with 95% significance level, for a is displayed in Table 4.2.

Figure 4.4 shows the realisations of the residuals, e^, versus the sequence of the 

measurement tests. The relationship between residuals and errors has been analysed 

in section 3.3.1.2. A graphical examination of the plotted results highlights a possible 

violation of the assumption that the errors e^-’s are independent and identically 

distributed random variables.

Therefore, a first order regression model of the residuals on the sequence order was 

fitted to the data in order to represent the dependence of the e^-’s on the run order, 

namely:

& ij A + f t l O i j  T î j ,n e w

where the symbol Oij is the order in which the measurements are taken, A  and A  are 

the model parameters and eijyUew ~  N I I D  (0, cr2ew) are the errors. The parameters 

in equation 4.5, were estimated by applying the ordinary least square method. This 

yielded the estimates A  =  4.95 • 1CT1 pm  and A  =  —1.53 • 10-2 pm . In addition, for 

a generic regression model, it results from equation 3.40 th a t eTe =  e T • (I — H) • e 

, due to the fact that the matrix ( I - H )  can be proved to be symmetric and idem- 

potent. The statistics eTe is called the residual sum of squares (RSS). In section 

2.7 of Sen and Srivastava (1990), it is proved that under Gauss-Markov conditions, 

E  (eTe) =  a 2 • (n — p), where p is the number of the unknown parameters in the 

regression model to be estimated, i.e. the number of the regressors incremented 

by one for the intercept term, and n  is the overall number of experimental results. 

Therefore, by using the method of the moments, the following unbiased estimator
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Residuals versus test sequence
Residuals [urn]

o 10

0.5 -

0.0 -

o 6-0 .5  -

- 1.0
Fitted regression model o  59

0 10 20 30 40 50 60

Test sequence

Figure 4.4: Realisations of the residuals versus run order .

, Normal probability plot
Theoretical _  . . . .  . . .
quantiies "  Residuals of the regression model -

2

1

0

■1

■2

-0 .5 0.0 0.5 1.0

Residuals

Figure 4.5: Normal probability plot of the residuals for the regression model.
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of a 2 is derived:
. 2  R S S

(T  =  --------------
n — p

Other properties of the estimator defined in equation 4.6 that make it preferable to 

other potential estimators are discussed in section 2.7 of Sen and Srivastava (1990). 

By expressing an ANOVA model as its equivalent regression model using indicator 

variables, it is derived that equation 4.6 is the same as the mean square error in the 

ANOVA. In this study, the same statistic is called estimate if the focus is on the 

numerical value provided when estimating a parameter, whereas it is called estimator 

if the focus is on the fact that a particular statistic is used to estimate a given 

unknown parameter. In the model of equation 4.5, the experimental investigation 

resulted in anew =  4.62 • 10-1 p.m .

The F-test for significance of the regression (cf. section 1.4 in Drapper and Smith, 

1966 and sections 3.1 and 3.2 in Faraway, 2002), resulted in F0 =23.8 and PvaiUe =  

7.9 • 10-6. Consequently, the experimental evidence leads to the rejection of the null 

hypothesis j3\ =  0.

Moreover, the coefficient of determination resulted in R 2 =  0.277. This implies that 

the variability of the e -̂, expressed as their sum of squares about their average, is 

approximately 28% accounted for by the sum of square due to the regression. This 

second term is given by the squares of the deviations of the predicted values from 

the average summed over all the predictions (cf. section 1.3 in Drapper and Smith, 

1966 ). Alternatively, when predicting the value of a response variable, R 2 can be 

interpreted as the percentage reduction of the variability of the prediction error given 

by the availability of the predictors values (cf. section 2.1 in Faraway, 2002). For 

both interpretations, the higher 0 < R 2 < 1, the better. Nevertheless, adjudging the 

appropriateness of a model on the basis of R 2 appears to be problematic. In fact, 

acceptable values of R 2 vary significantly with the area of application (cf. section

2.1 in Faraway, 2002). The purpose of this investigation is to ascertain whether a 

relationship between and Oij is in place, rather than to establish the functional 

form of this relationship. No attem pt at fitting more complex models has therefore 

been made, regardless of the fact that the quality of the fitting might be potentially

(4.6
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improved.

The normal probability plot of Figure 4.5 does not seem to exhibit significant depar

tures from the assumed normality of the residuals and hence of the errors (cf. section

3.3.1.2 for more information). In fact, major deviations of the realised residuals from 

the plotted straight line are solely present on the left tail of the distribution. In addi

tion, An Anderson-Darling test was performed and resulted in a test statistic value 

A q — 0.533 with associated Pvaiue =  0.166. The experimental evidence does not 

therefore seem to be sufficient to reject the hypothesis of normality of the residuals.

The plot of the residuals against the fitted values, displayed in Figure 4.6, does not 

seem to exhibit any significant pattern and does not appear to show any violation of 

the assumed homoscedasticity of the residuals. In this regression model, oscillations 

in the variability of the residuals can be contributed to by non-constant leverages, 

as discussed in section 3.3.1.2.

Furthermore, in Figure 4.2, 4.5 and 4.6 it can be noticed th a t some values appear 

extreme in comparison with the majority of the data. For the sake of improved 

clarity, in these figures they have been labelled by their run order (1, 7, 10 in Figure 

4.2; 6, 10, 59 in Figure and 4.5 and 4.6). The relatively extreme status of these points 

could be due either to the randomness of the measurement process or to unforeseen 

and unpredictable factors. In this study, these extreme values were considered to be 

caused by randomness and thus they were regarded as typical of the phenomenon 

under investigation. Hence, they were not removed from the data set. As a result, 

the estimate of the repeatability standard deviation is either correct or constitutes 

an upper bound for this unknown parameter.

In this section, not only has the quantitative analysis provided an estimate of the 

repeatability in pre-specified experimental conditions, but it has also ascertained the 

presence of a sequence-dependent pattern in the realised residuals of the ANOVA 

model. This pattern, called drift, is further investigated in the next section.
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Residuals versus fitted values 
Residuals bun] " Residuals of the regression model -

o 10

0.5 -

o . o  -

o O-0.5 -

59

o 6

- 0.2 0.0 0.2 0.4-0.4

Predicted values

Figure 4.6: Realisations of the regression model residuals versus fitted values.
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4.4 Further investigation into the drift of the mea

surement results

The existence of a linear dependence of the realisations of the residuals, e -̂, on 

the test sequence can be accounted for by the effects of one or more factors that 

are not explicitly included in the model. In particular, this drift could be due to a 

continuous shift in the environmental conditions or to other factors directly inherent 

in the measurement process. For example, the characteristics of the motion during 

the scanning might contribute to this drift (cf. Schmit and Olszak, 2002).

In order to establish whether a contribution to this drift is given by some intrinsic 

component of the instrument, a further experimental investigation was carried out. 

In particular, 10 measurements test were performed on the same 40 fim  nominal step 

height, with scan length =  44 fim and with the same initial scanner element position 

(the farther away from the measurand, cf. section 3.3.3). The measurements were 

taken in a time period of about 30 minutes. Therefore, given the laboratory thermal 

capacity and its thermostatic control system, it is believed th a t this time interval of 

30 minutes is not sufficient for having changes in the environment so large as they 

possibly affect the measuring process. The results of this investigation are shown in 

Figure 4.7.

In this Figure, the predicted values given by two linear models that have been 

fitted to the data are displayed together with the measurement results. The model 

associated with the continuous line in Figure 4.7 is given by the following equation:

where hi is the i-th measurement result, ei’s are the errors and (5q , Pi are the un

known parameters of the model. By applying the ordinary least squares method to 

equation 4.7, the experimental data lead to the equation

h{ — P o +  P P  +  &i { i  — 15 • • • >10) (4.7)

hi =  33.6342 +  0.0659 • i +  e* (i = 1 , . . . ,  10) (4.8)
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Figure 4.7: Measurement results versus run order.
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with R 2 — 86%, and a Pvaiue =  1.1 • 10-4 while testing the significance of the re

gression (Fo =  49.32). Thus the hypothesis pi = 0 is rejected. It also follows, 

from equation 4.6, that the estimated standard deviation of the errors resulted in 

<7 =  0.0852 f i m .

Two major conclusions can be drawn from equation 4.8. Firstly, the sequence in 

which the tests are carried out has an effect on the measurement results. Secondly, 

the positive value Pi = 0.0659 f i m  found in this investigation, contrasts with the 

corresponding negative value Pi =  — 0.0153 f i m  estimated in the regression of the 

residuals on run order in section 4.3. Furthermore, even without any additional 

derivation of the confidence interval for these parameters, from the already run F- 

test for the significance of the regression, it can be argued that their difference is 

significant and not due solely to experimental randomness. In fact, in this section 

Pi is significantly larger than zero, whereas in section 4.3 it is significantly strictly 

negative. Consequently, albeit this investigation ascertains that some inherent com

ponent of the WLI microscope exerts a significance influence on the drift of the 

measurements with the run order, more investigation is required to establish the 

relationship between this drift and its potential causes. The data at hand cannot, 

in fact, support unambiguous conclusions.

It can also be noted that a  in this investigation is about five times smaller than 

the corresponding estimate in the regression of the residuals on the run order ( 

<r =  0.462f i m  , cf. the previous section). It is suggested tha t this can be due to 

the sources of variability included in the previous precision study and removed in 

this investigation. In particular, in the study presented in this section, the stage 

was never moved, the scan length was kept constant for all the tests and the initial 

scanner element position was allowed very limited variations.

From a graphic qualitative analysis of Figure 4.7, it emerges th a t the fitting of the 

first order linear model can be significantly improved. In fact, the data suggest 

that the model should also account for a curvature term  in the dependent variable. 

Therefore, a linear model including an exponential relationship with the dependent



4.4 Further investigation into the drift of the measurement results 93

variable has been proposed, namely:

hi — Po + Pi • i +  P2 •e 1 +  ei (̂  — 1 , . . . ,  10) (4.9)

where Pq, Pi, P2 are the model parameters to be estimated, e^’s are the errors and e 

in the exponential term e~% is the Napier’s constant. Equation 4.9 represents at the 

same time a linear model in the unknown parameters and an exponential function in 

the regressor variable run order, i. Thus, in this study, it is conventionally referred 

to as exponential linear model, in the sense just explained.

By applying the ordinary least squares method to equation 4.7, the experimental 

data lead to the equation:

K = 33.7650 +  0.0487 • i -  0.6225 • +  e* (i = 1 , . . . ,  10) (4.10)

with R 2 = 91.6%, and a PvaiUe =  1-72 * 10-4 while testing the significance of the 

regression (F0 =  38.16). Thus the hypothesis Pi =  0 is rejected. In addition, 

from equation 4.6, the estimated standard deviation of the errors resulted in <7 = 

0.0707 fim.

On the one hand, the exponential linear model is more complex than the first order 

linear model, due to the fact that it requires the estimation of three parameters 

rather than just two. Thus, following the principle of the Occam’s razor, the sim

pler model should be preferred, unless it does not provide the same explanatory or 

predictive effectiveness as the more complex model. On the other hand, the larger 

models, i.e. the more numerous the parameters, the better the fitting to the data 

and, consequently, the smaller the RSS. Therefore, a trade-off between good fit and 

model size is needed. An objective and quantitative manner of establishing this bal

ance while evaluating different competitor models for the same data, is by the use 

of criterion-based procedures (cf. section 10.3 in Faraway, 2002). In this study, the 

Akaike information criterion (AIC) is deployed. This criterion is defined as follows
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(cf. section 6.8 page 185 in Venables and Ripley, 1999).:

A IC  =  —2 • maximised log _likelihood  -fi 2 • p (4.11)

where p is the number of parameters in the model. If the Gauss-Markov conditions 

hold and the observed values3 are normally distributed, i.e. if e* ~  N I I D  (0, cr2), 

then, after a few passages from section 3.3 in Sen and Srivastava (1990) and page 185 

in Venables and Ripley (1999), it can be shown tha t the m aximised log_likelihood — 

constant — n /2  — n/2-  In (R SS /n )  when a is unknown and it is estimated via its 

maximum likelihood estimator R S S /n .  Hence, from equation 4.11, it results:

A IC  = n /2  • In (RSS/n)  + 2  -p + constant (4.12)

Further information about A IC  and a comparison with a very similar criterion, 

the Bayes Information Criterion (BIC), can be found in Akaike (1974) and Schwarz 

(1978), respectively.

From equation 4.12, it follows that the smaller the AIC, the ‘better’ the model. 

In this context, the adjective ‘better’ means that the model is parsimonious in the 

deployment of parameters (small p), while providing a good fit (small RSS) relatively 

to its complexity. In this study, the first order model and the exponential linear 

model yielded A IC  =  —17.112 and A IC  = —20.186, respectively. Therefore, the 

increased complexity of the exponential model appears justified by the improved fit 

to the data, which is also apparent from the increased value of R 2. It can also be 

noticed that both the A IC  values are negative as a consequence of the small values 

of R S S .  In fact, R S S  =  0.05805 and R S S  = 0.03495 for the first order and the 

exponential linear models respectively.

The functional dependence of the measurement results on the test sequence that 

emerges from the better model highlights the presence of an asymptote. It is argued, 

therefore, that the instrument exhibits a possible transient or ‘warming up’ period.

3hi in this particular case.
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From a physical point of view, such a time interval might be associated with the 

need for some component of the WLI microscope to perform some measurement 

runs before reaching a regime condition. In particular, it is suspected that such a 

need might be associated with the thermal behaviour of the electrical motor driving 

the scanner element. In fact, Schmit and Olszak (2002) pointed out how critical are 

the WLI microscope quality characteristics of the scanner element’s motion.

From a practical point of view, the stated potential presence of a transient period 

suggests that some idle measurements should be taken before accomplishing a mea

surement task. Figure 4.7 indicates that not less than 10 idle measurements should 

be considered.

The models presented in this section and the conclusions derived from them, only 

hold if the assumptions underlying them are not violated. Thus, an analysis of the 

residuals is necessary and it is presented in the next section.

4.4.1 Diagnostics of the fitted linear m odels

The analysis of the residuals for the first order linear model is summarised in Figure 

4.8. In part (a) of this figure, the plot of the residuals against the test sequence 

seems to display a horizontal ‘S’ shape pattern, rather than being structureless. 

This might indicate that the functional relationship between the independent and 

the dependent variables is inappropriate. The same pattern  appears in the plot 

of the internally studentised residuals versus the fitted values (part b of Figure 

4.8). Internally studentised residuals are defined as the residuals divided by their 

corresponding estimated standard deviation a • y / ( l  — ha), under the assumption of 

homoscedastic errors (cf. equation 3.43). This terminology is consistent with section

7.2 in Faraway (2002), even though elsewhere the term standardised residuals is also 

used (cf. section 6.3 in Venables and Ripley, 1999). From the fact that this plot 

presents a similar pattern to that of part (a) of the same figure, it can be argued that 

the assumed constant variance of the errors does not appear to be violated by the 

experimental evidence. Moreover, the absolute value of the studentised residuals in
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part (b) and (d) of Figure 4.8 is less or equal to 1.5. This means that no value appears 

to contradict the assumption of constant variance under the assumption of normality. 

In fact, under the normality assumption, there is only about 13.36% probability for 

these absolute values to be larger that 1.5. Furthermore, the normality probability 

plot of part (c) in the same figure does not highlight significant violation of the 

assumed normality of the errors. From part (d) of Figure 4.8, it can also be noticed 

that the maximum leverage is about 0.35, which is below the empirical threshold 

2 -p /n  =  2-2/10 =  0.4 suggested in section 7.1 of Faraway (2002) and in section 

10-7.2 of Montgomery (2001). This empirical threshold provides a rule of thumb for 

the detection of experimental results that exert a great influence on the fitted model. 

Hence, when fitting a model, the inclusion or exclusion of these experimental results 

with leverages larger than the threshold can significantly alter the conclusions drawn 

on the basis of the model.

Figure 4.9 displays the analysis of the residuals for the exponential linear model. 

In part (a) of this figure, a pattern is still present, although it seems attenuated in 

comparison with the corresponding plot for the first order model. Similarly to the 

analysis of the previous model, experimental evidence leading to a rejection of the 

hypothesis of constant variance of the errors is not apparent. Furthermore, from part 

(c) of Figure 4.9, the normality of the errors seems not to be disproved by the exper

imental results. In addition, in part (d) of the same figure, due to the fact tha t the 

empirical threshold for detecting influential points is set at 2 •p /n  =  2-3/10 =  0.6, 

it results that removing the first test results when fitting the model can potentially 

lead to significantly different conclusions. From a further examination of part (a) 

and (b) of Figure 4.9, it emerges that the tenth measurement result may have been 

contaminated by the presence of some nuisance factor. In this case, however, its 

exclusion from the fitting procedure is not expected to lead to any significantly dif

ferent conclusion. In fact, its leverage is not too extreme and it is less or equal to 

0.6 (cf. part d of the pertinent figure). No further investigation has therefore been 

carried out in relation to the experimental result number 10.

As a consequence of the above comments, the same exponential model was fitted to
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Figure 4.8: Analysis of the residuals for the first order linear model.
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the same data set but leaving out the first test. This yielded the following equation: 

hi = 33.8123 +  0.04280 • i -  1.20276 • +  e* (i = 2 , . . . ,  10) (4.13)

with an estimated standard deviation of the errors a  = 0.07327 fim, a percentage of 

variance explained R 2 =  86.62%, and a test for significance of the regression yielding 

Fo = 19.43 with Pvaiuc =  2.39-10-3. The fitted model of equation 4.13 does not 

appear to change the conclusions already drawn on the basis of the previous fitting. 

Therefore, no further adequacy check of the model assumptions has been performed.

4.5 Discussion of the results

The experimental results have been analysed in this chapter by making use either 

of ANOVA models or of regression models. In reality, an alternative methodological 

approach of analysis could have been adopted once the presence of a drift in the 

measurement results during the precision study was discovered. In fact, the depen

dence of the measurement results both on the step height and on the run order, 

can be seamlessly considered in one single linear model. A linear model of such a 

nature, including both categorical variables (the step height) and quantitative re

gressors (the sequence order) are also referred to as analysis of covariance models 

(ANCOVA). More information about this particular application of a general linear 

model can be found in chapter 15 of Faraway (2002), section 6.1 of Venables and 

Ripley (1999) and section 14 — 3 of Montgomery (2001). In this investigation, an 

ANCOVA approach was not followed because of a preference for spending more re

sources on interpreting the results obtained from the performed analysis rather than 

carrying out further analyses.

On one hand, the estimate of the repeatability standard deviation for measurements 

of length in the range [150, 250] f im was a  =  0.55 fim. On the other hand, estimates 

of the uncertainty of the reference samples of length can be obtained from equation
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3.25. They range from 60.65 nm  to 66.80 nm  for the investigated samples of nom

inal lengths from 150 fim to 250//ra, respectively. Consequently, the ratio between 

the precision estimate and the uncertainty estimates is about 10 to 1. Therefore, 

it appears that the method for building traceable references of lengths is appropri

ate for carrying out experimental activities on the studied WLI microscope in the 

aforementioned range of lengths. From an economic point of view, this finding is 

quite significant. In fact, the sole alternative to the proposed method for building 

samples of a range of lengths appears to be the purchase of the corresponding ad hoc 

reference materials, whose cost is significantly greater (at the present time, a certi

fied full set of gauge blocks has costs of the order of a single item ad hoc reference 

material).

The provided estimate for the repeatability standard deviation constitutes the main 

guideline when selecting an instrument for performing a pre-specified measurement 

task. In fact, a measurement instrument should have sufficient capability for per

forming the assigned task. In particular, the precision of an instrument has to be 

significantly lower than the variability of the quality characteristic tha t is meant 

to be measured. In fact, the measuring system should have enough capability to 

detect variations in the measurand that are considered critical. As an extreme case, 

if attention is not paid to this aspect, the measurement results will be characterised 

by a variability due to the sole instrument rather than to the measurands them

selves. Montgomery and Runger (1993) report, as an example, a case where it is 

acceptable to have a measuring system contributing to the variability of the mea

sured part for about 29%. Assuming the same situation, this study highlights that 

measurands with dimensions in the range [150, 250] fim  and a variability not less 

than apart =  0.55/0.29 =  1.90 fim can be reliably measured in the same experi

mental conditions of this investigation. However, if the sources of variability due 

to the set up parameters (scan length and initial scanner position) and to the drift 

of the measurements with the run order are further analysed and eliminated, then 

more demanding measurement tasks can be performed and the spectrum of potential 

applications can be broadened.
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4.6 Compendium

In this chapter, a precision study of the WLI microscope in repeatability conditions 

was carried out. The sole source of variability explicitly included in the analysis 

was the nominal length of the measurands. Other sources of variability, such as the 

setup parameters analysed in Chapter 3 (scan length and initial scanner element 

position) have been implicitly accounted for by randomisation techniques. In fact, 

it is believed tha t an operator approaching the instrument after a standard training 

course is unlikely to consider explicitly the effects of these set-up parameters on the 

precision. The main conclusions of this investigation are the following:

• The adequacy of the WLI microscope for performing a pre-specified measure

ment task in the range of lengths from 150 fim  to 250 fim  can be quantitatively 

assessed. Thus, this precision study constitutes a guideline for the selection 

of the WLI microscope among numerous potential alternative instruments for 

performing a particular measurement task (for instance, co-ordinate measuring 

machines equipped with optical probes).

• The method for building traceable samples of length presented in Chapter 3 

provides lengths with an uncertainty that is negligible for a large number of 

applications, when compared with the repeatability of the WLI microscope. 

Thus, these samples of length can be deployed as reference materials when 

using the WLI microscope in the range [150, 250] fim.

The precision study revealed the presence of a dependence of the measurement re

sults on the sequence of the test. This dependence has been quantitatively analysed 

and modelled. The main conclusions that have been drawn are:

• A clear contribution to the dependence of the measurement results from the 

run order comes from some unidentified component of the WLI microscope and 

not from the surrounding environment. It is suspected th a t critical components 

to which these effects can be ascribed are the elements of motion and control 

of the scanner.
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• The overall functional relationship between results and sequence of the test 

has a negative slope, whereas the sole unidentified component contributes to 

the same relationship with a positive slope. Therefore, the contribution of the 

unidentified component to this overall functional relationship is not unique. It 

is expected tha t other contributions exist.

•  The existence of a transient and a steady state while operating the instrument, 

is suggested by the asymptotic function fitted to the experimental data. Thus, 

more stable performances are to be expected after running a few idle measure

ments prior to accomplishing the measurement task. The idle measurements 

should be not less than ten, according to the reported experimental evidence.



Chapter 5

Developing a method for the 

calibration of the white light 

interferometric microscope

In this chapter the calibration procedure built in the WLI microscope is analysed. 

Section 1 establishes a link between this procedure and the standard linear cal

ibration. The derived interpretation is supported quantitatively by experimental 

evidence. The interpretation proposed also highlights the limitations of this built-in 

procedure. Among these limitations, the deriving potential bias is especially in

vestigated. In fact, in section 2, quantitative experimental evidence and analysis 

are provided, displaying the presence of a bias induced by the built-in calibration 

procedure. Therefore, in section 3, a novel spline-based calibration procedure is pre

sented in order to overcome this problem. Subsequently, in section 4, a novel control 

method for assessing the necessary stability of the measuring system, both during 

the calibration experiment and during its operational deployment, is described.

103
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5.1 W hite light interferometer built-in calibration 

procedure

The calibration procedure for the WLI microscope deployed in this investigation is 

detailed in appendix D of ADEP1 and of ADEP2. From a practical point of view, it 

consists in measuring the length of a reference material first, and then setting a value 

for the param eter called ‘height correction’ in the software driving the instrument. 

This value is set automatically by the software, once the measured and the accepted 

values of the reference material have been provided as an input to the software. 

No further information about the exact meaning of this parameter and about the 

calibration procedure has been given by the equipment manuals. Consequently, an 

interpretative effort has been made, in order to establish the meaning of the ‘height 

correction’ param eter and of the calibration procedure. The resulting interpretation 

is presented in the next section.

5.1.1 Interpretation in the light of the standards

In this section, an interpretation of the ‘height correction’ parameter is provided 

by comparing the procedure presented in appendix D of both ADEP1 and ADEP2 

with the one-point calibration m ethod described in section 8.2 of BS ISO 11095.

In the one-point calibration method, a first order regression model of the measure

ment result on the accepted length of the reference material is assumed to constitute 

an adequate calibration curve. In this study, the accepted length of the reference 

material is its nominal length and the reference materials are those discussed in 

Chapter 3. Furthermore, the regression model has only one unknown regressor co

efficient, Pi, due to the fact that the intercept parameter Pq is set to zero. This 

is the same as assuming th a t the measuring system is yielding a zero value when 

measuring a reference material of accepted length equal to zero. In reality, therefore, 

this method is based on two points and not just one. The linear model is described
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by the following equation:

hk = Pi • ln,a +  (with k =  1, . . .  , n) (5.1)

where hk is the k-th measurement result of the reference material of nominal length

lUiS and ek ~  N I I D  (0, a 2) are the errors. It is immediately verifiable that the

ordinary least squares method results in the following estimate of fa:

0i = T ~  (5.2)

In equation 5.2, h.  indicates the average over all the n measurement results. Fur

thermore, an estimate of a 2 is obtained as described in section 4.3 and is given 

by

* 2 =  A - X > - M 2 (5-3)
k=l

It can be noticed tha t the estimate provided in equation 5.3 is identical to the sample 

standard deviation of the measurement results.

The main result of a one-point calibration experiment is the estim ation of the cali

bration function, namely:

h = fa -h*  (5.4)

with ftgiven by equation 5.2, h representing the measured length and h*representing 

the estimate of true value of the unknown length. Consequently, a future measure

ment result is transformed with the calibration function in order to obtain h*. In 

particular, from equation 5.4, the transformation is:

h* =  (5.5)
Pi

In this study, the ‘height correction’ param eter, H C  , has been interpreted as the 

coefficient of the transformation, namely
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Moreover, h*represents the value displayed by the software of the instrument when 

performing a measurement task with a pre-specified HC,  namely it holds h* =  

^displayed• Furthermore, h represents the raw results of the measurement, not dis

played to the user, but a value that is expected to be stored internally by the 

instrument in some location of memory. Thus, from equation 5.5 and equation 5.6, 

it follows th a t if and only if H C  =  1 then hdisplayed = h.

In addition, it has been noticed that setting the H C  by utilising the same exper

imental data, but starting from different pre-existing values of ‘height correction’, 

//C o’s, leads to different updated H C \S  values . This is explained as follows. On 

the one hand, from equation 5.5 and equation 5.6 the measurement results displayed 

by the software when H C  =  H C q are given by:

^ d isp la yed  =  H C q -h  (5.7)

On the other hand, h represents the measurement result tha t has to be associated 

with the reference material when building the new calibration curve leading to HC\, 

namely:

In,. = HC\ • h (5.8)

From equation 5.7 and equation 5.8 it therefore follows that:

H C \  =  HCa ■ , , ln’3 (5.9)
d isp la yed

Figure 5.1 illustrates the logical process deployed in deriving the quantitative rela

tionship between Z/Coand HC\.

The fact that equation 5.9 allows the user to predict the exact values of ‘height

correction’ returned by the software constitutes strong supporting evidence for the

correctness of this proposed interpretation.
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Figure 5.1: Rationale of the interpretation of the ‘height correction’ factor.
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5.1.2 Lim itations

The description of the calibration procedure reported in section D of ADEP1 and 

ADEP2 appears inadequate not only due to the fact that it does not provide any 

interpretation of the height correction factor, but also from a number of other points 

of view.

Firstly, in contrast with BS ISO 11095 (cf. ibidem section 5.3.4), the necessity of 

performing more than  one measurement in order to set the height correction factor 

is completely neglected in ADEP1 and ADEP2. Hence, the means whereby the 

standard deviation of the errors can be estimated is completely overlooked in these 

manuals. More generally, the variability of the measurement results is not taken into 

any account. In addition, avoiding replicating the measurements prevents a check 

of the assumptions of the regression model using an analysis of the residuals. Only 

a single realisation of the residuals is, in fact, available. In particular, BS ISO 11095 

in section 8.2.2 prescribes th a t, in a one-point calibration, the reference material 

should be measured at least twice.

Secondly, in these manuals no guidance has been given about the selection of the 

reference materials in connection with the measurement task that it is intended to 

carry out. However, BS ISO 11095 in section 8.2.3 prescribes tha t the accepted 

value of the reference material should be greater than the values encountered by 

the measuring system while accomplishing its measurement task. As an example, 

this means th a t it is inappropriate to use a 10 nm  traceable sample for calibrating 

the system, if the measurement task involves lengths in the micro metric range. The 

rationale behind this prescription may be the fact that the calibration curve, as 

every regression model, maintains its predictive and explanatory validity only in the 

experimental region used to estim ate its parameters. Consequently, the ‘one-point’ 

calibration can be deployed only in the range of the corrected lengths ranging from 

zero to the accepted value of the reference material. The parameters of the model, 

f3i and cr, were, in fact, estimated a t these two points.

Thirdly, in the aforementioned manuals, no mention is made of the assumptions
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underlying the one-point calibration model. According to section 8.2.2 of BS ISO 

11095, they can be summarised by three main points:

•  The accepted value of the reference material does not have any error. If this 

assumption does not hold, the model of analysis has an increased complexity 

(cf. chapter 5 in Faraway, 2002).

•  The standard deviation of the residuals is constant.

• The relationship between the measuring system and the reference system, 

namely the calibration function, is linear in the interval from zero to the ac

cepted value of the reference material.

This last assumption of linearity severely restricts the potential usage of the one- 

point calibration method. In fact, in section 8.2.1, BS ISO 11095 recommends 

that this method should not be deployed for calibration purposes. By contrast, it 

should be used essentially for the inspection of an already existing linear calibration 

function.

From the above considerations about the linearity and the selection of the reference 

material, it is argued th a t some room for using the one-point method in the cali

bration of the WLI measuring system does, however, appear to exist. In fact, from 

a mathematical perspective, every calibration function sufficiently regular to be ex

panded as a Maclaurin series (cf. Weisstein, 2006d), can be expressed by the sum 

of a first order polynomial function and an infinitesimal function of order at least 

equal to the amplitude of the interval where the function is defined (cf. Weisstein, 

2006b). In this context, using the Landau symbols, the sentence ‘ function f ( x  — a) 

of order equal to (x — a)n ’ , with a = constant = 0, means f ( x  — a) = o( (x  — a)n) 

(cf. Weisstein, 2002).

Hence, the closer to zero the accepted value of the reference material, the more 

negligible the error in approximating the calibration function with a linear function. 

It may therefore be inferred that this WLI measuring system is designed for ‘small’
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accepted lengths of the reference material and thus for even smaller lengths of the 

measurands. The quantification of the adjective ‘small’ is out of the scope of this 

investigation. In fact, what has been addressed in this study is the usage of WLI 

microscopic techniques in the micrometric range, which represents the middle-upper 

range of the measuring tasks tha t these techniques can perform.

In the light of the aforesaid characteristics of the built-in calibration procedure, a 

main technological choice made by the manufacturer appears to be technically un

convincing. In fact, on the basis of an original design allowing the user to set a 

restricted interval of small scan lengths, the WLI system under investigation was 

subsequently provided with a scanner element extending significantly this range of 

scan lengths towards greater values (up to a few millimetres). Notwithstanding, 

the one-point calibration procedure has not been modified accordingly. Therefore, 

even though the scanner can travel significantly longer distances, the trueness of the 

measurement results in the micrometric range and above appears to be seriously 

compromised. In order to ascertain quantitatively the presence of bias induced on 

the measurements by the inadequate calibration procedure, an experimental inves

tigation was carried out and is presented in the next section.

5.2 Bias assessment of the white light interferomet

ric microscope

The built-in calibration procedure has been identified in the previous section with the 

one-point calibration method defined in section 8.2 of BS ISO 11095. This procedure 

is founded on the hypothesis of a linear relationship between the measurement results 

and the accepted values of the reference materials.Otherwise stated, it is based on the 

hypothesis of linearity of the calibration function. This assumption is experimentally 

investigated in this section.

For the sake of simplicity, the height correction parameter has been set at 1, namely 

H C  = 1. Hence, as previously mentioned in section 5.1.1, the measurement results
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displayed by the instrument are the same as those internally stored, i.e. h*displayed = 

h. Therefore, if the hypothesis of linear calibration curve is correct, then the differ

ence between the measurement results taken on a set of reference materials and the 

true lengths of these reference materials should exhibit a linear relationship against 

these true lengths. This circumstance holds as long as the calibration function is 

linear and in spite of the fact tha t H C  =  1 can be an inappropriate value for the 

height correction. In fact, if H C  =  1 is inappropriate but the calibration function 

is linear, the aforementioned differences hij — L s>i have still to display a linear rela

tionship with L Sfi. The symbol denotes the j-th  measurement taken on the i-th 

reference material.

Figure 5.2 illustrates these concepts by means of the simulation of an example. 

In its part (a), simulated measurement results have been generated according to 

model hdispiay^j — ^ ij — ^ ’ ^s,i T &ij with i 1, . . .  ,5, j  1, . . .  ,10,

{0, 1, 2, 3, 4} jim  and ê - ~  N I I D  (fi = 0, a = 0.5). The data  have been generated 

using R on a GNU/Debian system. ‘R is a language and environment for statistical 

computing and graphics. It is a GNU project which is similar to the S language and 

environment which was developed a t Bell Laboratories by John Chambers and col

leagues. R can be considered as a different implementation of S’ (cf. R Development 

Core Team, 2006). The abscissae of the data in both the parts of the figure instead 

of being just 5, i.e. {0, 1, 2, 3, 4} //m, are as many as the data. In fact, for the sake 

of clarity of the figure they have been randomly offset by using a function of the R 

language (jitter()). In part (b) of Figure 5.2, the structural part of the theoretical 

model that generated the data, i.e. h*displayi■ = = 3 • L sd cannot be distinguished

from the first order linear model fitted to the same data. This represents a simula

tion of a perfectly linear measuring system. In real situations, had the fitted model 

in this figure departured from a first order linear model, then it could be concluded 

th a t the measuring system is not linear.

Furthermore, the true lengths L s/ s  cannot be known. In spite of this fact, it can 

be derived from the specification limits L S L ls and U S L ls presented in equation 

3.8 and equation 3.9 and from BS EN ISO 3650 (cf. ibidem table 5), that the L s/ s
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h’display = h 
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(a) Linear calibration function 
-  HC=1 -

simulated data
simulated linear calibration function: h = 3 * Ls,i 
pre-existing calibration function (HC=1): h = Ls,i

12

10

8

6

4

2

0

0 1 2 3 4

Ls,i [microns]

h -  Ls,i 
[microns]
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Fitted linear model: h = 0.116 + 1.98 * Ls,i
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Figure 5.2: Simulation of a measuring system exhibiting a linear behaviour.(a) Re
calibration based on 5 virtual accepted values (0, 1, 2, 3, 4) (b) Linearity of the 
deviations from the reference systems.
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have to lie in the interval ln<a ± 0 . 4  [inn for the gauge blocks used in this study.

Thus, if the accepted values of the reference materials are set at their nominal value 

Zn,s’s, then the expected maximum error L a — Z„i5 is less than or equal to 0.4 [im. 

Hence, estimating the difference — L Syi by means of — ln>a>i involves a potential 

error tha t is limited in absolute value to 0.4 fim. Therefore, the deviations

dij — | -  lnt3ti\ -  0.4 \im i — 1, . . .  , a ; j  =  1, . . .  , n (5.10)

can be accounted for only by the measuring system and not by the reference ma

terials. Alternatively, these deviations could have been calculated using the semi

amplitude of the expanded uncertainty of the reference materials as can be computed 

from the discussion in section 3.2.3. Nevertheless, the usage of the semi-interval of 

the specifications of the references is significantly larger than the corresponding semi

interval of the expanded uncertainty (for instance at 95% significance level). Thus, 

it was preferred, in order to have a simpler approach and to be more conservative.

Furthermore, if the relationship between the d ^ s  and the s exhibits evident 

departures from linearity, then it can be concluded tha t the assumption of a linear 

calibration function for the WLI microscope is not supported by the experimental 

data.

Figure 5.3 displays the plot of the s and the Zn)S/ s .  The hypothesis of linearity 

does not appear to be supported. In fact, first and second order linear models were 

fitted to the data  of Figure 5.3. On the one hand, the first order linear model 

resulted in R 2 = 57.8%, a = 1.08 fim  and A IC  = 195.45. Furthermore, the test for 

significance of the regression yielded F0 =  84.91% on land  62 degrees of freedom, 

with PVaiue =  3.19 • 10-13. On the other hand, the second order linear model resulted 

in R 2 = 79.08%, a = 0.767 fim  and A IC  =  152.54. In addition, the test for 

significance of the regression gave F0 = 115.3 on 2 and 61 degrees of freedom with 

Rvalue — 2.2 • 10-13.Thus, on the basis of the A I C  values, the second order model 

appears to provide a more adequate interpretation of the da ta  than the first order 

model (cf. section 4.4).
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Absolute deviations from the nominal 
h*display = h in excess of the semi-amplitude of
[microns] the specification interval (0.4 microns)

X Absolute deviations
—  First order model
- - Second order model
•  Average for a  pre-specified nominal length15 -

14 -

13 -

12  -

180 220 240
Nominal length (ln,s)

[microns]

Figure 5.3: Absolute deviations dij and fitted linear models of first and second order.
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Figure 5.4: Residuals versus test sequence and versus fitted values for the first and 
second order models.
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The plots of the residuals against the run order and the fitted values for both the 

first and the second order linear models are displayed in Figure 5.4. In this figure, 

the fitted values have been randomly displaced from their actual values, in order not 

to have overlapping data  (cf. the function jitterQ  in the R language, R Development 

Core Team, 2006). No significant patterns are apparent in the plots of the residu

als against the run order, although the presence of a mild ascending pattern might 

be suspected in the second order model. For both the models, however, no major 

violations of the assumed independence of the errors are supported by the experi

mental evidence. From the plots of the residuals versus the predicted values, two 

main conclusions may be drawn. First, the spread of the realised residuals for each 

fitted value does not appear to vary significantly with the predicted values. Thus, 

no violation of the assumed constant variance of the errors seems to be supported by 

the experimental evidence. Second, it can be argued that both the models display 

some degree of relationship between the residuals and the fitted values as these plots 

do not appear structureless. It is inferred, therefore, tha t models including other 

predictors and/or characterised by alternative functional relationships with the pre

dictors can provide a better insight into the experimental data. Notwithstanding, 

this investigation is beyond the scope of this study. The purpose of this study is, 

in fact, to show how the assumption of linearity of the built-in calibration is most 

questionable.

In Figure 5.3 it can also be noticed th a t a large contribution to departures from 

linearity of the calibration function comes from the residuals associated with the 

nominal reference length lntS = 183 fim. In fact, in connection with this nominal 

length, the figure displays the maximum deviation of the measurement results from 

the prediction of the first order model. Such a deviation is 1.45/xm, due to the 

fact that the prediction is 12.46 //m, whereas the average measurement result is 

11.01 fim . From a conservative point of view therefore, the possibility that some 

unforeseen nuisance factor has affected the build of this particular reference sample 

cannot be excluded. If that were the case, the analysis presented in this section might 

have given different outcome regarding the linearity of the calibration function of the 

measuring system. However, even in these hypothetical circumstances, the built-in
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calibration procedure would still be inadequate, in spite of the compliance of the 

measuring system to the linearity assumption. In fact, the first order regression 

model in Figure 5.3 has an intercept /30 = 6.37/im, where this estimate has been 

obtained by means of the ordinary least squares method. Furthermore, from a 

qualitative graphical inspection of Figure 5.3, it is inferred tha t this estimate would 

increase if the measurements of the sample with lntS = 183 fim  were compliant 

to the linearity assumption. The presence of an intercept different from zero is 

also incompatible with the one-point calibration method and so, with the built-in 

calibration procedure.

On the basis of the experimental evidence, therefore, and on the basis of this analysis, 

it can be concluded tha t the calibration procedure built in the WLI microscope 

does not appear do be satisfactory. It is, in fact, based on assumptions tha t are 

unrealistic in the range of lengths investigated, i.e. in the range [150, 250] fim. 

These unrealistic hypotheses are either the linearity of the calibration function or 

the absence of an intercept term  in the calibration function. Consequently, a new 

calibration procedure taking into account these findings is introduced in the next 

section.

5.3 Proposed calibration procedure

5.3.1 Description

In the previous section it has been pointed out tha t there are two main critical 

points in the calibration procedure built in the WLI microscope used in this study 

when measuring lengths in the micrometric range. Namely, they are: the potential 

departures from linearity of the calibration function and the potential presence of a 

non-null intercept term in the calibration function.

In order to overcome these problems a new approach is introduced. It is founded 

upon the following elements:
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Firstly, as strongly suggested in BS ISO 11095, more than a single reference material 

is considered. In particular, the reference materials are selected in such a way 

tha t they evenly span the region where the measuring system is to be deployed. 

The number of reference materials has been chosen in such a manner that each 

reference material is in the centre of a 3 im  interval of lengths on the axis of the 

reference systems (reference and measuring systems are presented in section 4 of 

BS ISO 11095). In fact, in section 4.3 the repeatability standard deviation of the 

WLI microscope has been estimated as amounting to about <r =  0.5 fim  for lengths 

in the range from 150 fim  to 250 \im. Consequently, assuming tha t the result of 

a single measurement test is contributed by many independent random factors, 

each of them having a small, non-prevailing and finite effect, it can be argued, 

on the basis of the central-limit theorem (cf. sections 4.2 in chapter 5 and 3.3 in 

chapter 6 of Mood et al., 1974), tha t such a single result is expected to be normally 

distributed(similar arguments can be found also in sections 1.4, note 2 of Drapper 

and Smith, 1966). Hence, under this normality hypothesis, only about 0.27% of the 

measurement results are expected to  fall outside the interval given by the accepted 

value of the RM ±3 • &, i.e. given by the accepted value of the RM ± 1 .5 /xm. Thus, 

on the one hand, having references of length closer to each other of more than 3 fim  

does not bring any benefit. It cannot in fact be resolved whether differences between 

measurement results of adjacent RM ’s are due to the difference in the accepted values 

of the RM’s or are due to the precision of the measuring system. On the other hand, 

if the differences between nominal lengths of contiguous RM were larger than 3 //m, 

it would be difficult to support conclusions about the calibration function in areas 

of the reference system axis not covered by any RM. Therefore, a difference of 3 fim  

represents an optimal balance between these two contrasting needs. The adjective 

‘optim al’ refers to the expected reliability of the data analysis and of the subsequent 

conclusions drawn from it. However, it has to be noticed tha t BS ISO 11095 does not 

provide any detailed recommendation on how to select the number of the reference 

materials. In section 5.3.3, it merely points out that the RM ’s in the overall interval 

of the accepted values should be not less than 3 and th a t it should be increased 

in any subinterval where the linearity of the calibration function is questionable.
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In section 9.2 the same standard also presents an example of linear calibration in 

a micrometric range. In this example, there is no degree of freedom left to the 

experimenter in selecting the accepted values. In fact, they are built in a single 

sample of standard reference material.

Moreover, as has already been pointed out in section 5.1.2, the likelihood of having 

a linear calibration function increases while reducing the amplitude of the interval of 

the accepted lengths. The overall range of accepted lengths over which a calibration 

function is demanded for accomplishing a pre-specified measuring task is, therefore, 

divided in subintervals of significantly smaller amplitude. A separate regression 

model is then fitted to the measurement results of each subinterval. In this manner, 

there are two main benefits. Firstly, the number of parameters potentially needed 

by the model is expected to be small, due to the expected closeness of the calibration 

function to a linear behaviour. Secondly, the possibility of having a calibration func

tion th a t does not pass through the origin is anticipated to be significantly reduced. 

In fact, the data  points in a subinterval only affect the model defined locally on the 

same subinterval and do not exert significant influence over the fitting procedure in 

regions distant from it. This undue global influence of data  points could appear , for 

instance, in the case of polynomial regression (cf. section 8.3 of Faraway, 2002). At 

the junction point of two models pertinent to two adjacent subintervals however, the 

presence of any discontinuity is not expected. In fact, the observation of physical 

phenomena does not usually support discontinuity and sudden changes in the ob

served physical quantities, without the presence of identified causes. Consequently, 

in this proposed method, two adjacent models have been constrained to have the 

same value of the calibration function at the junction points between two adjacent 

subintervals. In the literature, this technique is referred to as ‘broken stick regres

sion’ (cf. section 8.2.1 of Faraway, 2002), or ‘broken line regression’ (cf. sections 4.5 

and 9.2.2 of Sen and Srivastava, 1990), when the models in each subinterval are of 

first order. However, when this approach is generalised so as to account for more 

complex functional relationships, it is referred to as ‘broken curve regression’ (cf. 

sections 4.5 and 9.2.2 of Sen and Srivastava, 1990). In particular, if the functional 

relationship is described by polynomials in each subinterval, then the resulting func
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tion defined on the overall interval is sometimes called a spline. Nevertheless, in a 

more strict sense that was not adopted in this study, the word ‘spline’ is used with 

an added limitation. This added limitation is that all the derivatives of order s — 1 

exist across the boundary of each subinterval, when the polynomials are of degree 

s.

Each point delimiting a subinterval is designated as knot. In this study, the selection 

of the knots has been driven by the experimental conditions. In fact, the knots were 

selected so as each resulting subinterval represented an homogeneous experimental 

unit. In particular, the data  in each subinterval were gathered in a randomised 

sequence, whereas no randomisation was performed between data from different 

subintervals. Thus, the knots were selected so that the resulting experimental effort 

for each subinterval was affordable. Therefore, the knots constitute an input to the 

fitting procedure and do not offer augmented degrees of freedom in improving the 

fitting. Such a circumstance would make the problem of estimation of the model 

parameters no longer linear (cf. section 9.2.2 of Sen and Srivastava, 1990).

In this study, the proposed method for determining the calibration function repre

sents an extension of the second order spline regression model presented in section 

9.2.2 of Sen and Srivastava (1990), which does not allow a first order model to be 

fitted on the first subinterval. In particular, when one knot is present, the proposed 

model is given by the following equation, during the calibration experiment:

2 ord

hij — Po T ^   ̂^  > „ |^1 ln,s,i\ ’ $1 T &ij  ̂— 1? • • • ? J — 1?  ̂ Tl (5.11)
1=1 s = 1

In equation 5.11, k \represents a pre-selected knot in the overall interval [ a ^ ,  buB\- 

, whereas ord is an integer as large as it is wanted and represents the maximum 

order of the polynomials th a t is taken into account. Thus, the proposed model 

is not limited to the second order as the model presented in section 9.2.2 of Sen 

and Srivastava (1990) is. During the calibration experiment, the overall number 

of RM’s is a, whereas the number of replicates of the experiment is n. The in

dependent variable is the nominal length of the RM’s, namely whereas the
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dependent variable the j-th  measurement result on the i  — t h  RM. The sym

bol Si represents the indicator function of the subintervals, i.e. <$i =  1 (<J2 =  1) if 

l n ,s,i  € [aLB, ki) ( l n ,s,i £ [ki, b U B ) )  and S i  = 0 ( S 2 = 0) elsewhere. Some of the un

known parameters f3^s can be set to zero independently during the ordinary least 

squares procedure. In this manner, simpler models can be build and lower AIC 

potentially be obtained in comparison with the second order model presented in 

section 9.2.2 of Sen and Srivastava (1990). The spline described in equation 5.11 

is continuous in the knot. However, it is differentiable in the knots only if all the 

terms of first order are zero, namely /A,i =  0 and (32,\ =  0.

In this investigation, a criterion-based approach to the selection of the order of each 

polynomial part of the spline was followed. Sections 10.3 and 10.4 of Faraway (2002) 

do, in fact, strongly recommend using a criterion-based method. However, orders 

greater than the second have not been examined. In fact, the selection of the RM’s 

with the minimum acceptable difference between adjacent nominal lengths suggests 

tha t deviations from linearity are expected to be relatively small.

During the calibration experiment, the height correction was set at one and never 

changed. On obtaining the calibration function and when performing a generic 

measurement task, the measurement data  from the instrument were exported in a 

coded text file. These data were decoded first and then they were transformed in 

the corrected measurement results by means of the calibration function. For the 

case investigated, the transformation of the data by the calibration function was 

implemented in a C program on a GNU/Debian system by making use of the GNU 

scientific library (GSL), (cf. Galassi et al., 2005).

A calibration experiment implementing the procedure described in this section is in

troduced in the next section for the overall interval of accepted lengths [180.5 , 219.5]

f im .
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5.3.2 Im plem enting the proposed procedure

The reference materials deployed in this investigation were the samples built by 

means of the gauge blocks as described in section 3.1. The procedures for positioning 

the stage of the WLI microscope and for determining the measurement results of 

the step heights were also identical to those utilised in the repeatability analysis (cf. 

section 4.2).

The number of replicates of the experimental design was limited to 3. The maxi

mum affordable experimental burden and the possibility of frequent recalibrations 

led, in fact, to the selection of a very small number of replicates. The number of 

replicates chosen in this study is, however, very close to 4 replicates. This is the 

number selected in the example of section 9.2 of BS ISO 11095, where no supporting 

comments were provided.

In addition, the number of the reference materials was selected so as to maximise the 

use of the available surface on the auxiliary plate (quartz optical parallels) during 

the build of the samples. This resulted in a maximum of 7 RM ’s available at the 

same time on the stage of the WLI microscope. Consequently, on the basis of the 

discussion in the previous section, during each calibration experiment an interval 

of maximum amplitude 3 -7  =  21 /zm can be covered . Therefore, a knot in k\ =

201.5 /zra is sufficient to cover the range of nominal lengths ranging from 180.5 /zra 

to 219.5 /zra. Hence, the overall interval results divided into two subintervals with 

common extreme in k\ — 201.5/zra. Furthermore, the first subinterval is spanned 

by 7 evenly spaced RM ’s , whereas the second by 6. Thus, the calibration function 

is a spline defined by two polynomial functions and it is continuous in k \ .

In the forward criterion-based approach to the selection of the model, the first step 

consists in calculating the AIC for the two first order polynomial functions tha t are 

fitted to the data by means of the least squares method. This yields a broken stick 

regression model (alias ‘broken line’ or ‘hockey stick’ or ‘segmented regression’). The 

second step is fitting two calibration functions. Each of them  is of the first order 

on one subinterval and of the second order on the other. The third step consists in
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fitting a spline calibration function made of two second order models. Finally, the 

AIC of all the fitted models are compared with each other and the spline calibration 

function with the lowest AIC is selected.

The AICs resulting from this procedure are summarised in table 5.1. Consequently 

the spline with a second order polynomial function on both the subintervals is se

lected as a calibration function for the range of accepted lengths [180.5 , 219.5] fim. 

It can also be noticed tha t not only has the broken stick regression resulted in two 

straight lines with slopes significantly different (—0.931 and 1.00), but also that 

the straight line fitted over the global interval has yielded a —6A 6fim  intercept. 

These remarks confirm how inadequate the assumption of linearity of the calibra

tion function is for the measuring system under investigation. Consequently, the 

spline approach is preferred to the first order model fitted on the overall interval, 

even in the case of the broken line where the resulting spline model has higher AIC 

than this first order model.

The models investigated are displayed in Figure 5.5. It can be noticed that both the 

quantitative results shown in Table 5.1 and a qualitative visual analysis of Figure

5.5 support the idea th a t the different competing models are not much different from 

each other, as was expected from the discussion about the linearity, the Maclaurin 

series and the Landau symbols in section 5.1.2. However, The benefit of using an 

approach based on the splines is already apparent, due to the presence of a non null 

intercept when fitting the first order model on the overall interval.

In part (c) of Figure 5.5, the measurement results have their abscissae randomly 

distorted (cf. the function jitterQ  in the R language, R Development Core Team, 

2006) in order to improve the clarity of the figure. The average of the measurement 

results for each RM and the measurement results predicted by the fitted model for 

each of the RM’s deployed in the calibration experiment were calculated using R 

(cf. R Development Core Team, 2006). They are also shown in part (c) of Figure 

5.5. Although from a graphical point of view the agreement between the predicted 

values and the averages appears qualitatively satisfactory, a test for lack of fit reveals 

that the fitting performances of the proposed model can be improved (cf. chapter
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Model First
order
model

Broken
stick

First order on 
[180.5 , 201.5) f.im 
Second order on 

[201.5, 219.5) [im

Second order on 
[180.5, 201.5) fim  

First order on 
[201.5, 219.5) pm

Second 
order 

on both

AIC 132.02 133.11 131.39 134.28 129.40
RSS 57.80 56.47 51.33 55.28 46.34
R 2 98.76 98.79 98.90 98.81 99.01
0o -6 .46 188.31 188.75 188.55 189.49
0i 0.968
01,1 -0 .938 -0.971 -1 .0 5 -1 .23
02,1 1.00 0.729 0.560
02,2 0.0178 0.986 0.0258
01,2 0.00596 0.0134

Table 5.1: Model selection for the spline calibration function and global first order 
model.
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Measurement results [urn] (a) Measurement results [jim] (b)

182 188 194 200 206 212 218 182 188 194 200 206 212 218
Nominal length Jim] Nominal length Jim]

Measurement results Jim] (c)

i 1-------- 1-------- 1---------1---------1-------- 1-------- 1-------- 1-------- 1 i---------1--------1—
182 185 188 191 194 197 200 203 206 209 212 215 218

Nominal length Jim]

Figure 5.5: Competing candidate calibration functions. In part (c) the selected 
model is displayed.
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6 in Faraway, 2002). In fact, an F test for lack of fit results in F0 = 6.715 with a 

Pvaiue =  8 .99 -10-5 (cf. chapter 6 in Faraway, 2002 and section 1.5 in Drapper and 

Smith, 1966). Therefore, on the basis of this test, the hypothesis that the estimate 

of the variance of the errors from a saturated model1 is the same as the estimated 

variance of the errors of the model under investigation is rejected. Instead, they 

should be the same if the proposed model perfectly fits the data. Consequently, 

the fit to the data  can be significantly improved if the structural part of the model 

is changed and, most likely, becomes more complex. However, as Faraway (2002) 

points out in section 6.2, by increasing the complexity of a model, i.e. the number 

of its parameters, a perfect fit can be reached, although, by doing so, no inferential 

knowledge about the studied phenomenon is achieved from the data. In addition, 

establishing to what extent the fitness of a model to the data should be pursued is 

perceived as a most difficult and critical task by Faraway (2002) (cf. ibidem, section 

6.2).

In this study, this problem has already been addressed in this and in the previous 

section by limiting the complexity of potential models to the second order and by 

using a procedure of model selection based on the AIC criterion.

Once a model structure has been selected via the AIC criterion, the realisations of 

the residuals were analysed. In fact, they have not to contradict the hypotheses 

underlying the fitted model. The discussion of the residuals is introduced in the 

next section.

5.3.3 Analysis of the residuals

The plot of the realisations of the residuals versus the test sequence is displayed 

in part (a) of Figure 5.6. The two experimental units in which the run order was 

randomised are associated with the test sequence [1, 21] for the nominal lengths

1This is also known as variance due to ‘pure error’. A saturated model is a model which makes 
provision of a single parameter for each unique combination of the predictors, i.e. an ANOVA 
model (cf. section 6.2 in Faraway, 2002).
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{182, 185, 188, 191, 194, 197, 200} /.im  and with the test sequence [22, 39] for the 

nominal lengths {203, 206, 209, 212, 215, 218} //m, respectively. A dotted vertical 

line separates the two experimental units.

This plot appears not to show any evident pattern or serial correlation, apart from 

a short-range decreasing behaviour related with the cases 37, 38, 39. Therefore, it 

does not contradict the hypothesis of Independence between the errors. Although 

two cases (16 and 39) appear suspiciously extreme when compared with the other 

data, they are still a t a close distance from the origin (less than 3 fim). Thus, it is 

difficult to establish if this is due to the presence of a uncontrolled contaminating 

nuisance factor or due to the natural randomness inherent in the measuring process. 

In this latter case, their exclusion from the analysis would be inappropriate. Part 

(b) of the same figure also shows tha t these cases do not exhibit any high leverage 

value nor large standardised residuals. Their exclusion from the analysis, therefore, 

is not expected to affect significantly the estimated values of the model parameters 

(cf. sections 8.5 about dfbeta and dffit and their relationship with the leverages and 

the standardised residuals in Sen and Srivastava, 1990. See also sections 7.2, 7.3, 

7.4 in Faraway, 2002). Hence, their inclusion or exclusion from the analysis does 

not affect significantly the conclusions th a t are drawn.

Thus, although Figure 5.7 both in part (a) and (b) confirms th a t the cases 16 and 39 

are extreme, they are not further analysed and are simply included in the analysis. In 

part (b) of Figure 5.6, all the measurement results pertaining to the nominal lengths 

182 and 218 [im have leverage values close to the threshold suggested by several 

authors as a cut-off point (cf. sections 8.2 in Sen and Srivastava, 1990, sections 7.1 

in Faraway, 2002 and section 10-7.2 in Montgomery, 2001). These authors do in 

fact conclude that, if a case has a leverage larger than this threshold, its dependent 

variables are far from the average point of the dependent variables over all the cases. 

Therefore, its remoteness causes such a case to exert an undue influence on the model 

predictions or explanations. A discussion of these results is presented in section 8.2 

and 8.2.1 of Sen and Srivastava (1990). It is consequently inferred that conclusions 

less sensitive to the measurement tests of the RM’s with nominal lengths 182 and
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Figure 5.6: Residuals versus run order (a) and standardised residuals versus lever
ages (b).
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218 fim  can be obtained by leaving them out of the defining procedure of the spline 

calibration function. Therefore, part (b) of Figure 5.7 suggests that the stability of 

the proposed calibration procedure would improve if each of its subintervals were to 

cover a narrower range of nominal lengths. The plot of the standardised residuals 

against the predicted values do not exhibit significant violation of the hypothesis of 

homoscedasticity of the errors, apart from the already mentioned effects due to the 

case 16 and 39. However, a pattern is appearing in this plot. It underlines the fact 

that some room is left for improving the fitting using a more complex structural 

functional relationship. The Normal probability plot of Figure 5.7, part (b), does 

not display significant departures from the assumed normality.

Once a calibration function is available, a control method is necessary in order to 

assess over the time whether the pre-existing calibration function can be safely de

ployed or a further calibration experiment is needed. A control method is presented 

in the next section.

5.4 Extended use of a calibration function

The two conditions needed for the calibration function to be valid are explicitly 

listed in section 4 of BS ISO 11095.

Firstly, the calibration experiment has to be designed to be representative of the 

normal operating conditions of the measuring system. However, the same standard 

fails to specify what the term  ‘representative’ means from an operational point of 

view. The standard BS ISO 11095 does, in fact, prescribe the usage of more than 

one RM in its basic method for calibration. Nevertheless, nothing is said about 

the manner of choosing the number of RM’s and the number of replicates of the 

calibration experiment in order for it to be representative of the normal operating 

conditions of the measuring system.

Secondly, the measuring system needs to be in a state of control. The state of 

the measuring system during the calibration experiment has to be non-significantly
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different from the state of the same system in later periods of time. This means 

that the measuring system yields non-significantly different results when measuring 

the same quantities in later instants of time. In BS ISO 11095, this condition 

is also referred to as stability of the measuring process. Therefore, the calibration 

function fitted to the experimental results during a calibration experiment maintains 

its validity over a period of stability of the measuring process.

Consequently, the use of a calibration function, and more in general the use of a

generic measuring system, cannot eschew assessing the period of time over which 

the measuring process is stable. Thus, the investigation of the stability and of the

period of stability of a process requires the design of a control method.

On one hand, a control method provides a means of detecting whether changes 

(assignable causes) have occurred in the system tha t support an investigation and a 

recalibration. On the other hand, it makes provision of a method for estimating the 

uncertainty of the values th a t have been obtained by a given calibration function. 

However, this second aspect is beyond the scope of this investigation. Further details 

about it are presented in section 7.5 of BS ISO 11095.

The control method presented in section 7 of BS ISO 11095 appears difficult to 

extend to the proposed calibration method. In fact, it is based on the differences of 

the transformed measurement results from the accepted values of the RM’s. And for 

the proposed calibration function, the probability density function of such differences 

assumes forms more difficult to evaluate than in the case of the linear calibration 

function presented in BS ISO 11095.

Therefore, in this study, it is proposed to assess the stability of the measuring system 

using the residuals of the calibration function. In fact, when the system is in control, 

the residuals account for all the sources of variability of the measuring process that 

are different from the accepted value of the RM’s. Hence, if a non self-evident 

nuisance factor occurs and alters the stability of the measuring system, this has an 

effect on the mean or on the variability or on both the mean and the variability 

of the residuals. Examples of these not self-evident nuisance factors, also called
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‘assignable causes’ in the terminology developed by Shewhart (cf. sections 4-2 in 

Montgomery, 1996), are a malfunction of one internal component of the measuring 

system, a change in the variability of the laboratory tem perature and the occurrence 

of vibrations not sufficiently attenuated by the ad hoc stage. The assessment of the 

stability of the measuring system has been divided into two parts: the status of 

control while performing the calibration experiment and the status of control in 

subsequent periods of time. In fact, for these two parts, two distinct methods have 

been proposed and are presented in the next two subsections.

5.4.1 Control m ethod during the calibration experim ent

The residuals have been obtained on the fundamental hypothesis th a t the measuring 

system is in a state of control (cf. sections 4 in BS ISO 11095). Hence, their plot 

against test sequence, illustrated in part (a) of Figure 5.6, is expected not to exhibit 

any major violation of this assumption.

However, in order to provide quantitative evidence of the stability of the system, a 

further analysis is needed. In particular, the control method should provide a means 

of detecting small deviations from the status of control th a t part (a) of Figure 5.6 

cannot highlight. The control method should also be suitable for sample sizes of the 

quality characteristic equal to one. In fact, it does not seem appropriate to aggregate 

residuals tha t are consecutive but are also most likely refering to different accepted 

lengths because of the randomisation procedure. Similarly, it does not seem appro

priate to aggregate residuals refering to the same nominal length but not consecutive 

in the test sequence. Thus, in the light of these two considerations a cumulative-sum 

(CUSUM) control chart for the mean of the residuals and one for their variance has 

been designed. In particular, the internally studentised residuals are considered, so 

as they have the same variance, under the assumption of homoscedasticity of the 

errors. More details about CUSUM control charts are provided in section 7.1 of 

Montgomery (1996). The reference value K c u s u m  = k c u s u M  • &c u s u m  , ,and the 

decision interval H c u s u m  = hcusuM ' g c u s u m i  •> where &c u s u m  ? is the standard
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deviation of the statistic whose realisations are plotted in the CUSUM chart. In 

this study, a  c u s u m  should be one, under the assumption of the calibration model 

(homoscedasticity of the errors) and if the estimates of the standard deviations of 

the errors used in standardising them were exactly equal to the unknown standard 

deviations. Therefore, it has been set a c u s u m  =  1, independently from the sample 

standard deviation of the standardised residuals, which in every case is expected to 

be close to one. In addition, the state of out-of-control th a t the chart aims to detect 

has to be specified, namely:

Vl,CUSUM =  {*0,CUSUM +  &CUSUM ’ &CUSUM (5 .12)

HCUSUM =  KCUSUM  • d c u S U M  =  kcUSUM ' VCUSUM • d c u S U M  (5 . 13)

In equation 5.12, c u s u m  and c u s u m  represent the mean of the plotted statistic 

when the process is in control and when it is out-of-control, respectively. Hence, 

AH,c u s u m  is defined by assigning a value to Sc u s u m , tha t is a specification input to 

the control chart design. Instead ^ 0,c u s u m  Is set at zero, due to the definition of 

the standardised residuals and due to the first normal equation in the least squares 

procedure (cf. section 1.2 in Drapper and Smith, 1966). k c u s u M  Is selected in 

accordance with the size of the shift, S c u s u m • The most used value is reported to 

be k c u s u M  =  Sc u s u m / 2  (cf. sections 7-1.3 in Montgomery, 1996). Once k c u s u M  

has been determined, the value of Hc u s u m  Is selected so as the average run length 

when the process is out-of-control, ARL(S = S), is minimised, when the wanted 

average run length for the in-control process, AR L(8 = 0), has already been given. 

This approach allows the determination of d c u s u M  and consequently h c u s u M  and 

H c u s u m • In this study, it has been set S c u s u m  =  1.5 and ARL{5  =  0) =  500. 

Thus, it follows tha t k c u s u M  = 0.75. Therefore, from Bowker and Lieberman 

(1972), it is derived d c u s u M  — 4.7 and Hc u s u m  =  { S c u s u m  • d c u s u M ) / 2 =  3.5. 

Prom the discussion above, it also follows that fro ,c u s u m  =  0 and a  c u s u m  =  1, thus 

H c u s u m  =  0.75 and H c u s u m  = 3.5. This design yields AR L{8  =  1.5) =  5.4 (cf. 

sections 7-1.3 in Bowker and Lieberman, 1972). Therefore, on average, the chart 

takes 5.4 samples to signal an alarm, when a shift of the mean of 1.5 has occurred.
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These figures appear compatible with the overall experimental effort (39 samples).

For controlling the variability the approach presented in section 7 — 1.9 of Mont

gomery (1996) was followed , where an ordinary CUSUM was designed for the fol

lowing statistic: _________
V & i,sta n d a rd ised  0.822

c u s u m  - - ---------------- q - ^ 4 9 -----------------  ( 5 ’ 1 4 )

The random variable c u s u m  defined in equation 5.14 has an approximate Nor

mal standard distribution when the process is in control. The design parameters 

h c u s u M  =  3.5 and k c u s u M  — 0-75 are the same both for the mean and the variance. 

The reference value K c u s u m  and the decision interval H c u s u m  are also the same, 

due to the fact tha t in both cases the standard deviation is equal to one and the 

in-control mean is equal to zero.

It has to be remarked th a t both the CUSUM’s are designed under the assumption 

tha t the data are normally distributed and, in the second case, also standardised. 

However, while the internally studentised residuals are indeed standardised, on the 

other hand, it is believed that, in reality, they have a Student’s t  distribution with 

n  — p  degrees of freedom, with n  equals to the number of cases and p  equals the 

number of (3 parameters in the calibration model. In fact, they are obtained as a 

ratio of a normal standard distribution, the residuals, and the square root of an 

independently chi-squared distributed random variable over its degrees of freedom, 

namely a  from equation 4.6 (for the distribution of the estim ator of the variance of 

the residuals cf. section 3.4 in Faraway, 2002). Nevertheless, the Student’s t  tends 

asymptotically to a Normal when increasing its degrees of freedom, i.e. when n  is 

sufficiently larger th a t p .  Thus, in this context, as in the analysis of the residuals, 

this approximation is expected to hold. This observation accounts also for the fact 

th a t departures from normality most frequently occur on the tails in a normality 

probability plot of the standardised residuals. In fact, the difference between a 

Student’s t (thicker tails) and a Normal (thinner tails) is most apparent on the tails 

of these probability density functions. Some further remarks about the relationship 

between the distributional proprieties of errors, residuals and standardised residuals
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can be found in sections 2.1.1 and 2.1.2 of Ryan (1997).

Further details about the combined usage of CUSUM both for mean and variance are 

presented in Hawkins (1993). The control charts for the experimental data  collected 

during this investigation are shown in Figure 5.8. They do not exhibit any out-of- 

control status. Figure 5.8 has been obtained by adding the package ‘qcc’ described 

in Scrucca (2004) to the R software environment (cf. R Development Core Team, 

2006).

5.4.2 Control m ethod after the calibration experim ent

On obtaining the calibration function, the design of a control method is needed in 

order to support the extended usage of the calibration function over the time.

On the one hand, the control chart proposed in section 7 of BS ISO 11095 for a linear 

calibration function, does not appear a viable approach for the spline calibration 

introduced in this study. In fact, the distributional characteristics of the inverse of 

the spline are not immediately available as they are in the linear case. Furthermore, 

in the case of a second order spline, the ISO approach would involve an inversion 

of the calibration function tha t, from the practical point of view, appears quite 

complicated when running the measurement system.

On the other hand, traditional Shewhart control charts for the mean and for the 

variability appear suitable when measurement results of a single reference material 

are repeated over time (for more insight into Shewhart control charts, cf. chapters 

4, 5 and 6 in Montgomery, 1996). Instead, BS ISO 11095 prescribes th a t a t least 

two RM’s should be considered even in the simple case of linear calibration function 

(cf. section 7.3.1 in BS ISO 11095). Consequently, in this study a new control 

method has been proposed that, while taking into account the specifications and 

the suggestions of BS ISO 11095, try  to address the need for keeping the control 

method affordable to run and as simple as possible.

Setting these targets resulted in selecting the minimum number of RM ’s as control 

points. Therefore, Two RM’s for each subinterval were considered. Similarly, the
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number of replicated measurements on each RM was set at 2. The frequency of 

control was set by analogy with the procedure adopted for similar measurement 

instruments in other laboratories. In fact the manual of the instrument provides 

only a generic indication, verbatim, ‘calibration of the MicroXAM is necessary from 

time to tim e’ (cf. appendix D in ADEP1 and in ADEP2). In the same manual 

it is also said tha t ‘a check of calibration is advisable on at least a monthly basis’ 

(cf. ibidem, on the same page). However, what the manufacturer means with ‘a 

check of calibration’ is not further specified. It was therefore decided to adopt the 

same frequency of control tha t is adopted at the Microfabrication Laboratory of 

the University of California at Berkley for a similar instrument (cf. section 9.5 

in MICRO). Consequently, in the proposed procedure, the status of calibration is 

checked every time the instrument is powered. The resulting design therefore has a 

sampling interval tha t varies in a random manner.

If the measuring process is in control, then the residuals of the calibration function 

when measuring the RM’s selected for control purposes should have the propri

eties tha t they had during the calibration experiment. In particular, contro l ~  

N ID  (0, (Tcantroi) , where (Tcontroi is estimated by <7, given by equation 4.6. In fact, 

the quantity eijjcontroi Is the difference between the j-th  measurement (j =1, .., n 

with rii = 2) of the i-th RM (i =1, .., m; with m  = 4) at the control instant t= l,2 , 

... and the value predicted by the spline calibration function for the corresponding 

RM, namely:

con tro l ^ i , j , t  ^0 " @ (5.15)

In equation 5.15 , h i j j  Is the j-th  measurement of the i-th RM at the control instant 

t, and , using a terminology widespread in the literature, is the vector of the 

regressor variables for which the prediction is made, whereas /3 is the vector of the 

parameters estimated via the least squares method during the calibration experiment 

(cf. sections 2.1, 2.2 and 2.3 in Sen and Srivastava, 1990). The prediction of the 

future value provided by the calibration function, i.e. x ^  • /?, is a known deterministic 

quantity during the control period. Therefore, this prediction does not include the 

variability of the $  as is the case when predicting future observations, considering
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also the variability during the estimation experiment (cf. sections 3.5 in Faraway, 

2002). In fact, the main purpose is to assess whether the status of the system has 

changed since the calibration experiment occurred. This purpose is different from 

providing a prediction of a future measurement result in on the basis of the 

overall gathered data during the calibration experiment and during the test in Xq. 

This is also the reason why the control s are normally distributed rather than 

having a Student’s t  distribution.

Hence, the control limits for a probabilistic control chart for the mean of m  RM’s 

can be designed by setting the first type error at a test =  a /m  , by making use of 

the Bonferroni inequality (cf. section 3-3.3 in Montgomery, 2001 and section 7.2.1 

in BS ISO 11095). The symbol a  is the family first type error, i.e. the probability 

that at least one of the m  RM ’s signals an out-of-control condition at the instant t , 

when the process is in control. Thus it follows:

x _  ^ 2 j = l  control
,tcon trol ( O . l O )rti

i = 1 , 2 , . . . ,  m; w ith  m  = 4; n* =  2; t = generic control instan t

If C L  = +Zcu„ • - g -  (5.17)

C L = 0 (5.18)

L C L  =  — • —— (5.19)
2 -/ni

Where equation 5.16 is the statistic plotted on the control chart a t each generic 

control instant t for each of the m  =  4 RM’s. UCL, C L  and L C L  are the upper 

control limit, the central line and the lower control limit, respectively. The symbol Z^ 

indicates the quantile of the Normal standard distribution th a t leaves £ probability 

on its right.

In this study it is also proposed to control the variability of the measuring process 

by a Range control chart, whose limits have been probabilistically designed, and for 

which the simultaneous first type error has been accounted for by the Bonferroni
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inequality as in the chart for the mean. In order to draw a probabilistic chart for 

the range, tables for the percentage points of the standardised range, W  = R/cr, 

as reported in Harter (1960), have been used. As for the mean, the application of 

Bonferroni inequality results in a test = a /m .  Consequently, it holds:

P  ^ V Vatest <   < W i  “test  ̂ = 1 — CX-test (5.20)

P  (W nteBt • a < R <  W 1 atest ’ <7̂  = 1 — a test (5.21)

E  ~  ^2 (n i) w ith  rii =  sample size o f  the i — th  R M  (5.22)

where d2 (rii) is taken from table in Appendix VI of Montgomery (1996) and W \

indicates the quantile of the distribution of the standardised range th a t leaves A 

probability on its left. Hence, from equations 5.21, 5.22 and the estimation a control — 

a  the following control chart is obtained (cf. equation 4.6):

U CL =  atest • <7 (5.23)

C L =  d2 (rii) • <r (5.24)

L C L  =  • & (5.25)

The assumption underlying the equations 5.17, 5.24 and 5.25 is tha t the estim ate a 

obtained from the data of the calibration experiment is exactly equal to the unknown 

standard deviation, acontroi, of the the statistic under control, i.e. iij^ctmtroi-

For the collected experimental data  it resulted a = 1.167 pm  with 39 — 5 =  34 

degrees of freedom. By choosing a  — 4% for sake of convenience, it results a tej3t =  

0.04/4 =  0.01, Zateat/2 =  Zo.oo5 =  2.576. Then, from table 1 in H arter (1960), it 

yields, for rii = 2, Wateat/2 =  Vko.005 =  0.008862 and W i-Qteat/2 = W 0 .9 9 5  = 4.922533. 

It may also be seen, from the table in Appendix VI of Montgomery (1996), that

d2(2) =  1.128. From this figures, the control chart for the mean is:

UCLmean =  2.576 • =  2.126 (5.26)
V2
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Figure 5.9: Simulated operation of the control charts for the mean and the standard 
deviation.
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C L mean = 0 (5.27)

1 1 f \ 7
LCLr^an = -2.576 • —J=- =  -2 .126 (5.28)

V 2

Whereas, the control chart for the range is:

U CLrange = 4.922-1.167 =  5.7440 (5.29)

CLrange =  1.128 • 1.1670 =  1.8838 (5.30)

L C L range =  0.008862-1.167 =  0.01034 (5.31)

The operation of the designed control chart is shown in Figure 5.9 using simulated 

data. The data have been pseudo-randomly generated in R (cf. R Development 

Core Team, 2006 ) from a iV (/z =  0, cr = 1.167) the first 80 cases, i.e 80 pairs, and 

from an out-of-control distribution TV (/z =  1.5, cr =  1.167) for the sole mean, the 

remaining cases from 81 to 160. In this simulation, no action has been taken on 

the detection of the out-of-control signal triggered by the chart for the mean, as it 

would have been in a real operation of the chart. It is for this reason that, several 

alarms occur in the range of cases from 81 to 160. In Figure 5.9 , the nominal

lengths of the chosen RM ’s are also displayed. They are obtained by the following

pairs of gauge blocks designated by their nominal length: (1.190 m m , 1.003 mm)

, (1.200mm, 1.005mm), (1.210m m , 1.006mm)and (1.220m m , 1.009mm) for the 

187 ̂ m , 195 ^m , 204/zm and 211/zm RM nominal values respectively. It can be 

noticed that they are also compatible with the recommendations of section 7.3.1 in 

BS ISO 11095. In fact, in this standard it is a recommendation th a t control RM ’s

different from those used in the calibration experiment be selected. In addition,

similarly to the calibration experiment, the selected RM’s for the control method 

almost evenly span the investigated range of lengths. In Figure 5.9 the designed 

control limits (cf. equation from 5.26 to 5.31) are also shown.
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5.5 Compendium

In this chapter, the calibration procedure built into the WLI microscope was inves

tigated. This study resulted in an interpretation of the undocumented procedure in 

the light of standard BS ISO 11095. In particular, the main findings are:

• An identification of the built-in procedure with the one-point calibration pro

cedure of BS ISO 11095 has been provided. This suggested interpretation was 

validated by the predictive method of the height correction factor that has 

been developed on the basis of this interpretation.

• Consequently, major resulting limitations of the built-in procedure were iden

tified in the assumption of linearity of the calibration function and in the 

imposition of a intercept term equal to zero.

In addition, a comparison between simulated and actual measurement results has 

shown the inadequacy of the built-in calibration function. In particular, the linearity 

and the hypothesis of null intercept of the calibration function have been proved to 

be questionable. In fact, quantitative evidence of a bias induced by the built in 

calibration procedure is provided.

In order to  overcome the identified problems generated by the built-in calibration 

procedure, therefore, a novel spline-based approach to the calibration of the inves

tigated instrument was developed. The proposed calibration procedure has also 

been demonstrated by implementing it for reference materials with nominal lengths 

ranging from 182 to 218/ira. Furthermore, an analysis of the residuals has provided 

experimental evidence suggesting tha t each subinterval of the spline function should 

be less than 18 fim  wide, in order to limit the undue influence on the model of 

particularly remote reference materials (high leverage values).

Finally, a novel control method for the practical use of the spline calibration function 

is proposed. It is different both from the method presented in BS ISO 11095, and 

from the Shewhart X  — R  control chart. In particular, the main results were as 

follows:
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• A cumulative sum (CUSUM) control chart of the standardised residuals was 

designed and implemented for assessing the stability of the measuring system 

during the calibration experiment.

•  A control procedure for assessing the stability of the measuring system after 

the completion of the calibration experiment was developed. It is based on 

evaluating the state of control from the residuals of the calibration function 

when applied to a new set of reference materials. Two control charts, one for 

the mean and one for the range, were probabilistically designed. In both cases, 

the control limits were designed by means of the Bonferroni inequality. Thus, 

they account for a pre-specified probability of a false alarm of the overall set 

of the selected control reference materials.



Chapter 6

Developing a method based on white 

light interferometry for measuring 

//-volumes

A procedure for measuring micro-volumes of irregular and complex forms, both con

vex and concave, is described in this chapter. The proposed procedure is founded 

on identifying a reference element on the measurand itself. In this way, the accuracy 

(trueness and precision) of the measurement procedure relies on the possibility of 

creating masks in the software controlling the WLI microscope. In particular, the 

identification of the positional reference element on the part itself greatly facilitates 

the positioning of the measurand during repeated measurements. The contents of 

this chapter are as follows: In section one, the overall measuring procedure and 

inherent implemented programs are described. In section two, the algorithm for 

calculating the volume is presented. In sections three and four, the developed pro

cedure is demonstrated on measurands of convex and concave form, respectively. In 

section five, an assessment of the precision in repeatability conditions when measur

ing a pre-specified convex part is estimated. In section six, the factors th a t affect the 

trueness of the measuring procedure are discussed, and in section seven, potential 

further developments are suggested.

144
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6.1 Proposed micro volume measuring procedure

The profile h (x ,  y) of the measurand is acquired with the height correction factor 

set at one. The instrument parameter ‘noise threshold’ is set in its lower range 

(less than 0.06) in order to take into account the description of such a parameter 

provided by ADEP2 in section 4.5. In fact, the lower the noise threshold, the smaller 

the number of the pixels in the acquired image that do not contain a data value and 

that are therefore tagged as ‘bad da ta’. For sake of clarity, in this and in the 

following sections, it has been decided to call ‘good d a ta ’ all the points that are not 

tagged as bad data. The inclusion in the image of points extraneous to the part is 

the drawback of using a low noise threshold. This downside is, however, avoided by 

masking all the points not belonging to the part under investigation.

The proposed procedure is based on the absence of bad data  in the acquired profile. 

The occurrences of bad data are processed using the functions offered by the software 

of the measuring instrument. Particularly, the ‘fill bad da ta ’ function replaces the 

bad data with the average of the data  contained in the adjacent pixels, whereas 

the ‘interpolate bad d a ta ’ function performs ‘a localized low order polynomial fit to 

restore large regions of invalid d a ta ’ (ADEP2, section 5.9.1).

The masking process is relevant to the developed procedure. In fact, it allows two 

different profiles from the measurand to be obtained: the feature profile and the 

reference profile. For instance, in measuring the volume of a pocket manufactured 

on a spherical surface two masks are used. The profile of the pocket (the feature 

profile) is acquired by the first mask, whereas the spherical polygonal surface limited 

by the pocket and the field of view (the reference profile) is obtained by means of 

the second mask. The case is illustrated in figure 6.1.

The masking procedure results in two different files containing the cloud of points 

representing the profiles of the feature and of the reference element, respectively. 

Each file, in ASCII format and with extension .sdf, contains the height information 

codified according to the protocol described in appendix E of ADEP2. When a point 

in the acquired data  is covered by a mask, it is tagged as bad data. In order to trans-
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Sec. A -A

Spherical polygonal
surface (reference)

Limit of the field of view

Pocket (feature)

Mask for the spherical 
polygonal surface (reference)

Mask for the pocket 
(feature)

Figure 6.1: Application of the proposed volume measuring method to a pocket on 
a sphere.



6.1 Proposed micro volume measuring procedure 147

late the codified information about the points into Cartesian coordinates P  (x , y , z), 

a program, named Coordinates, has been implemented in C . Coordinates provides 

the following output:

•  the total number of points in the input profile;

•  the number of points tha t are good data;

•  the Cartesian coordinates of all the points;

•  the Cartesian coordinates of the good data;

• the Cartesian coordinates of the good data transformed using the inverse of 

the calibration function.

The last three pieces of information are written in three separate ASCII files. In 

figure 6.2 a flowchart, drawn in compliance with BS 4058-ISO 5807, illustrates the 

relationship between the program Coordinates and the other programs described in 

this section.

On having the calibrated Cartesian coordinates of the reference profile, a least square 

algorithm fits a reference geometry to the cloud of points. In the above example 

of the pocket on a sphere, the least square algorithm provides the param eters of 

the sphere equation th a t minimises the sum of the squared difference between the 

acquired points and the corresponding points on the sphere. Given the specific mea

surement tasks under investigation, a least square algorithm for a planar reference 

surface, was implemented in C on a GNU/Linux system. The program was called 

LeastSquaresPlane and is based on the GNU Scientific Library (cf. Galassi et al., 

2005).

The calibrated good data of the feature are then projected onto points of the ref

erence geometry. The height difference between the calibrated good data  of the 

feature and the corresponding projected points is then computed. The difference is 

expected to be always of the same sign. However, when this does not happen, such
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START

Feature.sdf

Reference.sdf

Coordinates
Coordinates

/  Cartesian coordinates for the 
calibrated good data of the reference

LeastSquares Cartesian coordinates for the 
calibrated good data of the feature

equation parameters for 
the fitted reference geometry

GeneratePointsPlane

good data of the feature 
based on the reference geometry 

with the same sign

/  number of points in the field of view ’ 
i.e. number of rows and columns in it /

RegenerateBad

Combined feature and reference 
points in the rebuilt field of view

Volume

volume measurement

END

Figure 6.2: Proposed micro-volume measuring approach.
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a difference has been set to zero, which is equivalent to putting the feature point on 

the reference geometry. It has, in fact, been assumed tha t a nuisance factor 1 has 

locally affected the measurement a t that point, introducing a significant bias. As a 

result of this process, the zero for the heights of the feature points is on the reference 

geometry. In order to perform the projection and to calculate the above differences 

and their analyses, a program called GeneratePointsPlane has been implemented in 

C on a GNU/Linux system. GeneratePointsPlane needs an input of the Cartesian 

coordinates of the calibrated good points of the feature and the coefficients of the 

equation of the least squares plane resulting as an output of LeastSquaresPlane. 

GeneratePointsPlane produces the following output:

•  the Cartesian coordinates of all the points of the feature projected on the 

reference surface;

• the differences between the heights of all points of the feature and their corre

sponding projection on the reference fitted geometry;

• the modification of the previous differences so as they have the same sign or 

are equal zero.

These three different pieces of information are stored in three separate ASCII files. 

Although the implemented program suits a planar reference surface, it can be mod

ified for other surfaces, such as the polygonal spherical surface of the pocket in a 

sphere example.

The boundary and the number of points of the feature profile cannot be completely 

known a priori, before performing the measuring task. It can be different not only 

when measuring different pieces of the same feature, but also when measuring the 

same feature more than once. In fact, not only is every m anufacturing process 

affected by a random inherent variability which makes the production of two identical 

features very unlikely, but also every measuring process is characterised by its own

1 Scattering due to a local deep valley in the surface, for example.
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variability. In order to compute the volume, therefore, it was considered convenient 

to merge the points of the feature profile referred to the reference geometry and 

the points of the reference profile itself. In this way, the program for calculating 

the volume processes a number of points spread on a rectangular area, the field of 

view and this number of points is deterministically known from the magnification 

settings of the WLI microscope. In order for the points of the reference profile not to 

give any biasing contribution to the volume measurement, however, all the heights 

of the reference profile must be set at zero. This result is self evident from the 

procedure for computing the volume that is illustrated in the next section. In the 

example of the pocket in a sphere, the good data of the pocket with all the heights of 

the same sign and referring to the spherical polygon, are combined with the points 

of the reference profile whose heights have been set to zero. The resulting set of 

points is spread across the whole rectangular field of view on the same number 

of rows and columns tha t would be used if the same feature had been acquired 

with the same instrument settings but without any mask. In order to combine the 

two profiles and to perform the adjustments mentioned above, a program called 

RegenerateBad was implemented in C on a GNU/Linux system. RegenerateBad 

needs input information from the .sdf files about the total number of points in the 

field of view. It also needs the feature profile with all the heights of the same sign 

as processed by GeneratePointsPlane. RegenerateBad produces an output of the 

Cartesian coordinates of the points of the whole field of view as described above and 

stores them in an ASCII file.

The measurement of the volume takes place using the output of RegenerateBad. 

The structure of the algorithm for calculating the volume is described in the next 

section.

6.2 The algorithm for measuring the volume

The algorithm developed for measuring the volume hinges on the regularity of the 

structure of the cloud of points tha t represents the ou tpu t of the processed WLI
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microscope measurement result (the output of RegenerateBad). An interpretation of 

the Appendix E of ADEP2 leads to the following conclusions: The projection of this 

cloud of points on the Cartesian plane Z  =  0 constitutes a regular grid where these 

projections are evenly spaced by a distance ‘Xscale’ and ‘Yscale’ along the X and 

Y directions, respectively. ‘NumProfiles’ is the number of different Y-coordinates of 

this grid, whereas ‘NumPoints’ is the number of different X-coordinates for a given 

Y-coordinate. The plane Z  — 0 is set at the point with the minimum 2  coordinate 

value in the reference system having the origin in the mean value of the heights. The 

internal parameters ‘Xscale’ and ‘Yscale’ are internally determined by the software 

of the WLI microscope on the basis of the magnification settings. However, the 

internal parameters ‘NumProfiles’ and ‘NumPoints’ are magnification-independent 

constants equal to 480 and 748, respectively (cf. Figure 6.3). It is suspected that 

these two last parameters depend only on the number of photo-sites of the CCD 

camera of the instrument th a t are associated with the pixels of the resulting image.

For the equipment used in this investigation, the coded information of the output 

text file (cf. Appendix E in ADEP2 about the UDF file header) was interpreted and 

resulted in the data summarised in Table 6.1. It is observed th a t the values of ‘Xs

cale’ and ‘Yscale’ shown in this table are equal to those reported in the corresponding 

coded text files in the output of the software controlling the WLI microscope. These 

result differed from those obtained by dividing the dimensions of the field of view 

by the corresponding ‘NumProfiles’ and ‘NumPoints’ . Although these discrepan

cies are not always negligible, it is believed that they are solely due to rounding 

procedures rather than to conceptual pitfalls in the proposed interpretation.

The volume to be determined can be identified by fitting triangles at every three 

points of the cloud, with similarities to the Stereolithography da ta  format (STL ), 

used in the manufacturing industry in particular for rapid prototyping applications 

(cf. section 1.2.2 in Pham and Dimov, 2001 and the description of the STL format 

at the tele-manufacturing facility project of the University of California, San Diego, 

namely TELEM).

This triangles fitting operation is effortless due to the regularity of the grid men-
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i= 1 i= NumPoints
Xscale

Yscale

Z=0

j= NumProfiles •

Zmax

Zmid

Zmin

Z

Figure 6.3: Grid and triangles.

Magnification
Field of view 

Horizontal [fim] Vertical [/xra]
Quantum  of length 

‘Xscale’ \nm\ ‘Yscale’ [/im]
0.68-20 =  13.6a? 656.48 498.09 0.880 1.0420
2.00-20 =  20x 410.30 311.31 0.550 0.65127
1.25-20 =  25x 328.24 249.05 0.440 0.52102
2.00 • 20 =  40x 205.15 155.65 0.275 0.32564

Table 6.1: Field of view and image discretisation while varying the magnification 
set-up, but with the same 20x Mireau interferometric objective.
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tioned above. Once the triangles have been fitted, then the volume to be determined 

is calculated by summing the contribution of the solid elements associated with each 

of the triangles. This sum operation is again facilitated by the regularity of the grid.

The volume of each of these solid elements is calculated as follows: first, the min

imum of the three z-coordinates, zmin» is considered and the volume of the corre

sponding prism, VpHsm,, Is calculated by multiplying this minimum by the area of 

the projection of the triangle on Z  = 0. Such an area, Strg„ is computed from the 

coordinates of the vertices Pi = (aq, 2/1 , 0), Pi — (x 2, 2/2 , 0) and P3 =  (rr3, y3, 0) 

from the following expression:

$ tr g 2!
abs

/
X i y i 0 \

X 2 y 2 0

\
X 3 y s 0

/

(6.1)

where abs(), is the absolute value operator. Consequently, it results:

V p r is m  tr g  ’ ® b s  (2m̂n) (6 .2 )

More details about equation 6.1 are in Weisstein (2006a). The three points are then 

ordered according to the values of their z-coordinates, namely, Pi = (rzq, y1? zmin),

P 2 — {X2, 2/2, Z m id )  &nd P 3 — (*^35 2/35 ^ m a x ) , with Zm in  ^  — Z m a x i • The volume

of the two tetrahedra with vertices {Pi, P 2 ,m in  (x2, 2 / 2 ,  zmin) , P3,min (x3, 2 / 3 ,  Z m i n ) , 

P2}and {P1? P2, Pz,min(xz, 2 / 3 ,  Z m i n ) ,  ^ 3 }  is then computed using the following 

equations:

V te tra h ed ro n , ] - y a b s

/
X i V\ Z m in 1 \

X2 y2 Z m in 1

X3 ys Z m in 1

\ X2 y2 Z m id 1 /

(6.3)
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Ffe t r a h e d r o n , 2 3i

/
X i V l Z in in 1 \

V2 Z m ed 1

X 3 V 3 Z m in 1

V %3 V 3 Zm ax 1 /

(6.4)

More details about equation 6.3 and 6.4 can be found in Jackson and Weisstein 

(2006). Hence, the volume associated with the generic triangular element with 

vertices P i, P2 and P3 is given by the following expression (cf. Figure 6.3) :

V  V p r i s m  b  ^ te tr a h e d r o n , 1 b  ^ te t r a h e d r o n , 2 (6.5)

This algorithm has been implemented on a Debian GNU/Linux system in ANSI C, 

making use of the ANSI C compliant library GSL (cf. Galassi et al., 2005) and 

following the recommendations and guidelines found in Lawlor (1995).

The implementation has been validated by calculating the volume of the eighth 

part of a sphere with a radius equal to one unit of length, for instance 1 fim. The 

theoretical volume was compared with the calculated volumes V  while decreasing 

the grid pitch of the projection of the cloud of points on the plane Z  =  0. The 

theoretical volume was computed with the constraint imposed by the 18 decimal 

digits of the ‘long double’ C type of variable used for the rational approximation of 

7r . Grid pitches equal to 0.0010, 0.0005, 0.00025 and 0.0002 units of length were 

considered. For each of these cases, the percentage differences between V  and V p r i Sm  

and between V  and V p r i s m  b  V te tr a h e d r o n , i were also computed. More details are 

shown in the display of the output of the implemented validation program shown in 

Appendix D. Figure 6.4 summarises the main results of the validation process.

From part (a) of this figure it is noticed tha t by reducing the grid pitch, tha t 

is by increasing the number of points in the method, which corresponds to using 

lenses with higher magnification, the difference of the programmatically computed 

volume from the calculated ‘ideal’ volume seems to display an asymptote. Moreover, 

this convergence to zero is quite fast due to the fact th a t, in the worst case, with
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Figure 6.4: Summary of the validation results.
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just one million points examined (grid pitch 0.001), the difference from the ‘ideal’ 

calculated volume is about 9.5 parts per million (PPM). Prom comparing the vertical 

distance of corresponding points in part (b) of the same figure, it is observed tha t the 

effect of the first tetrahedral contribution to the volume calculation is of increasing 

significance while the grid pitch is increased, that is, while the magnification on the 

WLI microscope is reduced.

The implemented algorithm for calculating the volume and the overall measurement 

approach are used for the specific measurement tasks of convex and concave forms 

presented in the next two sections.

6.3 Demonstrating the procedure on micro-volumes 

of convex form

In this section, the measurement of the micro-volume of a convex form by a WLI 

microscope is demonstrated by considering an electrode tool deployed in the micro- 

EDM process. The electrode considered in this study is made of tungsten carbide 

grains bounded by cobalt. It is cylindrical and has a diameter of 170 \im  .

The electrode must be removed from the EDM machine and put on the stage of 

the microscope. Therefore, in order not to introduce a bias in the measurement due 

to this operation, a reference surface has been manufactured on the electrode itself. 

The designed reference surface is a plane that has been generated by shaping the 

electrode by means of an electric discharge grinding using the edge of a tungsten 

carbide block (cf. Vallance et al., 2004 for a short classification of available methods 

and, for a similar approach, Masuzawa et al., 1985). A step is, as a result, produced 

on the top of the electrode. In this manner, the edge of the step can be shaped to 

assume a variety of forms (for example: line, triangle, square and circle). The shape 

considered in this section is a step with a linear edge. The upper fiat surface of 

the step corresponds to the feature in the general description of the procedure (cf. 

section 6.1), by contrast the lower flat surface of the step is selected as the reference.
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The least squares method is used to fit a plane to the profile of the reference flat. 

Thereafter, the volume of the step included between the feature and its projection 

on the reference plan is measured in accordance with the proposed method.

This choice is connected with the potential practical application of the developed 

procedure in measuring the volumetric wear ratio in \i—EDM, as mentioned in Chap

ter 2. In fact, this upper surface can subsequently be engaged in an on-purpose 

designed //—EDM operation, while the lower flat surface of the step is not. As a re

sult, measuring the identified micro-volume before and after the //—EDM operation 

makes it possible to quantify in a direct way the volumetric wear of the electrode. 

This is possible independently of the irregularity and complexity of the shape of 

the feature profile after the machining operation. Figure 6.5 illustrates the case 

presented in this section.

In particular, part (a) of this figure shows the image of the electrode as it is displayed 

by the control software of the WLI microscope. The pixels that are not associated 

with the electrode have been masked out using a circular mask. Furthermore, the 

bad data have already been fitted or interpolated and the Z  =  0 has been set at 

the lowest detected height. In part (b) of Figure 6.5, a selection of points from the 

feature and the reference profiles is made and displayed by Gnuplot (cf. GNUPL). 

The projection of the selected points of the feature profile on the reference geom

etry is also displayed. This selection, by reducing the number of displayed points 

contributes to making the figure clearer. This was the sole reason why a selection 

was made. The selection of points of the feature and the reference was made from 

the Cartesian coordinates of the good points that result in output from the program 

Coordinates, when the pertinent files were provided in input. The Cartesian coor

dinates of the projection of selected points of the feature on the reference geometry 

are as they result in output from the program GeneratePointsPlane. The example 

illustrated in Figure 6.5 is drawn from the first replicate of the precision experiment 

tha t is discussed in section 6.5, while the next section dem onstrates the application 

of the volume measuring procedure to the case of concave forms.
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a) WLI o u tp u t convex  form

b) S e le c tio n  o f p o in ts  a fter  p o st-p ro ce ss in g
I caliuc point* projected on the reference plane ♦

Feature points 
Reference points »

Figure 6.5: Volume of a convex form.
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6.4 Demonstrating the procedure on micro volumes 

of concave form

The electrode shaped as illustrated in the previous subsection is used for electric 

discharge machining on a planar surface of the workpiece. Such a planar surface 

was selected as the reference element in the proposed procedure. The hole or mark 

left by the electrode corresponds to the feature, in the general description of the 

proposed approach (cf. section 6.1). Figure 6.6 displays the part under investigation 

after the bad data  have been either filled or interpolated with the functions built 

in the software of the WLI microscope. Figure 6.7 shows a three-dimensional view, 

part (a), and the top view, part (b), of the feature profile that has been obtained 

from the overall profile of the part by masking out the pixels not belonging to the 

hole.

Furthermore, another mask is generated and is applied to the overall profile of the 

part in order to define the reference profile introduced in the general description of 

this measuring procedure (cf. section 6.1). A three-dimensional view and the top 

view of the reference profile are displayed in part (a) and (b) of figure 6.8.

6.5 Assessment of the repeatability of the proposed 

procedure

In this section the precision of the developed measurement method under repeata

bility conditions as they are defined in section 3.14 of BS ISO 5725-1 is estimated. 

The repeatability conditions constitute a lower bound for the precision. In fact, 

all the measurements were taken by the same operator, using the same equipment 

and within short intervals of time. It is also implied th a t the measuring process is 

under control (cf. section 1.1 in BS ISO 5725-1). However, in section 4.4.1 of BS 

ISO 5725-1, it is also stated that, during a repeatability experiment, ‘the equipment 

should not be re-calibrated between the measurements unless this is an essential
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Figure 6.6: Profile of a concave form acquired by the WLI microscope.
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Figure 6.7: Feature profile while measuring the volume of a concave form.(a) Three- 
dimensional view, (b) Top view.
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a) R eferen ce th r ee -d im e n s io n a l v iew

Figure 6.8: Reference while measuring the volume of a concave form, (a) Three- 
dimensional view, (b) Top view.
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part of every single measurement’. In this case, therefore, if an out-of-control con

dition were to be detected, this would invalidate the whole experiment. In fact, a 

recalibration would violate the aforementioned condition. However, in order to be 

conservative, in this study the status of control of the system is not checked. In this 

manner, if an assignable cause (for the terminology, cf. section 4.2 in Montgomery, 

1996) occurs, it has the effect of increasing the estimate of the repeatability stan

dard deviation. The estimate provided in this study therefore constitutes an upper 

bound to the unknown value of repeatability standard deviation. Furthermore, in 

this repeatability experiment, the calibration function calculated in section 5.3.2 is 

not used, so the processing of the data is expedited without any expected drawbacks 

on the results. In fact, this means of operating does not affect the results of the 

precision experiment, which is independent from the presence of a bias, if this bias 

is constant while performing the experiment. Such a conclusion is inferred by the 

definition of sample standard deviation 2 and supported by section 5.1.1.2 of BS ISO 

5T25-1. Consequently, the measurement task was carried out by setting H C  =  1 

and neglecting the pertinent problems and proposed solution highlighted in Chapter 

5 .

In this study, the case of estimating the repeatability of this measurement proce

dure when measuring a single pre-specified part of convex form is examined. The 

repeatability was, therefore, estimated by computing the sample standard deviation 

of a series of 5 measurements of th a t part in repeatability conditions. In particular, 

the shaped step electrode tool for y  — E D M  described in section 6.3 is considered. 

The magnification lens used was 1.25#, whereas the noise threshold param eter (cf. 

section 6.1) was set at 0.024 and the scan length at 230 ym .  The initial position 

of the scanner element was set as far as possible from the measurand, while still 

allowing the operator to observe a few fringes. Care was taken into maintaining 

all these parameters and configuration settings constant throughout the precision 

experiment. The measurement results are displayed in Table 6.2. From this table,

2If X{ = B + yi with i =  1, . . . ,  n and B =  bias — constant then V (X ) =  V (T).
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Feature
good

points

Reference
good

points

Points
forced

Volume
V

\fim3]
A

[fim3]
A A
[%]

B
{fim3}

A B
[%]

1 43 095 43 871 6 1646319 1474 078 10.5 1 531 093 7.00
2 43 243 43 560 1 1653 740 1475994 10.7 1534 785 7.19
3 44051 42186 0 1684918 1510 293 10.4 1568 045 6.94
4 43591 41535 2 1679 259 1507049 10.2 1564 003 6.86
5 42 592 43 679 0 1646228 1 483 732 9.9 1537482 6.60

Table 6.2: Volume measurement results in the repeatability experiment. A = Vprism > 
B  = Vprism+Vtetrahedron, i, AA =  100 • ( V ~ A ) / V  and A B  =  100 • ( V - B ) / V  (‘Points 
forced’ indicates the number of points adjusted to lie on the reference plane).
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the repeatability standard deviation is estimated by the following quantity:

&volu m e  — S  — \

E iv' -  v )
■■*■■■■" —  ------- =  18 614 f im 3 (6.6)

o  — 1

where V  =  5 1 • Vi. Due to the fact that 1012 f i m 3 =  1 c m 3 =  lc c  = 1 ml, it
i —1

follows that the result of equation 6.6 represents 0.018614 millionth of a millilitre. 

This estimated standard deviation is between 1.10% and 1.13% of the obtained 

measurement results. In Table 6.2, the number of good points on the feature and on 

the reference vary from one measurement to the other. It is therefore argued that 

such a number is affected by the natural variability of the measuring process. It is 

also observed that the good points represent about 12% of the overall number of 

points (‘NumPoints’*‘NumProfiles’, 748-480 =  359040) in the field of view. This 

is due to the fact tha t most of the field of view is masked out and th a t the masked 

pixels are coded as bad data  in the software controlling the measuring system.

Prom the data  displayed in Table 6.2, the following two conclusions can be drawn. 

Firstly, the contributions of the two tetrahedra together account for about 10% of 

the measurement result and the sole volume Vtetrahedran, 2 account for about 7%. Sec

ondly, the maximum contribution to the variability of V  is given by y J V  { V p r i s m )  — 

17257 f i m 3, whereas V t e t ra h e d r o n , 1 and V te tr a h e d ra n , 2 contribute only marginally with 

y / v  ( V te tr a h e d r a n , 1) =  1 886 f i m 3 and s j v  ( V te t r a h e d r a n ,2 )  = 3820/zra3. These results 

hold for the particular case investigated and might significantly vary while varying 

the topology of the measurand. They qualitatively show, nevertheless, how benefi

cial the introduction of the two tetrahedron terms i y te tr a h e d r o n , 1 and V te t r a h e d r a n ,2 ) is. 

In fact, while contributing significantly to the measurement results (the mentioned 

10% figure), they seem not to increase dramatically the overall variability of the 

measurement result.

After assessing the repeatability of the procedure, some considerations about its 

trueness are presented in the next section.



6.6 Biasing factors of the m easurement procedure 166

6.6 Biasing factors of the measurement procedure

In this section, the factors exerting a biasing effect on the measurement results of 

the proposed procedure are identified.

The proposed procedure demands the absence of bad data  both in the feature and 

in the reference profile. However, while operating the instrument, it was found to be 

quite difficult to avoid completely the presence of bad data  in these profiles. These 

bad data, therefore, are given a valid value on the basis of the good data  close to 

them by means of the function ‘fill bad da ta’ and ‘interpolate bad d a ta ’ built in 

the software th a t controls the WLI microscope. This is an almost certain source of 

bias, due to  the fact tha t the instrument does not provide any direct information 

about the z coordinates of the pixels classified as bad data. Furthermore, the more 

numerous the bad data tha t need to be filled in, the more the expected bias. It 

is anticipated, therefore, th a t the developed procedure appears difficult to apply in 

cases where the form of the measurand inherently generates bad data. Examples of 

these cases are:

•  deep holes (or micro-holes) with aspect ratio sufficiently high to prevent the 

light to reaching the bottom  or to be reflected back into the objective.

• Walls (or micro-micro-walls) so close to the vertical direction as to prevent the 

reflected light going back into the objective.

Moreover, the developed measuring procedure requires th a t the z coordinates of the 

feature profile have all the same sign when their projection on the reference geometry 

is subtracted from them in the GeneratePointPlane program. Hence, when this 

circumstance does not hold, such a difference is forced to zero. In performing such 

an operation, a bias is almost certainly introduced in the measuring procedure.

A further source of bias of the proposed measuring m ethod is connected with the 

limited lateral resolution of the WLI microscope. In this study, with similarities to 

Weisstein (2006c), the word ‘lateral resolution’ is defined as the minimum distance
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along the X  or Y  axis between distinguishable points in the recorded profile. Hence, 

it is given by ‘Xscale’ and ‘Yscale’ in Table 6.1, respectively. It is clear from this 

table that the lateral resolution can be significantly improved by increasing the 

magnification. Moreover, it is different for the two co-ordinate axes, it is therefore 

inferred tha t the positioning of the measurand on the stage of the WLI microscope 

can affect the bias induced by the lateral resolution. For example, in measuring 

the volume of a hole with an elliptical cross section or a pocket with a rhomboid 

cross section, the measurement results are expected to be different for different 

orientations of the part on the stage of the WLI microscope.

The bias induced by the resolution also provides a lower bound for the size of the 

parts whose volume can be measured by the proposed method, within a pre-specified 

trueness prescription. However, it is suspected tha t this lower bound can be lowered 

with the technical progress tha t makes available CCD cameras with an increasing 

number of photo-sites.

The identification of these limitations of the proposed measuring procedure leads to 

the suggestion of further direction of investigation. They are highlighted in the next 

section.

6.7 Potential sensitivity analyses

Sensitivity analyses th a t might be considered in a future study are those aimed to 

ascertain and quantify the limitations of the proposed measuring procedure th a t have 

been highlighted in the previous section. For example, the following investigations 

could be carried out:

• A sensitivity analysis of the procedure to  the size of the feature, while con

sidering also different forms, in order to detect where the proposed measuring 

method begins to be significantly biased. This study would provide the scale 

in which the method can be used, given a particular form of the measurand 

and the number of photo-sites of the CCD camera.
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•  A sensitivity analysis of the procedure to artificial changes in the number of 

bad data of a profile in order to discover the effect induced by the number 

of bad data and the subsequent use of the functions built in to the control 

software of the instrument. The number of bad data  could, for instance, be 

artificially modified by introducing purposely built masks. Furthermore, the 

effects of different ways of filling bad data  could also be considered.

• A sensitivity analysis of the measurement results to the changes in the orien

tation of the part on the stage, for different categories of forms. For instance, 

forms with an axial symmetric cross section and with a mirror symmetry could 

be considered (cf. Terr and Weisstein, 2003).

•  A sensitivity analysis of the volume algorithm to the deployment of surfaces 

more complex than triangles when fitting the cloud of points obtained by the 

measuring process.

6.8 Compendium

In this chapter, a procedure for measuring volumes in the micrometre range and 

based on a WLI microscope was presented. The main advantages offered by the 

developed procedure are identified as follows:

• Volumes with irregular and complex boundary forms can be seamlessly mea

sured, both in the case of convex and concave forms.

• The positioning of the measurand on the stage of the measuring instruments is 

not critical, due to the fact tha t the developed measurement procedure hinges 

on a reference built into the measurand itself.

•  The joint deployment of prismatic and tetrahedral basic elements in the al

gorithm developed for measuring micro volumes proved to be a viable and 

effective approach both in terms of convergence and variability of the results.
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Moreover, not only has the procedure been demonstrated in the case of a convex 

and a concave part, but its repeatability performance has also been assessed in 

the case of a convex part. In addition, some sources of bias in the practical use 

of the measuring procedure were identified and, consequently, further directions of 

investigation suggested.



Chapter 7

Contributions, conclusions and 

future work

This chapter summarises the contributions of this investigation to knowledge in 

the metrology domain and the conclusions reached. Possible directions for further 

investigation are also suggested.

7.1 Contributions

The main contribution of this investigation is the development of a procedure for 

measuring micro-volumes with a white light interferometric (WLI) microscope to

gether with the necessary critical analyses of the sources of variability and of the 

calibration procedures of the WLI microscope measuring system. This work is a step 

forward in the direction of a full exploitation of measuring systems and endeavours 

to increase awareness of the centrality and the necessity of assessing the precision 

and trueness of measuring systems when on a micro- or nano-scale.

The specific contributions related to the task of measuring micro-volumes are:

• development of a novel procedure for measuring micro volumes of solids with 

irregular and complex boundaries of both convex and concave form. The pre-

170
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cision of the proposed method greatly benefits from the fact tha t the positional 

reference is on the measurand itself, so that external positional references are 

not needed when taking a series of measurements. A quantitative repeatability 

study on a convex part confirmed this evidence;

• evaluation of the performances in terms of convergence and variability of the 

algorithm developed for measuring volumes. The contribution of the jointly 

deployed prismatic and tetrahedral solid elements to the measurement results 

is also quantitatively evaluated for the case examined;

•  identification of the limitation of the proposed procedure for measuring micro 

volumes.

The contributions connected with the analysis of the variability of the measurement 

results obtained by means of a WLI microscope are:

•  evaluation of the uncertainty contribution and of the effects of two discre

tionary setup parameters on the measurements of micro lengths taken by a 

WLI microscope. The two setup parameters are ‘scan length’ and ‘initial 

scanner position for a given stage orientation’. It was found th a t variations 

of the ‘scan length’ in the interval specified by the instrum ent manufacturer 

significantly affect the measurement results. It also resulted th a t this effect 

does not appear to be caused by the transient of motion of the scanner element 

near the beginning and the end of the scan length. It was found, similarly, 

th a t variations in the ‘initial scanner position for a given stage orientation’ 

significantly affect the measurement results. The influence of both  these setup 

parameters on the overall variability of the measurement results has also been 

quantitatively estimated in the two cases examined;

• estimate of the repeatability standard deviation of measurements of length 

taken by a WLI microscope along the z-axis in a pre-specified micrometric 

range;
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•  identification and characterisation of the dependence of the WLI length mea

surements on the sequence of the tests. Such a dependence was analysed by 

a regression analysis model. It is argued that this dependence is mainly due 

to some unknown critical component of the measuring system rather than to 

environmental conditions (a drift in the air tem perature, for instance). On 

the basis of Schmit and Olszak (2002), it is also suspected th a t this unknown 

component might be the scanner motion subsystem of the WLI microscope. 

However, it is also argued that other contributions to this dependence exist;

•  identification of a transient and a steady period in the operation of the WLI 

microscope. This finding is supported by experimental evidence and its sub

sequent analysis using a regression model. It is suggested tha t a few idle 

measurements be run prior to accomplishing a measurement task.

The detailed contributions pertinent to the calibration of the WLI microscpe are:

•  identification of the calibration procedure built into the WLI microscope with 

the one-point calibration procedure described in BS ISO 11095. The conse

quent implications and limitations of this fact were highlighted and experi

mentally validated. The calibration procedure built into the particular WLI 

microscope used in this investigation is typically used in every WLI micro

scope, according to Schmit and Olszak (2002);

•  provision of quantitative experimental evidence of the bias induced by the 

one-point calibration function;

•  development of a novel spline-based calibration procedure in order to  overcome 

the limitation of the one-point calibration;

• development of a novel control method, founded on two different sets of con

trol charts, enabling the practical deployment of the developed calibration 

procedure.
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Specific contribution connected with the availability of traceable reference materials 

is:

•  provision of a cost-effective procedure for building traceable reference samples 

of length based on calibrated gauge blocks. The uncertainty of the developed 

procedure was also estimated using a ‘type B’ approach (BSI PD 6461-4). In 

this way, by comparing the uncertainty of a sample built by this procedure to 

the variability of the measuring process under investigation, it is possible to 

establish whether such a sample is suitable for the intended usage.

7.2 Discussion and Conclusions

The surveyed procedures for measuring micro volumes in connection with the deter

mination of the volumetric wear in micro-EDM appear to offer room for significant 

improvement. In this context, the word improvement means tha t no surveyed micro 

volume measuring procedure endeavours to measure seamlessly micro volumes of 

solid with complex and irregular three-dimensional boundaries. Furthermore, none 

of the aforementioned procedures are provided with an analysis of their performance 

in terms of precision. Firstly, this study has aimed to fill this gap by providing a 

procedure for measuring micro volumes with irregular and complex boundaries and 

with either concave or convex form. Secondly, an estimate of the precision of the 

proposed procedure on a convex shape has also been provided when in repeatability 

conditions.

Moreover, in spite of the acclaimed key role of metrology in the current trend to

wards miniaturisation of products (cf. Leach et al., 2006, Dowling et al., 2004 and 

Masuzawa, 2000), in practice an underestimating attitude toward the necessity for 

a thorough assessment of the calibration procedures and of the precision of measur

ing systems has been experienced. The necessary investigations into the sources of 

variability and into the calibration procedures carried out in this work constitute 

supporting evidence for this underestimating attitude.
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A large gap between declared intentions and current practice has not yet been 

bridged. This claim is supported by the fact itself th a t a very sophisticated and 

expensive piece of equipment, such as the WLI microscope investigated, relies on 

a calibration procedure recognised by the ISO as ‘a weak and uncertain method 

because of the doubtfulness of the zero point. It should not be recommended for 

calibration purposes, but primarily for checking and existing linear calibration func

tion.’ (cf. section 8.2.1 in BS ISO 11095).

This work, by proposing a procedure for building traceable reference samples of 

length, also highlights how critical the availability of reference materials is. In fact, 

the unavailability of traceable reference materials in the same laboratory where a 

measuring system is in use inhibits any possibility of calibration. Moreover, it also 

prevents the establishment of any control system on the measuring system.

The main thrust of this investigation is the conviction tha t techniques for da ta  anal

ysis can provide a significantly large contribution in the exploitation of measuring 

apparatuses. This contribution appears to be especially beneficial in the light of the 

current trend toward miniaturisation. In particular, this study has highlighted the 

fact tha t gauge capability studies, the development of calibration techniques and 

the design of control charts should be key elements of this trend.

7.3 Future work

In this section, a few directions of potential further investigation are suggested. Two 

broad areas of further investigation have, in particular, been identified.

The first area is connected with the exploitation of the proposed procedure for mea

suring micro volumes in the analysis of micro manufacturing processes. Among 

them, the micro-electric discharge machining process, the machining and microma

chining processes and, finally, the replications processes, such as micro injection 

moulding and hot embossing, could be considered. In this area, efficiency studies 

aimed at comparing competing machining processes could also be included.
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In connection with the micro-electric discharge machining process, an investigation 

of the variability of the volumetric wear ratio, when constant setup parameters are 

considered in producing the same part, could be carried out. The outcome of such 

an investigation could provide a better understanding of the limitations of micro- 

EDM machining strategies, such as the uniform wear m ethod (cf. Yu et al., 1998), 

that are based on a constant volumetric wear ratio.

Moreover, changes in the volumetric wear ratio when performing the same operation 

with changed technological param eters (for instance: maximum discharge current, 

open circuit voltage, duration of the pulse of voltage and time interval between 

adjacent pulse of voltage) could help to shed light on the nature of the material 

removal mechanism in micro-EDM. It is not entirely clear, in fact, whether the ther

mal model used for interpreting EDM operations on a macro scale is still applicable 

for EDM operations on a micro scale (cf. Singh and Ghosh, 1999). In this con

text, the term micro-EDM refers to EDM operations carried out with technological 

parameters tha t allow only low energy discharges to take place.

This procedure for measuring volumes could also be used to  assess the effect of 

the metallic grain size in micro-EDM operations with tool steel. This investigation 

could enhance the knowledge of the removal mechanism in micro-EDM. In partic

ular, it would allow a better insight into the effects, if any, of the occurrence of 

discharges predominantly in the internal part of a metallic grain or predominantly 

at its boundaries (mechanically more resistant a t ambient tem peratures).

Moreover, this procedure for measuring volumes could assist in establishing criteria 

for tool material selection in micro-EDM.

In connection with cutting processes, the procedure for measuring small volumes 

could provide quantitative information about flank and crater wear of the cutting 

tool (cf., for some similarities Dawson and Kurfess, 2005).

In connection with the replication processes, the proposed procedure for measuring 

volumes could be used in assessing the volumetric shrinkage on a micro scale for 

different families of geometric volumes (cylinders, spheres, cones, etc.) and for
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different plastic materials, in order to  build a database of coefficients for micro mould 

designing purposes. In addition, it could be deployed in establishing a quantitative 

relationship between volumetric wear on corners and edges of functional parts of the 

mould and the number of replicated micro parts produced.

In connection with efficiency studies, this procedure for measuring small volumes 

could be used to compare competing micro manufacturing processes on the basis of 

their material removal rate. In fact, the developed procedure allows the investigator 

to measure directly the volume removed by different processes in the unit of time. 

In this way, focused ion beam, laser machining, electro-chemical machining and 

electron-beam machining could be compared.

The second broad area is connected with perfecting and further analysing the pro

posed procedure for measuring small volumes. In particular, in the proposed proce

dure, the critical task of positioning the masks for obtaining the used profiles is left 

to the operator. This procedure could therefore be made less operator-dependent 

if some positioning and alignment algorithm were deployed, in a manner similar to 

tha t of Dawson and Kurfess (2005). In this manner, an improvement in precision is 

also expected.

The sensitivity analyses specified in section 6.7 could also be carried out. A com

parative study between fitting the cloud of points extracted from the WLI data  with 

triangles and with more complex surface elements could, in particular, be carried 

out.
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CERTIFICATE OF CALIBRATION
i s s u e d  b y  M ITUTOYO (UK) LTD

CALIBRATION LABORATORY

2 5-February-2005
DATE O F  ISSU E CERTIFICATE NUM BER

Mitutoyo
Mitutoyo (UK) Ltd 
H eathcote Industrial Estate 
WARWICK 
CV34 6TE

T e t  (01926) 450044 
Fax: (01926) 887112 
email: calibration@mitutoyo.co.uk

133268
0332

HEAD OFFICE
Mitutoyo (UK) Ltd 
Joule  R oad
W est Point B usiness Park
ANDOVER
S P 10  3UX

Tel: (01264)353123  
Fax: (01264)354883  
email: enquiries@ mitutoyo.co.uk

PAGE 1 o f PAGES

A PPRO VED SIGNATORY 
L G Saundry

CUSTOMER

MANUFACTURER
DESCRIPTION
GRADE
IDENTIFICATION 
CALIBRATION CONDITIONS

BASIS OF CALIBRATION

University of W ales 

Cardiff
Mitutoyo Corp.
S e t of M88 stee l G au g e  Blocks
G rade 1

0102048
Ambient tem pera tu re  20 +/- 0 .5  d e g re e s  C en tig rade

A ccuracy requ irem ents of B S .4311:PA R T 3:1993 
specification for g a u g e  b locks in u se .

DATE OF CALIBRATION 10-D ecem ber-2002

MASTER GAUGE BLOCK Set I.D.
W CL510
W CL510

Certificate No.
200200541
200110931

Date of Calibration.
17/01/2002
04/01/2002

PARALLELISM: (VARIATION IN LBWGTH)
All the gauges in this sefhave been examined for parallelism of the gauging surfaces and found to 
compl|(.with the specified tolerances of the a b o v e  standard.

MEASUREMENT OF LENGTH:
Gauges in this set have been measured for axial length by comparison using traceable calibration 
standards, at 20 degrees centigrade. The deviation from nominal size at the centres of the 
measuring faces complies with the specified tolerances of the above standard and is recorded in 
the table on the following page(s).

CERTIFIED BY

This certificate is issued  in ac co rdance  with th e  laboratory accreditation requ irem ents of the United Kingdom AcfcfeditatipjY'Service. 
It provides traceability of m easurem ent to recognised  national s tandards, and  to units of m easu rem en t realised at thV Najidnal Physical 
Laboratory or other recognised national s tan d a rd s  laboratories. This certificate m ay not be  reproduced other than in full,'except with the 
prior written approval of the issuing laboratory.

Figure A .l: Certificate of Calibration (first page).

mailto:calibration@mitutoyo.co.uk
mailto:enquiries@mitutoyo.co.uk
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CERTIFICATE O F C A L IB R A T IO N
ihnv/n M itutoyo (UK) Ltd H e a th c o te  Industrial

l y / l l t U L U y U  E sta te  W arw ick C V 3 4  6T E

UKA S A c cred ited  C alibration L abra to ry  N o. 0 3 3 2

DATE OF CALIBRATION SET ID No: SPECIFICATION :
10-December-2002 0102048 Accuracy requirements of BS.4311:PART3:1993
SET TYPE: M88 specification for gauge blocks in use.

GRADE Grade 1

Parallelism and Deviation from nominal in units of O.OI^m at 20.0°C
Serial Nominal Serial Nominal Serial Nominal

N um ber Length
(mm)

Dev P ar N um ber Length
(mm)

Dev P a r N um ber Length
(mm)

Dev P ar

010682 0.5 6 3 010596 1.23 5 1 010015 5.5 1 2
000331 1 7 7 010126 1.24 3 2 005843 6 -6 4
010539 1.0005 3 5 010649 1.25 1 2 010016 6.5 6 3
010083 1.001 6 4 010631 1.26 0 4 010176 7 4 1
010053 1.002 -1 3 010065 1.27 3 3 010239 7.5 -3 1
010095 1.003 5 2 010050 1.28 6 2 004677 8 6 2
010060 1.004 8 6 010556 1.29 1 4 002589 8.5 4 3
010687 1.005 -8 5 010020 1.3 4 3 010352 9 3 1
010039 1.006 6 3 010625 1.31 1 2 010005 9.5 -1 4
010607 1.007 1 1 010572 1.32 1 2 010513 10 -9 8
010579 1.008 -4 2 010602 1.33 4 3 007404 20 4 4
010060 1.009 4 2 010070 1.34 14 4 003723 30 2 1
010730 1.01 3 3 010560 1.35 13 4 001599 40 -5 4
010097 1.02 1 4 010086 1.36 3 2 004070 50 -3 4
010670 1.03 5 4 010568 1.37 3 3 001556 60 8 9
010091 1.04 11 5 010502 1.38 6 4 000604 70 -10 3
000328 1.05 6 4 000656 1.39 8 3 000366 80 16 5
010614 1.06 6 2 000988 1.4 3 2 000849 90 -19 3
010685 1.07 3 3 000906 1.41 6 3 004811 100 5 4
010163 1.08 -4 3 010046 1.42 2 4
010714 1.09 2 5 010080 1.43 8 3
010268 1.1 5 4 010606 1.44 1 5
010578 1.11 1 4 010563 1.45 -4 4
000843 1.12 1 1 010621 1.46 3 1
010818 1.13 -4 6 010036 1.47 -1 3
010167 1.14 4 4 010079 1.48 2 3
010089 1.15 2 4 010613 1.49 -1 6
010623 1.16 -1 3 010300 1.5 6 6
010103 1.17 7 4 010604 2 6 3
000586 1.18 8 6 010041 2.5 -4 4
010582 1.19 4 2 010680 3 10 1
010288 1.2 2 3 010611 3.5 8 6
010015 1.21 -4 2 010639 4 -2 2
010578 1.22 3 4 010074 4.5 5 2

010637 5 6 2

± 0 .0  8 /on 
± 0 .1 0  /mi 
± 0 .1 2  p u n  
± 0 .1 5  /on 
± 0 .1 8  /an

The repnrtarl expa nded uncerta inty it  b a se d o n a s tand a rd u nce rtainty m u ltiplied by a c o ve ra g e  factor k~3 i provid ing  a  tovel of oonfidonco of----------
approximately 95%. The uncertainty evaluation h as  b een  carried out in accordance with UKAS requirem ents

Coefficient of thermal expansion : 
(10.8+/- 0.5 )x  0.000001 /K 

Com m ents and Notes:

Uncertainty of m easurem ent:

> 0 up t o 10mm
> 10 up t o 2 5mm
> 25 up t o 50mm
> 50 up t o 75mm
> 75 up t o 100mm

SERIAL NUM BER

133268

PAGE OP PAGES
2 2

Figure A.2: Certificate of Calibration (second page).



Appendix B

Residuals covariance matrix

In this section it is proved that if the Gauss-Markov conditions hold, i.e. if (i) E  (e^) =  

0 (i i ) E  (e? ) =  a 2 (Hi) E  (e^ • e ;y ) =  0 for all i = 1 . . .  a , j  =  1 . . .  n  , (ij)  ^  ( i '/ )

, and given th a t equation 3.40 holds, i.e. given th a t (iv ) e =  (I — H ) • e, then it 

follows that the covariance matrix of the residuals is given by the equation

var (e) =  (I — H ) • (B.0.1)

Proof

By definition, it holds:

var (e) =  E  ((e  -  E  (e)) (e -  E  (e))T)  (B.0.2)

In equation B.0.2, the symbol A T denotes the transpose of the m atrix A. From (i) 

and (iv) it follows th a t E  (e) =  0. Hence, equation B.0.2 becomes

var  (e) =  E  (eeT) (B.0.3)

From (iv) and equation B.0.3, it is derived

var (e) =  E  ( ( I  -  H ) eeT (I -  H )r )  (B.0.4)

B - 1



Appendix B. Residuals covariance m atrix B -2

In Appendix B.2 of Sen and Srivastava (1990), it is reported tha t E  (AUB + C) =

A E  (U) B +  C,where A, B and C are constant matrices, whereas U is a matrix of 

random variables. Therefore, from equation B.0.4, it follows:

var (e) =  (I -  H) E ( e e T) (I -  H)r  (B .0 .5)

The definition of covariance matrix and (i) result in

var (e) =  E ( ( e  -  E (e ))  (e  -  E ( e ) ) r )  =  E ( e e r ) (B .0 .6)

Hence, from (ii), (Hi) and equation B.0.6, it is derived

var (e) =  E  ( e e T) =  I • (B .0 .7)

Therefore, equations B.0.5 and B.0.7 yield B.0.8

var (e) =  (I -  H) I a2s (I -  H)r =  (I -  H) (I -  H)T • a \ (B .0.8)

As it is shown in sections 2.2 and 2.3 of Sen and Srivastava (1990), H = X  ( X T 1 X  r\

where X  is the design matrix of the model. Thus, by substituting such expres-
fjp

sion in the equation (I — H) (I — H) and semplying via m atrix algebra, it results

(I — H) (I — H)r =  (I — H). Consequentely, equation B.0.8 becomes

var (e) =  (I -  H) • <r* (B .0.9)

Quod erat demonstrandum (i.e. which was to be proved).



Appendix C

Permutation tests in the initial 

scanner position

For the nominal length 40 fj,m the R source code is as follows:

all.comb <- combinations(14,7)  

diff.means <- numeric(3432) 

top .index  < - c ( l , 3 , 5 , 7 ,9 , l l , 1 3 )  

top .va lu es  <-

used . data, in  . f r in g e s . a n a ly s is . 40$Pct. r e s u l t s  [ to p . index] 

m iddle.values <-

used.data. in .fr in g e s .a n a ly s is .4 0 $ P c t  . r e s u l t s  [ -to p . index] 

rea l .d i f f  .means <- mean (top. values)-mean (middle .va lu es)  

for  ( i  in 1:3432) { 

samp <- a l l .c o m b [i ,]  

pseudo.top <-

used. data. i n . f r i n g e s . a n a ly s is  .4 0 $ P ct . r e s u l t s  [samp] 

pseudo.middle <-

u s e d .d a ta . in . f r in g e s . a n a ly s is .4 0 $ P c t . r e s u lt s  [-samp] 

d iff .m ea n s[ i]  <- mean(pseudo.top)-mean(pseudo.middle)

}

C - l



Appendix C. Perm utation tests in the initial scanner position C -2

no.greater <- sum(diff.means > r e a l . d iff.m eans)  

p.value <- no.greater/3432

h ist (d if f .m ea n s ,  main="(a) ’D ifferences of the means’ \n  

- 40 microns -" ,fre q  =F,xlab="’D ifferences of the means’ ") 

a b lin e(v= rea l. d i f f .means, co l=2, l ty = 2 , lwd=2) 

legend(x="topleft" , "Actual d ifferen ce" ,lty= 2 ,lw d= 2 ,co l= 2)

For the nominal length 200 //m, the R source code is as follows:

all.comb <- combinations(10,5) 

diff.means <- numeric(252) 

top.index < - c ( 2 ,4 ,6 ,8 ,10) 

top .va lues  <-

used.data. in .f r in g e s .a n a ly s is .2 0 0 $ P tc .r e su lt s  [top. index] 

m iddle.values <-

used . data, in . f r in g e s . a n a ly s is . 200$Pt c . r e s u l t s  [ - t o p . index] 

rea l ,  d i f f  .means <- mean (top. values)-mean (middle, va lu es)  

for  ( i  in  1:252) { 

samp <- a l l .co m b [i ,]  

pseudo.top <-

used . d ata . i n . f r in g e s . a n a ly s is . 200$Ptc. r e s u l t s  [samp] 

pseudo.middle <-

used. data. in . f r in g e s . a n a ly s i s . 200$Ptc. r e s u l t s  [-samp] 

d i f f  .means [i]  <- mean(pseudo. top) -mean(pseudo.middle)

}
no.greater <- sum(diff .means > r e a l . d i f f  .means) 

p.value <- no.greater/252

h is t (d if f .m e a n s ,  main="(b)’D ifferen ces  of the means’\n

- 200 microns -" , freq  = F, xlab="’D ifferen ces  of the means’") 

a b lin e (v = re a l . d i f f .means, co l= 2 , l t y = 2 , lwd=2) 

legend(x="topleft" /'A ctual d if fe r e n c e " , lty=2,lw d=2,col=2)



Appendix D

Validation of the algorithm for 

measuring volumes

The output of the implemented validation program for measuring volumes is shown 

in Figure D .l. It compares the theoretical volume of the eighth p art of a sphere 

with the values computed by the implemented algorithm.

D - l



A ppendix D. Validation of the algorithm for measuring volumes D -2

---------------------------------------------------------------------------------------------------------- Printer! hy FFRRI narln
Sep 2 3 , 06 12 02 SphereResul1sComparison.txt Page 1/1

----------------- THEORETICAL VOLUME OF 1/6 OF A SPHERE---------------------
Long Double Decimal digit precision LDBL_OICt 18
Double Decimal digit precision DBL_DIGi 15
The rational approximation of PI with 34 decimal digits
is provided by the constant H_PIl in math.hi
3.1415926535897932384626433832795029
Given the Long doable decimal precision available,
the usable PI rational approximation of M_PIl is of 18 decimal digits.
The 19th digit is shown to properly round the number to the 18th decimal digiti 
3.141592653 5897932385
The theoretical Volume/8 of the sphere of radius 1.0000000000000000000 micrometre isi 
0.5235987755982988731 cubic micrometres 
(only 18 decimal digits are significant)

NumProfiles is 1001 
NumPoints is 1001 
NumLines is 1002001
Volume of the part with Prisms only isi 0.52304 3046797519 cubic micrometres 
Volume of the part with the first Tetrahedron isi 0.523226976 579736 cubic micrometres 
Computed Volume of the part isi 0.523 59376 5690266 cubic micrometres 
Prism percentage deviation is 0.105181 %
First Prism Deviation is 0.070052 %

NumProfiles is 2001 
NumPoints is 2001 
NumLines is 4004001
Volume of the part with Prisms only isi 0.523 32103 3767562 cubic micrometres 
Volume of the part with the first Tetrahedron is: 0.523413169204018 cubic micrometres 
Computed Volume of the part is: 0.523 5970462016 50 cubic micrometres 
Prism percentage deviation is 0.052715 %
First Prism Deviation is 0.035118 %

NumProfiles is 4001 
NumPoints is 4001 
NumLines is 16008001
Volume of the part with Prisms only is: 0.5234 59913450220 cubic micrometres 
Volume of the part with the first Tetrahedron isi 0.523 506045992170 cubic micrometres 
Computed Volume of the part isi 0.523 59816793 3154 cubic micrometres 
Prism percentage deviation is 0.026405 %
First Prism Deviation is 0.017594 %

NumProfiles is 5001 
NumPoints is 5001 
NumLines is 25010001
Volume of the part with Prisms only isi 0.523487691585148 cubic micrometres 
Volume of the part with the first Tetrahedron isi 0.523 52460990353 5 cubic micrometres 
Computed Volume of the part isi 0.523 59834 3994974 cubic micrometres 
Prism percentage deviation is 0.02113 3 %
First Prism Deviation is 0.014082 %

NumProfiles is 6668 
NumPoints is 6668 
NumLines is 44462224
Volume of the part with Prisms only isi 0.523 515470391319 cubic micrometres 
Volume of the part with the first Tetrahedron is: 0.523 54 3168262216 cubic micrometres 
Computed Volume of the part is: 0.523 598496183203 cubic micrometres 
Prism percentage deviation is 0.015857 %
First Prism Deviation is 0.010567 %

theoretical Volume 
Computed Volume 
Computed Volume 
Computed Volume 
Computed Volume 
Computed Volume

Summary of the Results
0.523598775598298 

(grid pitch 0.001) 0.52359376 5690266
(grid pitch 0.0005) 0.5235970462016 50
(grid pitch 0.00025) 0.52359816793 3154
(grid pitch 0.0002) 0.52359834 3994974
(grid pitch 0.00015) 0.523598496183203

Difference,% 
0 .0 0 0 0 0 0 0 0 0 0  
0.0009568220 
0.0003 302904 
0.0001160555 
0.0000824 302
0.0000533644

Saturday September 23 , 2006 T7l

Figure D .l: O utput of the validating program for volume measurements .


